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A bstract
The integration of 300 mK semiconductor bolometers and 4 K hot-electron bolometers 
with commercial pulse tube cryocooler (PTC) systems has been investigated. The 
process also involved the integration of a two-stage 4He-3He adsorption refrigerator 
with the PTC to produce a cryogen free sub-Kelvin system. Thermometry electronics 
with an onboard computer and an internet interface have been developed that allow 
for remote and/or automatic operation.
Methods to reduce excess noise seen in the 300 mK bolometer have been investigated 
to demonstrate the possibility of using high sensitivity bolometric detectors in this 
system for astrophysics and Earth observation instruments. In order to minimise the 
microphonic induced noise and thermal fluctuations from the pulse tube operation an 
AC biasing circuit was used. The origin of excess noise components in the bolometer 
readout have been identified and quantified as a function of both mechanical and 
electrical configurations of the cold components. With the optimum configuration 
thermal fluctuation noise, rather than microphonic induced noise dominates, reducing 
the bolometer sensitivity by approximately two times compared to the same device 
operated in a liquid helium cooled cryostat. Clearly the performance could be improved 
by increasing the thermal isolation of the sorption refrigerator from the pulse tube 
temperature oscillations.
The hot-electron bolometer behaved nominally up to 6 kHz when operated in the 
cryogen free cryostat. Dynamic audio frequency noise deteriorated the detector’s per­
formance above 6 kHz and has been attributed to the movement of the helium gas 
through the PTC ’s valves and orifices during its thermodynamic cycle. Restrictions of 
the signal analyser mean that it is unclear whether this microphonic noise is present 
above 1 MHz.
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C h a p te r  1
In t r o d u c t o r y  B a c k g r o u n d
The subject of this thesis is the study of the integration of bolometric detectors with 
pulse tube cryocooler systems for the purposes of astrophysical instrumentation. There 
are many astrophysical sources that are too cool in temperature for them to be visible 
to the naked eye, or enshrouded in gas and dust clouds that cannot be penetrated by 
visible wavelengths. Infrared, submillimetre, and millimetre wavelengths must be used 
to observe these sources instead. The detectors used for these wavelengths usually 
require cryogenic cooling in order to meet the required sensitivities to detect the weak 
astrophysical sources, and in the past this has been achieved using liquid cryogens. 
This chapter looks at the motivation behind wanting to use mechanical coolers as part 
of astrophysical experiments, the advantages and disadvantages of doing so, their basic 
operation, and the bolometric detectors used in such experiments.
Although the project is funded for astrophysical purposes, it does have wider appli­
cations since many detectors of different types of system require cryogenic cooling. 
Electron microscopes, spectrometers for Earth observations [2] and night vision units 
[ ] are but a few. The detectors themselves may differ but the principles of minimising 
the induced noise remain the same. First, the reasons for needing low temperatures at 
all must be considered.
1.1 T h e  N e e d  F o r  L o w  T e m p e r a t u r e s
There are fundamentally two reasons for needing and using low temperatures to oper­
ate detectors covering the electromagnetic spectrum from infrared to millimetre wave­
1
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lengths. The first is to increase sensitivity, and the second is to make use of super­
conducting technologies. Arguably the second is just a means to achieving the first 
however. Although there are now superconducting materials and even Superconducting 
Quantum Interference Devices1 (SQUIDs) that can operate at liquid nitrogen temper­
atures (77 K), the very low temperature materials and devices still remain the most 
sensitive.
Sensitivity increases with lower temperatures because many sources of noise follow the 
fluctuation dissipation theorem, which describes macroscopic behaviour as a result of 
microscopic fluctuations, and scale with the factor ksT, where ks is the Boltzmann 
constant and T  is temperature. The classic example is the electrical noise first observed 
by Johnson [4] for which Nyquist first deduced the theorem [5] (see subsection 1.6.3 for 
details and other examples). As such, it is desirable to operate detectors on instruments 
at several Kelvin or even a fraction of a Kelvin.
Superconducting materials used in the construction of bolometric detectors include, but 
are not limited to, niobium for electrical leads, and indium for solder joints. In bulk, 
niobium has a superconducting transition temperature of about 9 K, this decreases for 
thin films with thicknesses below 1000 A, while for indium it is 3.4 K, also decreasing 
for thin films. It is apparent then, that to make use of their superconducting properties, 
liquid helium temperatures are required for niobium while even lower temperatures are 
required for indium ill its raw form.
1.2 T he  N eed  F o r  C losed-C yc le  C ryocoolers
Until fairly recently the only way to cool a detection system down to 4.2 K was to use a 
liquid helium cryostat, usually with an additional liquid nitrogen stage for precooling. 
Mechanical coolers were considered too complex and required cold moving parts that 
reduce reliability. This is especially true for space missions where reliability is of even 
more importance due to the general expense of such missions and the difficulties of 
servicing instruments in space. Mechanical coolers also introduced additional noise to 
the system because of their vibration. Experimentalists have therefore had to suffer 
withliquid cryogens, their expenses and hazards.
Pulse tube cryocoolers (PTCs) represent a key technology for achieving temperatures 
down to about 4 K; the temperature usually achieved by using liquid helium at at­
1 Sensitive magnetometers.
Si
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mospheric pressure. A number of instruments are proposing to make use of these cool­
ers. The key factors which distinguish the pulse tube cooler from the more commonly- 
used Gifford-MacMahon (G-M) or Stirling cryocoolers, is that they have no cold moving 
parts and are therefore more reliable, whilst generating less vibration and electromag­
netic interference (EMI). It is also beneficial to use closed-cycle coolers in general 
because liquid Helium is a limited natural resource. Unfortunately there is little field 
experience of using pulse tubes with bolometers and the deleterious effects of cryocooler 
vibration, thermal stability and EMI on sensitive bolometric detectors axe not fully un­
derstood. While higher temperature (55 K) pulse tube cryocoolers (referred to in this 
work as pulse tube refrigerators, PTRs) operating at a higher thermodynamic cycle 
frequency (45 Hz) are currently being flown on satellites, on the A IR S  instrument [G] 
for example, it is the lower frequency, lower temperature variety that are necessary 
for adequate precooling of sensitive bolometric detectors to meet scientific objectives 
such as measurements of the cosmic microwave background (CMB). This work serves 
as a preliminary investigation into the system level sensitivity problems experienced 
with a bolometric detector cooled via a combination of 3He adsorption refrigeration 
and commercial PT coolers.
There are associated problems with using PTCs, however. Currently, pulse tubes do 
not provide as much cooling power at 4.2 K as a conventional liquid helium cryostat. 
However, the performance of PTCs is continuously being improved upon and the gap 
is closing. More of a concern is the additional microphonic noise that they introduce to 
the electronic readout of the system. Vibration is minimal since there axe no moving 
parts at low temperatures, however some motion is produced by the pressure oscilla­
tions in the pulse tube. As well as increasing the noise of the detector directly, this 
motion also induces EMF’s within the wiring. This can be minimised by using twisted 
pairs of wires in order to cancel out the motion of the wires relative to one another. 
Temperature stability is also a concern when compared to liquid helium; however, this 
is also continuously being improved upon.
Closed-cycle systems also make cryogenic temperatures more accessible to the wider 
community since they require less experience to operate than handling liquid cryogens. 
Integration of a sub-Kelvin refrigerator, and provision of automated electronics, cre­
ates a truly ‘turn-key’ operated system that can be utilised across many fields from 
low temperature physics to magnetic resonance imaging systems used for medical and 
psychological applications.
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1.3 A st r o n o m y  At  Sub-K elvin T em per a tu r es
As previously mentioned, there are many astrophysical sources that are too cool for 
them to be visible to the naked eye. Instead, the peak of their emission is at longer 
wavelengths as described by Wien’s displacement law; Amo*T »  2.90 x 10~3 [Km]. For 
example: The peak of the black body spectrum of the cosmic microwave background 
(CMB), which has a mean temperature of approximately 3 K, is at a wavelength of 
approximately 1 mm; Cold interstellar medium (molecular clouds) at a few tens of 
Kelvin emits at 100-200 /xm; The UV radiation from newly formed stars is absorbed 
and re-emitted at infrared and longer wavelengths by surrounding dust and gas. The 
infrared, sub-millimetre, and millimetre detectors needed to perform observations of 
these cool sources often require cold shielding from their warm environments to cut 
down on background thermal radiation. This makes the source object of interest more 
visible. The strength of the source determines just how cold the protection needs to be. 
Continuing the previous examples, observations of star forming regions can be done 
with detectors operating at liquid helium temperatures (4.2 K) [7], whereas to detect 
the comparatively weak anisotropies of the CMB the detectors need to be at 350 mK 
or below. The advent of CMB polarisation experiments further requires these extreme 
low temperatures.
i . 3 . 1  A V e r y  C o n c is e  H is t o r y  Of T h e  CMB
Originally discovered by accident, the CMB now provides us with the earliest possible 
picture of the Universe in electro-magnetic radiation. The photons making up the 
CMB originate at the surface‘df last scatt&ing, the time of recombination of protons 
and electrons that left photons free to travel the length 6f the visible Universe, and 
as a result have an imprint of the distribution of matter at that time. Astronomers 
wish to study it then to find out about the formation, structure and evolution of the 
Universe.
Current cosmological models require the use of several parameters such as the rela­
tive abundances of different types of matter and the Hubble ‘Constant*. This sort of 
information can only be gained by looking closer at the CMB since overall it is very 
uniform, because of the homogeneous nature of the Universe at the time of Recombi­
nation, and tells us not much more than how long ago it formed. So over Hie years the 
temperature anisotropies have been mapped out with increasing resolution, from which 
power spectra are produced telling us how much information there is at each angular
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scale. The positions and sizes of peaks in these spectra are what hold the information 
of the cosmological parameters.
Anisotropies of the CMB’s temperature can only reveal so much however, and there 
are many parameters. To break down the inevitable degeneracy in the various cosmo­
logical models we need to observe with more precision and in more detail. Measuring 
the polarisation of the anisotropies will further constrain current parameters and give 
new information altogether. This involves detecting even smaller temperature varia­
tions only achievable with advances in bolometer technology and giving greater need 
for low temperature surroundings. In order to become sensitive enough to detect these 
micro-Kelvin temperature fluctuations we need to cool the detectors to sub-Kelvin 
temperatures; this increases their sensitivity by several orders of magnitude. Conven­
tionally, to keep the detectors at these low temperatures a 3He sorption refrigerator [>} 
(for 300 mK) or ADR (for 100 mK) is operated from a liquid helium bath.
1 .4  T h e o r e t ic a l  O p e r a t io n  O f  A  P u l s e  T u b e
C r y o c o o l e r
Before presenting an overview of how a pulse tube cryocooler works we must first 
consider mechanical coolers in general. In particularly I will be focusing on those with 
regenerative thermodynamic cycles since it is these that are most efficient when used on 
the sorts of scales that we are concerned with. It is also the family that PTCs belong 
to. While cryogenic liquefaction plants use cryocoolers based on Linde-Hampson or 
Bray ton cycles, these recuperative cycles, using counter-flow heat exchangers, become 
very inefficient when miniaturised.
1 .4 .1  T he  C a r n o t  C y c l e
I will start by looking at the most efficient of cycles, the Carnot cycle, and how this 
needs to be modified to make something more practical for use. The Carnot cycle con­
sists of an isothermal compression and expansion separated by an adiabatic compression 
and expansion. The cycle is shown schematically in Figure  1.1 on a Pressure-Volume 
diagram (Figure 1.1(a)) and a Temperature-Entropy diagram (Figure 1.1(b)) ,  where 
the lines 1 2  and 3-4 depict the isotherms, and 2 3 and 4-1 depict the adiabatic stages 
of the cycle, operating between an ambient temperature, Ta, and a cold temperature,
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F i g u r e  1.1: Carnot Thermodynamic Cycle. The enclosed shaded area indicates the net 
work done during the cycle.
During the isothermal expansion 1 2, an amount of heat, Qc, is taken into the working 
fluid from the cold source and is represented by the area beneath the line in Figure
undergoes an adiabatic compression, 2 3, bringing it up to ambient temperature. The 
isothermal compression 3-4 results in an amount of heat, Qa, being rejected to the 
ambient surroundings. Again, this is represented by the area beneath the 3-4 line in 
Figure 1.1(b), and you have a pictorial representation of the relationship W  = Qa — Qc, 
ie. the mechanical work input is the area enclosed by the cycle. Finally, the adiabatic 
expansion 4-1 takes the working fluid back to its starting state.
Because the heat transfer occurs isothermally and reversibly, and the compression and 
expansion stages are adiabatic and also reversible (isentropic), the efficiency of the 
cycle can be parametrised using only the two extreme temperatures involved. The 
coefficient of performance (COP) is defined as the ratio of the heat extracted from 
the cold source, Qc, to the work provided to operate the system, W  (In other words 
the useful cooling power divided by the input power). In this case it is the maximum 
possible COP because we are considering the Carnot cycle.
1.1(b). This is true for reversible processes where q =  jT d S .  The working fluid
( 1 .1) COP
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Using the relation W = Qa — Qc and substituting in for Qa and Qc we get
TCA SCOP =
(1.2)
TaA S  -  TCA S  
Tc 
Ta - T c
Assuming an ambient temperature of 300 K, the COP can be calculated for a range 
of target low temperatures, as indicated in Table 1.1. This table shows the maximum 
COP for several approximate benchmark target low temperatures Liquid nitrogen, 







T a b l e  1.1: Maximum COP for 300 K Ambient Temperature.
Problems arise in practice because the high pressure required (at point 4 in Figure 1.1), 
or more specifically the pressure ratio needed, cannot be achieved with present day 
technology. The Stirling and Ericsson cycles address this issue by shifting points 3 and 
4 in Figure 1.1 to higher entropy and lower pressure.
1 .4 .2  R e g e n e r a t iv e  C y c l e s
For the Stirling and Ericsson cycles to reduce the maximum required pressure, the adi­
abatic compression and expansion stages are replaced with constant volume (Stirling) 
or constant pressure (Ericsson) processes, as illustrated in Figure 1.2. The resulting 
temperature-entropy diagrams are compared to the Carnot cycle in Figure 1.3.
Assuming ideal reversible isochoric and isobaric processes, the resulting enclosed area, 
and therefore work input, is the same as that for the Carnot cycle, W = W' =  W ". 
Hence the maximum COP is retained. See sec tion A.J for details on how the area 
remains the same when considering reversible processes. However, in both cases you 
now have heat transfer at a variable temperature, given by the areas beneath 2 3'(') 
and 4'(') 1 in Figure 1.3. As explained in section A.l and indicated by the simplified 
Figure 1.3, in the ideal case each process is equal and opposite to the other, and so 
there is no net contribution to the heat entering or leaving the system from these two 
phases the energy is simply stored somewhere temporarily. The device employed to 
achieve this temporary storage of energy is called a regenerator.





(a) Stirling Cycle. The lower case roman numbers 
refer to the piston movements in Figure 1.4.
1
(b) Ericsson Cycle
F i g u r e  1.2: Pressure-Volume diagrams for the Stirling and Ericsson thermodynamic cycles. 
The enclosed shaded area indicates the net work done during the cycle.
In the design of mechanical cryocoolers, the regenerator essentially becomes both a heat 
exchanger and energy bank, and is a crucial component of the system. The efficiency 
of the cooler is largely determined by the regenerator’s performance. Ideally it has:
• Large heat capacity,
• Low thermal conductivity,
• Small internal volume,
• Low flow impedance,
• Large internal surface area.
They are typically made up from a composite matrix of metal alloys either as a series 
of meshes, or spherules packed together. Often the alloys are made up from rare- 
earth metals whose magnetism helps provide the large heat capacity, and new, more 
efficient materials are always being researched. Low thermal conductivity is necessary 
because the regenerator often provides the main structural link between the hot and 
cold ends of the cooler. The small internal volume and low flow impedance minimise 
the pressure drop across the regenerator, which reduces the efficiency of the cooler. 
The large surface area, together with the large heat capacity, increase the efficiency of 
the heat transfer to and from the working fluid. The large heat capacity also ensures 
that the temperature gradient along the regenerator is approximately constant. Note





F i g u r e  1.3: Temperature-Entropy diagram comparing the Carnot (1-2-3-4), Stirling (1-2- 
37-4') and Ericsson (l-2-3//-4//) thermodynamic cycles. The enclosed shaded area indicates 
the net work done during the cycle.
that the requirements for a minimal pressure drop and an efficient heat transfer conflict 
with each other when designing a regenerator. More details of the materials and design 
principals of regenerators can be found in the collection edited by Weisend II [9].
The Stirling cycle is utilised by Stirling cryocoolers by using a pressure oscillator to 
drive the compression. Frequencies for the oscillation tend to be around 40 50 Hz. The 
Ericsson cycle meanwhile, is utilised by Gifford-MacMahon (G-M) cryocoolers using a 
compressor and check valves to alternately connect the high and low pressure sides to 
the system. They tend to operate at lower frequencies than Stirling type coolers, up to 
about 10 Hz. PTCs fit somewhere in between the two cycles depending on the driving 
method. The thermodynamic cycle of higher temperature, higher frequency PTCs 
driven by a pressure oscillator, resembles that of the Stirling cycle. Low temperature, 
low frequency PTCs driven by a compressor and rotary valve combination have cycles 
resembling the Ericsson cycle.
1.4 .3  T he Stirling  C ycle
The Stirling cycle is described here in more detail to provide an analogy for the pulse 
tube in the following subsection 1.4.4. The Stirling cycle was first developed and 
patented by Rev. Robert Stirling in 1816 as a replacement for the hazardous steam 
engines of the time. It never became popular commercially as an engine, despite being
1
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(i) (ii) (iii) (iv)
Regenerator H  Q
F i g u r e  1 .4 : Stirling piston motions to produce the ideal Stirling cycle shown in 1.2 and
Figure 1.3.
able to operate from any source of heat, and was dominated by the internal combustion 
engine after the steam age. Instead, it was tried out in reverse as the basis for some of 
the first mechanical coolers. However, later Joule-Thompson expansion [lit] became the 
favoured method for attaining low temperatures and liquefying gases [11, 12] because 
of its simplicity. The first Stirling cycle based cryocoolers were developed by Philips 
during the 1950’s.
The basic setup to operate a Stirling thermodynamic cycle is shown in Figure 1.4, and 
consists primarily of an ambient compression piston, a cold expansion piston, and a 
regenerator separating the two. The piston motions necessary to produce the idealised 
cycle in Figure 1.2(a) and Figure 1.3 are also illustrated.
The cycle is carried out with the following four steps:
(i) Starting at 1 the cold piston expands the working fluid while a quantity of heat, 
Qc, is taken in causing it to follow the isotherm 1-2.
(ii) Starting at 2 the expansion and compression pistons move in unison to transfer 
the working fluid to the warm end of the system at constant volume, following 
the isochor 2—3'. Moving through the regenerator, the fluid receives heat to bring
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it up to the ambient temperature, and the pressure increases in accordance with 
the ideal gas law.
(iii) Starting at 3' the ambient piston compresses the fluid while a quantity of heat, 
Qa, is rejected to the surroundings causing it to follow the isotherm 3'-4'.
(iv) Starting at 4' the expansion and compression pistons move in unison to transfer 
the working fluid to the cold end of the system at constant volume, following the 
isochor 4'—1. Moving through the regenerator, the fluid gives heat to bring it 
down to the cold temperature, and the pressure decreases in accordance with the 
ideal gas law.
In reality, from a mechanical perspective, it is easier to have pistons moving in simple 
harmonic oscillations rather than the sequence described above. These simple harmonic 
motions are far from ideal, however, and the thermodynamic cycle varies accordingly. 
Also note that in the conventional Stirling cycle there is a piston at the cold end of 
the system. Keeping this lubricated at low temperatures causes problems in other 
mechanical coolers but the pulse tube has a novel way to get around it.
1 .4 .4  T he  O r if ic e  P u lse  T u b e  C o o l e r
The cooling effect of what is now known as the basic pulse tube, essentially a hollow 
tube closed off at one end and driven with pressure oscillations at the other, was first 
discovered and reported by Gifford and Longsworth in 1964 [13]. Intuitively, there 
should be no cooling because the mass flow and pressure in the tube would be 90° out 
of phase, this is analogous to an RC circuit that has no real power unless the current 
and voltage are in phase. A Stirling cooler brings mass flow and pressure into phase 
by using an expansion piston 90° out of phase with the compression piston. However, 
there is no expansion piston in a pulse tube and so the cooling mechanism of the basic 
pulse tube was, at first, a mystery. After further investigation of this phenomenon the 
cooling effect was found to be caused by surface heat pumping between the working 
fluid and the tube walls [11]. This produces a small phase shift between the pressure 
and mass flow in the the pulse tube, which is necessary for cooling to occur. However, 
the phase shift is so small that this method of cooling was too inefficient for it to be 
useful, and the idea was dismissed by the majority as a curiosity rather than being 
something that could have practical applications.
A major breakthrough took place about two decades later when Mikulin et aI. intro­
duced the orifice [ 1 •">] with the intention of increasing the phase shift and therefore the
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refrigeration power. Instead of being completely blocked off at the warm end of the 
pulse tube, Mikulin et a1. had a narrow orifice restriction valve and a large reservoir, or 
buffer volume. This setup is now called the orifice pulse tube cooler and is illustrated 
in Figure 1.5. It is shown in the common ‘U’ configuration which keeps the coldest 
parts at the bottom and the warmest parts at the top.
Narrow
Orifice
V a lv e
Aftercooler
R e s e r v o ir
P u l s e  T u b eR e g e n e r a t o r
F i g u r e  1.5: Schematic of an orifice pulse tube cooler in a ‘U’ configuration. The ‘hot’ end 
is shown at the top. See text for details.
During operation, a shock front forms in the pulse tube which can be thought to serve 
as the expansion piston of a conventional Stirling cooler. The gas entering the pulse 
tube from the regenerator does work on the gas already in the pulse tube, producing 
cooling. This work is transferred to the hot end of the pulse tube and rejected as heat, 
Qh • The slug of gas also prevents heat transfer from the hot end to the cold end 
provided that convection currents can be avoided.
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Ideal  E ffic ien c y
There is a fundamental inefficiency compared to coolers using active phase shifting 
mechanisms, such as the Stirling’s expansion piston, because of this passive phase 
shifting method. The expansion work in a Stirling cooler is recovered, whereas the 
work in a pulse tube is dissipated and lost into the ambient heat sink [16]. This is 
illustrated in Figure 1.6 which shows schematics of the energy exchange in a Carnot, 
Stirling and Pulse Tube thermodynamic cycle.
(a) Carnot. C — 
Hypothetical Camot 
refrigerator.
(b) Stirling. a 
— ambient com­
pression piston, 
c — cold expan­
sion piston, R  — 
regenerator.
(c) Pulse Tube. a 
— ambient compression 
piston, pt — pulse tube, 
R  — regenerator.
FIGURE 1.6: Carnot, Stirling, and Pulse Tube cycle energy exchange schematics.
For the Stirling cycle in Figure 1.6(b) the net work is W = Wa — Wc and assuming an 
ideal regenerator, Wa = Qa and Wc =  Qc. Therefore, the COP for the Stirling cycle 
remains the same as for the Carnot cycle (as stated previously). From the definition 
of COP, Equat ion 1.1,




Q a - Qc
Tc
Ta - T c
Which is identical to the result for a Carnot cycle, Equation 1.2.
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However, for the Pulse Tube cycle in Figure 1.6(c) the expansion work is lost as heat, 
Qh, and so the net work is W  = Wa and this is equal to Qa for the ideal regenerator 











COPc  + 1
You can see from Equation 1.3, which relates the COP for an ideal orifice pulse tube 
to the COP for the Carnot and Stirling cycles, COPc, that an ideal pulse tube will 
always have a lower COP, but as the ratio Tc/T a becomes smaller, COPpt approaches 
COPc• Thus for PTCs reaching liquid helium temperatures and below, this fundamen­
tal inefficiency is insignificant when compared to other losses in the system. Indeed, 
Radebaugh shows that Stirling type pulse tubes are now reaching efficiencies equal to 
or greater than Stirling coolers, while G-M types have comparable efficiencies to G-M 
coolers [17].
Ideal C ooling  P ow er  a n d  it ’s R elation  to  P hase  A ngle
Treating the pulse tube as an open adiabatic device [18], we see that the ideal cooling 
power stems from the net enthalpy flow within the tube. A schematic for this represen­
tation of a pulse tube is shown in Figure 1.7. The dots signify the usual time derivatives 
and the angled brackets the time averaged quantities over one thermodynamic cycle, 
in other words (X ) = ^ with r  being the time period for one thermodynamic
cycle and t being time.
Reservoir
<Q> «X >
F i g u r e  1.7: Enthalpy flow within a pulse tube.
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From energy conservation we get (Q c) =  (H ) — (Hr) and (H } =  (Qh)- The net enthalpy 
flow from the regenerator, (Hr), is equal to 0 for an ideal regenerator, so the cooling 
power for the ideal case is simply (Qc) =  (H).
For an ideal gas we can use the relation between enthalpy and the specific heat at 
constant pressure to write,
(1.4) {#> =  —  f  rhTdt [W]
T Jo
where Cp is the molar specific heat at constant pressure, tin is the mass flow rate of 
the working fluid (helium gas), and T  is the temperature. Then, using the equation of 
state, and representing the time varying quantities as sinusoidal perturbations about 
a mean value, we get the result,
(1.5) {H) =  i ^ « o A P c o s ( 0 )  [W]
where A  is the cross-sectional area of the pulse tube, R  is the gas constant, uq is the 
gas velocity amplitude, A P  is the pressure variation amplitude, and <j> is the phase 
angle between the mass flow in the tube and the pressure oscillations (see ^eetinn A. 2 
for a full derivation of this result).
F u r t h e r  A d v a n c e m e n t s
The ideal cooling power is at a maximum for 0  =  0 in F q u a i  ion 1.5, which is what the 
introduction of the orifice moves towards. The orifice pulse tube still has a phase angle 
of around 30° however [is]. Another problem with the system is that the mass flow 
through the regenerator is large and results in significant losses within the regenerator 
(a large (Hr))• The next major development designed to address these problems was 
reported in 1990 by Zhu et al. who introduced a bypass between the warm end of the 
pulse tube and the warm end of the regenerator [IH, 20]. In addition to creating a 
larger phase shift and smaller phase angle, the bypass reduces the flow through the 
regenerator and the resulting losses. It also drives the compression and expansion of 
the portion of gas within the pulse tube that always remains at the warm temperature. 
PTCs with these bypasses are referred to as ‘double-inlet’ (orifice) pulse tubes.
Although the bypass solves one problem it also raises another potential problem DC 
flow, also called streaming. The bypass provides a link for a possible circuit of working 
fluid which will result in a significant loss of refrigeration power. Even though the DC
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component of flow is very small compared to the AC flow, because the temperature 
difference is so large, the enthalpy carried from the warm end to the cold end by this 
DC component is still very large. To counteract the natural tendency for DC flow that 
exists, the bypass is usually asymmetric to restrict flow in one direction. This can be 
achieved using needle valves for example.
There have been other developments in pulse tube design, one of which is a network 
of bypass valves at the warm end. As well as counteracting DC flow, these allow for 
some fine tuning in the phase relationships to obtain the best possible performance and 
come as close as possible to an idyllic thermodynamic cycle by being actively controlled 
[21]. Alternatives to the orifice valve have also been looked at and developed, the main 
example being the inertance tube [17].
1 .4 .5  S u m m a r y  o f  R e g e n e r a t iv e  C r y o c o o ler s
The major advantage of PTCs over G-M and Stirling cryocoolers is that they have no 
cold moving parts that need sophisticated methods to prevent seizure, and hence PTCs 
are more reliable. Another consequence of this is that they produce a lot less unwanted 
vibration on their cold tip. As touched upon previously in this section, PTCs can be 
generally grouped into two types — G-M types, and Stirling types. The difference 
between the two types is simply down to the method used to drive the compression 
stage of the cycle. G-M types use compressor units with check valves or a rotary valve 
to alternately connect the high and low pressure sides to the top of the regenerator, 
usually at a frequency between one and ten Hz. Stirling types use a pressure oscillator 
and no valve system, usually at frequencies up to 100 Hz. The lower frequency of the 
G-M types allows therii to reach lower temperatures but with lower efficiencies. For 
single stage systems G-M type PTCs are now reaching below 30 K while Stirling types 
reach arotmd 60 K.
In the majority of cases the compression is supplied with a separate unit attached to 
the main assembly using flexible lines. This means that there can be no moving parts at 
all in the cryostat assembly, and vibrations from the compression unit can be damped 
out as necessary in the open. Now the oply movement that you have to consider within 
the cryostat is that prqdpeed by pressure variations in the cooler.
Table 1.2 summarises the differences between the three types of cryocoolers discussed. 
Radebaugh [22] also provides a good discussion on the development of PTCs and how 
they fit into the family of mechanical coolers.
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Method Advantages Disadvantages
Stirling Uses a small volume 
(single cold finger).
Cold moving parts.
Low eficiency compared 
to Stirling type PTRs.
G-M High efficiency compared 
to G-M type PTCs.
Cold moving parts.
Large amount of 
vibration from displacer.
Pulse tube No cold moving parts 
(better reliability, lower 
vibration, lower cost).
High efficiencies for 
Stirling types.
Relatively new and not 
fully understood (requires 
costly experimental 
optimisation).
Low efficiencies for 
commercial G-M types. 
Susceptible to convection 
(limits orientation).
T a b l e  1.2: Summary of regenerative mechanical cooler methods.
1.5 M e t h o d s  F o r  O b t a i n i n g  S u b - K e l v i n
T e m p e r a t u r e s
Sub-K refrigerators can be further categorised into above 300 mK and below 300 mK. 
Above 300 mK there is no reason not to use a 3He refrigerator as it is simple and reliable. 
It is also reasonably straight forward to adapt them to operate in any orientation and 
even in “zero” gravity.
Below 300 mK experimenters are faced with more decisions. Traditionally, dilution 
refrigerators have dominated the 100 mK range while Adiabatic Demagnetisation Re­
frigerators (ADRs) were used only for the lowest temperatures (nuclear demagnetisa­
tion). However, space applications and advances in ADR technology, particularly the 
magnets, have elevated interest in them to a level where they now compete with dilu­
tion refrigeration. No special adaption is necessary for an ADR to operate onboard a 
satellite whereas dilution refrigerators are more tricky to adapt than 3He refrigerators, 
especially if continuous operation is desired.
All of the methods mentioned above require some form of precooling and traditionally 
operate from a base temperature of 4 K; that given by a liquid helium bath at at­
mospheric pressure. The methods themselves are summarised in the following sections 
and there are many books that describe these methods in more detail, see for example
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[23,24,25]. ^
1 .5 .1  H e liu m -3  E v a p o r a t io n
The simplest method of obtaining sub-K temperatures is to lower the vapour pressure 
above a liquid 3He bath, thus causing 3He to evaporate from the liquid and lowering its 
temperature. The 3He isotope has a much higher vapour pressure than 4He for a given 
temperature, which allows the condensed liquid to reach lower temperatures with the 
same available pumping efficiency. This difference comes about because of the lower 
zero point energy of the 3He atoms compared to the 4He atoms.
In order to condense the 3He (which has a boiling point of 3.2 K at atmospheric 
pressure) efficiently, a pumped bath of 4He is used providing a condensation point of 
around 1 K. This stage is often incorporated into the refrigerator resulting in a two 
stage system. Once condensed, the liquid 3He bath is pumped on, resulting in a final 
temperature around 0.3 K.
*
' - .. - k
Physisorption, short for ‘physical adsorption’ and also referred to as cryopumping, 
rather than external rotary/turbo pumps is used to create a vibrationless system. 
Physisorption is the process where He atoms stick to surfaces at low temperatures 
via Van de Waal forces [26],. A large,surface area is provided by activated charcoal 
‘zeolite’ pellets2 so that the pumping efficiency is not reduced during the pumping 
stages of the refrigeration cycle. Activation of the charcoal is necessary to remove any 
contaminating particles such as water molecules, and involves heating the charcoal to 
release such contaminates.
The operation of a 3He refrigerator essentially comes down to the controlling of the 
cryopumps. The cryopump is heated up to 40 K or more to Mease gas for it to be 
condensed, and it is held at this temperature while , the gas condenses. To pump on 
the liquid the cryopump is cooled rapidly by turning on a heat switch that connects it 
to the precooling system (PTC, liquid 4He bath etc.), hence causing the 3He vapour 
to become adsorbed once more. An additional benefit of using cryopumps is that it 
means the system is self contained and can therefore be designed to be transferable 
between different cryostats if necessary.
There are several types of heat switches that can be used to control the cryopump’s 
temperature. Those used during this work, and that are also popular in general, are
2 These are also used in room temperature filtering systems, torempve oil vapour for example.
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gas gap heat switches [27]. These use their own small cryopump, with a weak passive 
thermal link to the precooler, to release/remove gas from a small gap between two 
conductors. When turned on, the gas filling the gap conducts heat between the two 
ends. When turned off, there is only a small amount of conduction through the stainless 
steel walls of the heat switch housing.
1.5.2 A d ia b a t ic  D e m a g n e t is a t io n  R e f r i g e r a t io n
ADRs use the entropy of a magnetised paramagnetic salt pill to cool down to tem­
peratures below 0.1 K. The salt pill is first magnetised using a strong magnetic field, 
often provided by a superconducting coil, and then as the field is gradually relaxed 
the salt pill absorbs heat from the load and becomes demagnetised as its entropy in­
creases. In quantum mechanic terms, the energy levels of the electrons are split and 
further separated for increasingly strong magnetic fields (Hyperfine splitting). The 
energy levels are manipulated to produce cooling in a way that is analogous to the 
compression and expansion of an ideal gas. Some examples of the salts used in ADRs 
include Cerium Magnesium Nitrate, Ferric Ammonium Alum (Sulfate) and Chromium 
Potassium Alum.
The refrigeration cycle for an ADR is as follows. The magnetic field is ramped up to 
full strength to magnetise the salt pill. This raises the temperature of the salt pill as 
electrons in the split energy levels have their energy raised. This unwanted heat of 
magnetisation is removed by having the salt pill placed in contact with a heat sink 
provided by the precooler. The electrons move down to the lower of the split energy 
levels and the system is thus more ordered, and therefore has a lower entropy. This 
stage is equivalent to an isothermal compression of a gas.
The link to the heat sink is now broken so that the salt pill is isolated and therefore at 
constant entropy. The magnetic field strength is decreased and the energy levels begin 
to converge. Since the distribution of electrons does not change, the overall energy and 
temperature decreases. This is equivalent to an adiabatic expansion of a gas.
The salt pill can now be used as a refrigerant by pacing it in contact with the load that 
is to be cooled. There is naturally a limit to the amount of cooling available since zero 
field means that there is no hyperfine splitting and therefore no heat capacity available 
for cooling. Also, at low field strengths, electron spin interactions become significant 
and this self magnetisation limits the minimum temperature achievable for individual 
paramagnetic salt materials, typically several mK. Salt based ADRs therefore tend to
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operate in the 100 mK range- •
Once the magnetic field has reached its minimum, the process can be repeated to 
continue cooling the load or maintain its low temperature. The process is therefore a 
single-shot process like that of a 3He evaporation refrigerator.
Temperatures below 1 mK can be achieved by applying the technique to the nuclear 
spin system of certain metals (Copper, Platinum or Platinum-Iron alloy for example). 
Such refrigerators are not of direct concern for the purposes discussed in this thesis, 
but discussion of the differences between using the nuclear and electron subsystems is 
available in the aforementioned references ([23, 24, 25]).
1 .5 .3  D ilu t io n  R e f r ig e r a t io n
Dilution refrigerators make use of the properties of 4He-3He mixtures at very low tem­
peratures. The mixture separates into two phases below about 0.7 K, the exact tem­
perature depending on the concentration of the 3He3, one made up of almost pure 3He 
and the other consisting ofdilute 3He in 4He. As the temperature decreases further the 
concentrated 3He layer becomes more pure and the dilute 3He approaches a definitive 
concentration of 6.6%.
The differing number of nucleons in 3He and 4He atoms means that 4He follows Bose- 
Einstein statistics (integer spin) while 3He follows Fermi-Dirac statistics (half-integer 
spin). This means that the 4He in the dilute layer undergoes Bose-Einstein conden­
sation and the atoms have a tendency to all sit in the lowest energy level. The 3He 
atoms meanwhile, cannot occupy the same energy levels as each other and so there is 
a limited amount ‘allowed’ in the dilute layer, hence the definite ccmoentmtkm.
Dilution cooling is achieved by freeing up energy levels in the dilute layer for 3He atoms 
in the concentrated layer to cross into— their energy level is lowered and cooling occurs. 
To free up energy levels the 3He in the dilute layer is boiled off in a still at around 
0.6 K. The much higher vapour pressure of 3He compared to 4He means that more 
than 99% of the liquid boiled off in the still is made up of the 3He isotope. This means 
that it is actually possible for the 3He to be collected and recycled if desired.
Dilution refrigerators compete with ADRs for 1Q0 mK temperatures and applications.
3 A typical concentration for a  dilution refrigerator has a separation temperature around 0.4 K.
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1.5.4 S ummary  of S u b -K elvin R efrigerators
A summary of the sub-K cooling processes is provided in Table 1.3.
Method Advantages Disadvantages
3He Evaporation Very simple. 
Reliable. 
Light weight.
Limited to above 250 mK. 
Low efficiency.
“One shot'’ cooling cycle.
ADR Can reach below 100 mK.
Unaffected by orientation 
and “zero” gravity.
Large magnetic fields 
within cryostat.
Heavy.
“One shot” cooling cycle.
Dilution Can reach below 100 mK. 




Needs to be rigourously 
leak tight due to superflu­
idity of 4He.
This can take a lot of time 
to get right.
Table 1.3: Summary of sub-Kelvin cooling methods.
1.6 B o l o m e t r i c  D e t e c t o r s  A n d  P o t e n t i a l  N o i s e
S o u r c e s
Bolometric detectors are the most sensitive detector type for far-infrared/submillimetre 
wavelengths, although they can be designed for and used at many different wavelengths. 
The advantages and disadvantages for a variety of technologies are summarised in 
Fable 1.4 and are explained in more detail in the following sections. An overview of 
bolometric detectors, their operation, and the sources of noise that are encountered 
during their operation and optimisation is given.
Bolometer theory has been covered in great detail elsewhere in the past and so my 
aim here is only to highlight the points of main concern and the relevant equations. I 
will start with the general idea of bolometric detectors and then go on to describe the 
semiconductor variety that has been at the heart of this research, and also touch upon 
the superconducting types that the latest experiments are using or at least moving 
towards.
The first comprehensive general theory of bolometric detectors was first published by 
Jones in 1953 [28]. Further developments of the theory have since been added to
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Type Advantages Disadvantages
NTD-Ge Composite Well understood and re­
producible.




Fragile - can be unreliable.





Easy to read out.
Comparatively low sensi­
tivity.
Unstable - characteristics 
can change over time.
TES Fast.
High sensitivity.
Easy to produce in large 
arrays.
Relatively complex read 
out.
SQUID amplifiers suscep­
tible to stray magnetic 
fields.
T a b l e  1.4: Summary of bolometric detectors.
extend coverage to non-equilibrium [29], and to study certain effects such as that of 
background power loading [30]. For a more current review of bolometric detectors see 
Richards [31].
1 .6 .1  B o l o m e t e r s  I n G e n e r a l
A bolometric detector works by absorbing radiation, which causes a rise in temperature 
that is subsequently detected by a change in resistance. It is therefore an incoherent, 
or total power, detector in that it does not retain any information on the phase of 
the incident photons. The basic components of a bolometer are an absorber, an at­
tached thermistor, and a heat sink connected by an appropriate thermal link. This 
is illustrated in Figure 1.8. Quite often bolometers consist of a separate absorber 
and thermistor (as depicted in Figure 1.8), for example, a silicon-nitride mesh with a 
bonded NTD-Germanium chip. However, these functions can also be carried out by a 
single monolithic structure in some designs. Also, the absorber may have to be placed 
on a supporting substrate for structural support. The thermal link is usually provided 
by the electrical leads that are used to read out the resistance of the thermistor.
The total power dissipated in the bolometer, VF, is the sum of the incident radiation
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Thermistor
F i g u r e  1.8: Schematic of the main components of a composite bolometric detector. See 
text for description.
power, Q, and the electrical power P = IV , where I  is the bias current and V  is the 
signal voltage drop across the bolometer. Some of this power is dissipated through the 
thermal link with average conductance G to the heat sink at temperature Ts, whilst the 
remainder raises the bolometer temperature to TB as determined by the bolometer’s 
heat capacity, C. By considering the steady state energy balance equation it is easily 
shown that the temperature of the bolometer is,
(1.6) Tb = Ts  + W /G  [K]
and if you consider the case where the incident radiation is initially turned on, the 
physical time constant for the response of the bolometer is shown to be,
(1-7) T =  £  [s]
You can see from Equation 1.6 and Equation 1.7 that there is a conflict of interests 
when designing a bolometer for a particular application: For maximum sensitivity we 
would like the changes in TB, due to the changes in incident radiation, to be as large 
as possible, which means having a small G. On the other hand, we would generally 
like the bolometer to be as fast as possible with it’s response, which means having a 
large G. Therefore, compromises need to be made that suit the requirements of the 
experiment being designed.
The sensitivity of the thermistor fundamentally depends on how rapidly its resistance 
varies with temperature, at the operating temperature. The quantity introduced by
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Jones [28] to characterise this is the temperature coefficient,
. .  X  r— r  1 ,(18) a  =  - -  [K*]
with a larger magnitude indicating higher sensitivity. Whether a  is positive or negative
For semiconductors a  has a negative value of several tens of K”1, while superconductor 
TESs have positive values that can exceed 1000 K-1. In the past, semiconductor 
bolometers were used almost exclusively with curfent biased readouts since voltage 
amplifiers were available with lower noise specifications than current amplifiers. Today, 
superconducting bolometer sygtemstend to use voltage biased readmits as technology 
has advanced enough to make current amplifiers a viable option, and using current 
biasing would have resulted in thermal runaway.
1.6.2 B o lo m e te r  R e s p o n s iv ity
It is important when using any optical detector to know how it will respond to changes 
in incident radiation -  either the change in output voltage, or change in output current, 
depending on the readout method. During calibration the optical responsivity, 5 , is 
measured for the instrument as a whole, but it is desirable to calculate the absorbed 
power responsivity, Sa, before hand. The two are related by the absorptivity, r/, through
S =  riSA.
The absorbed power responsivity for optical radiation with modulation frequency uj9
is,
< 1 ! »  * - < m  ‘ W  t v w “ i
Where Ge =  G  — a P  is defined as the effective thermal conductance, and r« =  C/G e 
is the measured effective time constant. The derivation of this and the other results 
summarised here can be found in section B.l. The effective thermal conductance, Ge, 
represents the effect of the electrothermal feedback that takes place in a bolometer; an 
increase in the optical power causes a rise in temperature, but this causes a drop in 
resistance (for a negative a) and therefore electrical power. Taking the magnitude of 
Equation 1.9 gives us an expression for the bolometer’s sensitivity to signals of varying
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frequencies in relation to its zero frequency response, 5^(0) =  a V /G e.
(1.10) SA(U) =  f * (0) [VW-‘]
V 1 +  Us Te
From Equation I K) we find that a measured time constant, re, gives a half-power 
(-3 dB) frequency of l/27rre.
Measuring the absorbed power responsivity requires quite specific apparatus, and so 
it is often more convenient to measure the response of the bolometer to changes in 
dissipated electrical power. This is called the electrical responsivity, S e • To measure 
the electrical responsivity a load curve (voltage-current characteristics) of the bolometer 
is taken, from which Se  can be calculated using,
(111) SE =  ^  [VW-1]
where Z  = d V /d l is the dynamic impedance. Many data points must be collected 
over the range where the output voltage changes rapidly with bias current for accurate 
values of Se  to be calculated. Care must also be taken for low bias currents since both 
the numerator and denominator of E q u a t io n  1.11 approach zero as I  approaches zero.
1 .6 .3  N oise  C o n t r ib u t io n s
An ideal bolometer is subject to three noise sources, and only two of these are intrinsic 
to the bolometer itself.
Johnson noise arises from the random motion of thermally excited electrons within a 
resistive material. The voltage noise resulting from this is,
(1.12) VnJohnmn = (4kBT R Y '2 [VHz-1/2]
where k s  is the Boltzmann constant. The voltage noise is referred to a noise equivalent 
power (NEP) by the bolometer responsivity.
(1.13) N E P j  =  VnJ°*™m «  (4>Cb1 ^ 1/2 [WHz~1/2]
|S| |Sb |
The NEP contribution due to Johnson noise is reduced by making the responsivity as 
large as possible. There is also a Johnson noise contribution from the load resistor(s), 
R l , however this is made negligible by choosing R l R.
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Phonon noise arises due to the quantised nature of heat transport through the thermal 
link from absorber to heat sink. It has an NEP contribution,
(1.14) NEPp =  (4fcBT2G)1/2 [WHz“1/2]
Photon noise arises from the random arrival of photons to the detector. Naturally it 
depends on the optical throughput of the instrument design, however since this work 
was carried out on bolometers ‘blanked off’, ie. the detector only sees the surrounding 
heat sink temperature, it is neglected.
Additionally, when reading a bolometer there are also noise contributions from the 
readout electronics, namely the preamplifier current and voltage noise. The current 
noise contributes to the overall voltage noise through the load resistor-detector potential 
divider. The overall voltage noise for the amplifier is
(1.15) nPreamp
where i„ and e„ are the preamplifier input noise current and noise voltage respectively, 
and Rl is the load resistance. This overall voltage noise is again referred to a corre­
sponding NEP by the responsivity (cf. Equation 1.13). The preamplifier input current 
and voltage noise depend on the design of the amplifier.
The overall NEP is found by adding the contributions from each source in quadrature, 
since these sources are unix>rrelated;
(1.16) N E P2 =  NEP* +  NEP* +  NEP^reamp [V^Hz"1]
1.6.4 NTD-Ge B o lo m e te r s
The particular type of detector used for the majority of this investigation was a com­
posite NTD-Ge (Neutron Transmutation Doped Germanium) mesh bolometer. It is 
a design that later evolved into the spider web bolometer, like those being used for 
the non polarisation sensitive part of the Planck mission [32], and its major compo­
nents are essentially the same while its construction is less sophisticated. Following the 
schematic in Figure 1.8, the thermistor is an NTD-Ge chip bonded to a silicon-nitride 
(Si3N4) mesh that acts as the absorber, and has two superconducting niobium wires 
attached with indium solder which read the resistance of the NTD-Ge chip and pro­
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vide the dominant component of the thermal link’s conductance. An additional small 
component of the thermal conductance comes from several strands of the SisN4  that 
suspend the mesh.
Bolometers based upon semiconductor technology became popular because of the ex­
ponential dependence of their resistance on temperature. The NTD process became 
useful in producing large quantities of uniform material in a controlled way, from which 
many chips that behaved the same way could be made. During characterisation of an 
NTD-Ge chip the resistance-temperature curve is fitted to the relationship,
(1.17) R(TB) = R ,exp n T \  [fi]
The parameters R* and Tg are found by plotting In R  against 1 /Tbu. n is usually taken 
to be 0.5, but for high precision modelling and characterisation, such as that developed 
by Sudiwala et al. [33], it is left as a free parameter.
The model fit of the load curve implicitly characterises the average, also referred to 
as static, thermal conductance, G s(Ts), where the subscript ‘S’ signifies a bolometer 
temperature equal to the heat sink temperature, and material parameter, /?, for each 
heat sink temperature, Ts• For a given value of Gs at some temperature T's , Gs can 
be calculated for any heat sink temperature using the relation,
(118) Gs(Ts ) =  GS(T'S) [W K '1]
This assumes that f3 is independent of the heat sink temperature, as is the case for an 
ideal bolometer, but in practice it usually has a small amount of variation [3 4]. Note 
that in the full model presented by Sudiwala et ai. [33], it is the thermal conductivity 
that is modelled as a power law and not the conductance. Therefore the relation shown 
in lvpiat i< >n 1.1 is only applicable for values of G where the bolometer temperature 
is equal to the heat sink temperature. However, in the case of no optical loading and 
given R(Tb), G can be obtained from the load curve using,
(1.19) G = t T = T s [W K '1]
which stems directly from Liquation 1 .(>.
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F i g u r e  1.9: Basic current F i g u r e  140: Current biased differential bolometer 
biased bolometer readout, readout using a matched JFET pair.
NTD-G e B o l o m e t e r  R e a d o u t  E l e c t r o n ic s
supplies a bias voltage and a load resistance acts with the detector as a potential 
divider. The potential drop across the detector is then amplified. The load resistor has 
a value much larger than the impedance of the detector so that the current through 
the detector is approximately constant.
A differential readout scheme can be used to remove the effects of environmental noise; 
for example, noise resulting from changes in the electronic^ ambient temperature or 
stray magnetic fields. By using a symmetrical readout, the schematic of which is shown 
in Figure 1.10, and taking the difference of the the two signal lines, any common noise 
component is rejected- The fully differential readout scheme is discussed in more detail 
by Naylor et ai. [35].
JFETs are the amplifiers of choice for NTD-Ge bolometers because the high detector 
impedaiice necessitates a low preamplifier current noise (cf. Equation 1.15). As the 
active component of the amplifier the JFETs characteristics determine the amplifier 
noise component of the bolometer performance. The JFET voltage noise is given by
where RN «  0.67/§f8 is the noise equivalent resistance which is & characteristic of the 
JFET with its forward transconductance, gf3. The JFET current noise is given by
The basic readout for a current biased bolometer is shown in Figure 1.9. A battery
(1.20) *bJFET  =  x / S f l T f l i v
(1.21)
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where e is the electron charge. The first term is the ‘thermal’ noise (depending on 
the gate-source resistance, R g s) and the second is the ‘shot’ noise (depending on the 
reverse gate current, /<-).
1 .6 .5  In S b  H o t  E l e c t r o n  B o lo m et e r s
The applications of InSb hot-electron bolometers include mixers for sub-mm line as­
tronomy as well as direct detectors for spectroscopy purposes, plasma diagnostics and 
so on. As a semiconductor the free electrons in a sample of InSb tend to ‘freeze out’ 
at liquid helium temperatures. However, the electrons are only weakly bonded to the 
crystal lattice and the valence band overlaps the conduction band for an InSb crys­
tal, therefore the electrons are easily excited into the conduction band by an applied 
electric field, ie. when a bias is applied. The free electrons form a thermalised electron 
gas that can be described by the Fermi function using a single temperature, Te. This 
temperature is greater than or equal to the lattice temperature, 7], hence the name 
‘hot-electron’.
The components necessary for the operation of an InSb sample as a bolometric detector 
are all intrinsic. The electron gas serves both as the absorber and as the thermistor. 
The crystal lattice serves as the heat sink and is connected to the electron gas through 
electron-phonon interactions. Radiation absorbed by the electron gas raises the Fermi 
temperature of the electron gas. This increases the mobility of the electrons, oc 
T e ^ . The decrease in resistance of the InSb sample leads to nonlinear load curves 
(voltage-current characteristics) thus allowing the device to be used as a bolometer. 
The timescales for the electron-phonon interactions together with the low mass of the 
charge carriers which are doing the absorbing means that such a detector is relatively 
fast. At 4.2 K the relaxation timescale is approximately 0.3 /zs, corresponding to a 
-3 dB instantaneous bandwidth of approximately 1 MHz.
InSb HEBs are also current biased for their readout, however the amplifier and load 
resistance do not need to be mounted close to the detector because their impedance is 
a lot lower than an NTD-Ge bolometer. Instead, they are are typically mounted in an 
RF shielded box mounted on the cryostat at room temperature.
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1 .6 .6  TES B o lo m e te r s
Superconducting technologies are in the process of replacing semiconductor bolometers 
and this is partly made possible because of the advances in current amplifiers; in 
particular, the superconducting quantum interference devices (SQUIDs). Although no 
such detectors have been used during the odurse of this study, they are mentioned here 
as an indication of where progress is going.
IVansition edge sensors (TESs) operate at the transition between their normal and 
superconducting states, as their name suggests. The positive a  for this resistance- 
temperature slope requires a voltage bias for it to be stable, via electrothermal feedback, 
and hence the requirement of a current amplifier. The benefit of overcoming this 
technological, obstacle is a thermistor that has an a  of several hundred K-1 (cf. 5- 
10 K-1 for a semiconductor bolometer) and therefore a very sensitive detector. Not 
' only are TES bolometers sensitive but the strong electrothermal feedback results in a 
very fast detector. Therefore the result is a combination of sensitivity and speed that 
was previously only available individually.
TES devices are also relatively simple to produce using only thin film deposition, and 
their operating temperatures can be controlled through differing thicknesses of these 
films and combinations of superconducting metals. Naturally a TES bolometer can be 
manufactured as a composite device with a TES thermistor on an absorbing substrate, 
but refined deposition and etching techniques allow for large monolithic arrays of TES 
detectors to be produced. Such an array of ova- 10,000 pixels is to be used cm the 
SCUBA-2 instrument fin: the James Cleric Maxwell telescope [36]. This will be the 
first instance of a ‘CCD-like* device being used for submillimetre astronomy and will 
almost certainly revolutionise the field.
1 .7  S c o pe  O f  T his T hesis
The next chapter provides background context of some of the work previously carried 
out and related to the study. The third chapter gives the details of the apparatus 
used for the investigations and its setup. The fourth chapter gives details of the tests 
carried out on a 300 mK NTD-Ge bolometer, and the fifth chapter gives those for 
the tests on a 4 K InSb HEB. The sixth chapter describes the measurements of the 
temperature fluctuations performed on the PTC and sorption refrigerator cold heads. 
The seventh and final chapter contains a summary of the main results and discusses
1.7. SCOPE OF THIS THESIS 31
the investigations in relation to each other. In chapter seven I also make some sug­
gestions for future study in this field, such as further investigation into increasing the 
temperature stability of the detector platform, and investigating the use of voltage 
biased superconducting bolometers with pulse tube systems.
C h a p te r  2
P r e v io u s  In v e st ig a t io n s  In t o  
D e t e c t o r  P e r f o r m a n c e  In  
M e c h a n ic a l  C o o ler  Sy st e m s
There have been a large number of independent investigations into closed-cycle cooler 
systems, their effects on detector performance, and designs and modifications to re­
duce their vibration at the detector stage- Most studies are directed at particular 
experiments and so a lot of information unfortunately remains hidden within internal 
project documents. A few studies are more general, 'with a view to increasing our 
understanding for the benefit of future experiment design.
In this chapter I describe two of the studies that have been done to provide more 
context and highlight important points of consideration for my own work. Polatnm is 
an instrument which demonstrated that not all types of mechanical cooler are suitable 
for every application. The general study of Bhatia et ai. shows the importance of the 
detector readout electronics as well as the technology of the detector itself, and has 
an underlying implication that thermal effects could be just as important as micro­
phonics. It also shows that the use of mechanical coolers for high photon background 
applications, those using photoconductors, is very feasible.
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2 .1  POLATRON: A n  E x a m p l e  O f  A S t u d y  
S p e c i f i c  T o  A n  E x p e r i m e n t
Polatron was a polarisation sensitive bolometric instrument designed to study the 
Sunyaev-Zel’Dovich (SZ) effect and the CMB, and was the subject of a feasibility 
study by Rossinot as part of his PhD thesis [37]. As well as aiming to resolve features 
in the CMB polarisation spectrum, the experiment was a proof of concept for future 
experimental designs utilising mechanical coolers. In this section I will briefly describe 
the cryogenic design of Polatron, the detectors and readout system used, and then go 
on to summarise the results of the tests carried out by Rossinot et a1.
2 .1 .1  PO L A T R O N  C r yo g en ic s
Polatron was designed to be cryogen free, with the cooling from room temperature to
4.2 K provided by two Gifford-McMahon (G-M) coolers and a Joule-Thompson1 (J-T) 
expansion valve. The two G-M stages are necessary to pre-cool the He gas to below 
its maximum inversion temperature, approximately 51 K for 4He, so that cooling can 
occur when it undergoes isenthalpic expansion at the 4.2 K J-T stage [38].
The G-M coolers produce much more vibration than a Pulse Tube cooler and are 
therefore more susceptible to causing microphonic noise because of their cold displacers. 
On the plus side, the J-T stage does not have any moving parts and is very reliable 
and easily controlled in its temperature and cooling power by adjusting the aperture 
size.
The sub-Kelvin cooling that is required for operating semiconductor bolometers is pro­
vided by a three stage sorption cooler. The first stage uses 4He to reach a temperature 
of around 1 K, and then two 3He stages take this to below 300 mK. See suIimm i inn I I 
and »ui>s(‘ci mn 3.1.2 for more details of sorption cooler operation.
2.1.2 PO LA TRO N  D e t e c t o r s  A nd  R e a d o u t
The bolometric detectors proposed for use in the Polatron experiment were NTD-Ge 
chips mounted on a SiaN4  ‘spider web’ mesh absorber. In this case there were two
1 Sometimes called Joule-Kelvin expansion from before he changed his name, or isenthalpic expan­
sion.
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bolometers for each channel; one to detect each orthogonal component of the incoming 
polarized radiation. An AC bridge along with JFETs in a differencing scheme was 
used to read out the pair of detectors to reject the common mode signal between the 
two bolometers. This differencing scheme gives an output voltage proportional to the 
difference of the two polarisations but in many respects is very similar to an AC readout 
of a single bolometer. Again, a more detailed description of such a readout is described 
in subsection 3.2.2.
2 .1 .3  POLATRON F e a sib il it y  T e st in g
Noise measurements were carried out on high impedance resistors, a thermistor, and 
finally the bolometer itself in order to analyse the cryocooler’s microphonic affects on 
Polatron. The testing started with the resistors and workedup to the bolometer with 
1 increasing susceptibility to thermal fluctuations and microphonics.
The noise measurements of a 3.7 MG resistor were carried out at three different tem­
peratures 300 K, 5 K, and 300 mK. The resistor’s noise was dominated by Johnson 
noise (Equation 1.12) which has a significant dependance on temperature, and so the 
noise of the resistor was seen to decrease. At the coldest temperature the Johnson 
noise was low enough to be able to see the microphonic pickup caused by the cry- 
ocooler. This range of sharp peaks were attributed fay Rossinot to the cryocoqler and 
instrument resonant frequencies The results were still encouraging and the resistor 
was replaced with a thermistor since there was a quiet region in which to operate the 
bolometer between 0.3 and 2 Hz.
The thermistor noise measurements were again carried out at 300 K, 5 K, and 300 mK. 
Additional noise was seen to be present only in the 300 mK measurements. The 
expected peaks caused by the cryocooler were evident as well as some additional 1 / /  
noise due to temperature instability of the sorption cold-head during the measurements. 
Nevertheless the results were encouraging enough to move onto the bolometer.
First of all, the bolometer performance with the cryocooler turned off momentarily 
was measured to represent conditions in a conventional 'wet’ cryostat. A noise floor of 
13.8 nVrm3Hz~0 5 was measured at a cold head temperature of 270 mK. Measurements 
were then, taken at 5 K and 270 mK with the cryocooler switched on. These results 
are shown in Figure 2.1. The noise at 5 K was lower than at 270 mK due to the NTD- 
Ge chip’s lower impedance at this temperature and reduced responsivity. However, 
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F igu re 2.1: Polatron noise measurements of the bolometer with the cooler turned on
(Rossinot [37]). Note that the baseline noise level of 13.8 nVrmsHz-0-5 is off the bottom 
of the y-axis scale.
turned on, even at 5 K. In the proposed operating frequency range the noise level was 
56.7 /iVnnjHz-0'5 at 270 mK, compared to about 15 //Vrm5Hz-0-5 at 5 K.
2.1.4 POLATRON C o n c l u s io n s
The bolometer noise performance was inadequate to perform the science goals that 
Polatron was designed for, despite having sophisticated vibration isolation apparatus in 
place in the instrument, consisting of pneumatic bellows at the top of the cryocooler and 
flexible thermal links to the cold stages. It was concluded by Rossinot that only with 
fundamental changes to the instrument design, such as using an alternative mechanical 
cooler, could any further improvement be made to the detector performance. It was 
proposed that a pulse tube cooler could possibly have the necessary cooling power while 
not compromising the detector.
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2 .2  G en er a l  S t u d y  In to  T he  E ffe c t s  O f  
M ech anical  C oolers O n In fr a r e d  D e t ec to r s
A lot of the work of R.S. Bhatia summarised in this section was done as part of his PhD 
thesis [39] but also later published in the perspective of the Planck mission [40, 41]. 
Bhatia carried out thorough studies on 4 K photoconductors as well as bolometric de­
tectors at 350 mK using a sorption refrigerator, and at 100 mK using both an ADR [39] 
and a dilution refrigerator [40]. Only the photoconductors were tested in a mechanical 
cooler system2 with other setups simulating a mechanical cooler using a ‘wet’ cryostat 
and an electromagnetic shaker. The frequencies chosen for the shaker were in a range 
typical of J-T and Stirling cryocoolers.
2 .2 .1  P h o t o c o n d u c t o r  T e st in g
The photoconductor3 tests were aimed at determining the microphonic effects of cry­
ocoolers on FTS (Fourier Transform Spectrometer) instruments that typically use such 
detectors, often for Earth observations. Baseline measurements w oe obtained in an 
electromagnetically quiet ‘wet’ cryostat before moving the detector block into the RAL 
4 K prototype cryocooler. The tests were then repeated using momentum compensa­
tion on the Stirling displacers. An illuminator4 was used to ensure that the detector 
was photon noise limited.
The acceleration levels at the 4 K plate were measured (top panel in Figure 2.2) in the 
longitudinal direction and, it can be seen that the momentum compensator has a great 
affect on the results, particularly at the 32 Hz fundamental frequency of the Stirling 
stages. The lower two panels in Figure 2.2 compare the photoconductor noise in the 
mechanical cooler to its noise in the ‘wet’ cryostat, the middle panel showing 0-200 Hz 
and the bottom panel 0-3.2 kHz. Also note that the Stirling harmonic frequencies are 
marked with a o, and the J-T harmonic frequencies are marked with a +. Above about 
500 Hz the cryocooler seemed to degrade the noise performance very little; below 500 Hz 
the main features introduced were peaks at the cooler’s harmonic frequencies, plus some 
1 /f  type noise at 25 Hz and below. When repeated with the momentum compensation 
in place, the detector noise did not show any improvement. In his paper, [40], Bhatia 
remarks that this may have been because of some saturation effect. Regardless, the
2 A 2-stage Stirling system with a 4 K J-T  expansion stage.
3 In this case Ge:Ga detectors for 50-120 pm wavelengths.
4 A calibrated blade body source.
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SAFTRE DETECTOR MKROPHOMC RESPONSE . 4H« CRYOSTAT *  CRYOCOOLER AT 4 .2  K
CRYOCOOLER RESPONSE PLOT IN BOLO
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F ig u r e  2.2: Photoconductor noise and acceleration measurements. The top panel shows 
the acceleration levels within the cryostat with and without the momentum compensation, 
the lower panels show the detector noise in a ‘wet’ cryostat and the RAL 4 K cryocooler, 
without compensation, for two different frequency ranges. [40]
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tests have shown that using cryocoolers for high photon background experiments is 
very feasible, given that the tests were performed in an unoptimised system.
2 .2 .2  B o l o m e t e r  T e st in g
All tests carried out on the bolometric detectors had microphonics simulated using a 
‘wet’ cryostat and external shaker rather than an actual mechanical cooler. The main 
disadvantage of this method is that although it provides the vibration associated with 
mechanical coolers, the experiment is still carried out in a liquid He cryostat that has 
very good temperature stability and coding power. Bhatia’s ultimate aim with these 
tests was to get the first microphonic noise tests for 100 mK bolometers in a system  
that replicates Planck as closely as possible. I therefore present them in chronological 
order as the details of the Planck mission became better defined.
350 m K  S o r p t io n  R e f r ig e r a t o r  T e s t s  [39]
For the initial tests a comparatively simple 350 mK system was set up with a 3He 
sorption cooler builtintft a liquid 4He cryostat. The bolometer was an NTD-Ge chip 
mounted on a 25 /xm sapphire absorber substrate. This has a lower resonant frequency 
than a spider web bolometer, due to its higher mass, making it more susceptible to 
microphonic induced noise.
•
Tests were performed with the bolometer blanked off so that optical modulation would 
not produce any additional features in the noise spectra. The amplitude of the external 
shaker vibration Iras increased at frequencies of 10,18, 32, and 72 Hz until the driving 
signal became noisy (nan-sinusoidal). These tests were then repeated yritb the bafome- 
ter replaced by flat-pack resistors of equivalent resistance, withi the wiring to the JFET 
stage changed to twisted pairs, and finally with the bolometer optically loaded. Note 
that the readout was a single ended DC system, using one JFET, and with one side of 
the bolometer connected to the cryostat ground.
The bolometer and resistor responded differently to the changing shaker frequency. 
Bhatia reports that at 10 Hz the resistor was much less prone to microphonics than 
the bolometer. At 18 Hz they were comparable, and at higher frequencies the resistor 
became more prone to microphonics.
The performance of the bolometer with and without twisted pair wiring between the 
bolometer and the JFET stage, and using a shaker frequency of 18 Hz is shown in
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JFET TEMPERATURE 12JK , OPAQUE CRYOSTAT WINDOW 
PLOT bol21 .pm , 01  JUNE 1 9 9 7
RLE 1 : PLOT383B.ASC : INPUT IS 5 .0 9  mq rm s
RLE 2 : PLO TM 'B>SC : IN P U T  IS 9 .1 9  mq rm s
RLE 3  : PLOT379B-ASC : NPUT IS 1 2 .5  mq rm i
RLE 4  : PLOT3758.ASC : WPUT IS 1 4 .7  mq rm s
BACKGROUND RLE : PLCT371B-ASC
H4 BOLOMETER MICROPHONIC RESPONSE 










JFET TEMPERATURE I20K  , OPAQUE CRTOSTAT W1NOOW 
PLOT boft21.pa . 01 JUNE 1 9 9 7
P lE ’ : P L C T 37S3A SC  : in p u t  iS  * .8 3  m q rm s
n j  2  : PL O T3233.A SC  : INPUT IS 8 .3 9  m q rrr.j
RUE 3  : PLOT3 2 '  3 > S C  : INPUT IS 1 2 .6  m q r m t
RLE 4  : PL0T3178JLSC : WPUT IS 1 5 .9  mq rm«
BACKGROUND F ' L E  ■ P L C T Z U B A S r
F ig u r e  2.3: Bolometer response to increasing levels of 18 Hz excitation, with and without 
twisted pairs wiring. [39]
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Figure 2.3. A peak at the 18 Hz shaker frequency increases monotonicaUy with the 
vibration magnitude, thus showing that the system is {none to microphonic pickup. 
The low frequency noise, below about 4 Hz, does not show any correlation with the 
vibration magnitude. Above 4 Hz, around the shaker frequency, the noise level seems 
to be largely unaffected by the shaker’s excitation.
A similar behaviour was seen for the resistor, as shown in Figure 2.4. Generally speak­
ing, the fundamental peak at 18 Hz was suppressed significantly by using twisted pair 
wiring. This can be dearly seen for the resistor noise plots at 18 Hz excitation, how­
ever, in this instance for the bolometer it is not the case. It was also noted by Bhatia 
that the twisted pairs wiring had more effect at the higher frequencies, and that mains 
pickup was increased compared to the original setup because a second ground wire 
was needed for the twisted pair configuration. Because the same effects were seen with 
the resistor output it can be concluded that they are not thermal m origin but are 
' problems with the wiring or readout system. A differential readout using a matched 
JFET pair, for example, would have helped reject any pickup. Again, I will stress at 
this point that only small thermal effects, to do with reduced cooling power in the 
sorption refrigerator due to vibrations, can be expected when simulating a mechanical 
cooler with an external shaker.
Optically loaded tests of the bolometer were performed with it observing a sheet of 
Eceosorb®5 at 300 K through a 2 mm bandpass filter to avoid overloading the bolome­
ter. Figure 2.5 compares the response of the bolometer when optically loaded to that 
when it is blanked off. The bolometer’s responsivity is reduced and it is therefore less 
susceptible to microphonics because it is optically loaded. This is shown by the overall 
lower noise level in the lower plot of Figure 2.5, and the lower peak heights at the 
fundamental frequency. However, there is some optical modulation effect seen at the 
second harmonic frequency, 32 Hz, which displays a peak higher than the blanked off 
noise plot. This set of results therefore highlights an important consideration for ‘real’ 
systems viewing sources external to the cryostat.
100 mK ADR Tests* (39]
The Planck mission will utilise bolometers operating at 100 mK and so the next step 
for Bhatia was to carry out microphonic tests at this temperature. At the time, 100 mK 
spider web bolometers were still under development and so the first tests at this tem­
perature were performed on, a bolometer that was already well characterised, in this
5 Available from Emerson & Cuming Microwave Products
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JFET TEMPERATURE 1 2 0 -1 2 S K  . OPAQUE CRTOSTAI WNOOW 
PLOT m 2 1 .p s  , 01 JUNE 1 997
FILE 1 : PLOT209B-ASC : INPUT IS 5 .0 3  mq rm«
FILE 2  : PLOT207BASC : INPUT IS 9 .41  mq rrrra
FILE 3 : PL0T2038.ASC : INPUT IS 1 1 .7  mq rmm
F l£  4  : PU7T201BASC : WPUT IS 14.1 m q n r a
BACKGROUND FILE : PLOT203B.ASC
RESISTOR MICROPHONIC RESPONSE 










JFET TEMPERATURE 126K , OPAQUE CJTTOSTAT IMNOOW 
PLOT r a t 2 1 .p a  . 01 JUNE 1 9 9 7
FILE 1 : PLOT267B.ASC : INPUT IS 4 .5 9  mq rm»
FILE 2 : PLOT265B.ASC : INPUT IS 8.B 9 mq rm t
FILE 3 : PLOT2639.ASC : INPUT IS 1 1 .3  mq m i
FILE 4  : PL0T261B.ASC : WPUT IS 1 4 .6  mq m i
BACKGROUND file : PL0T257BASC
F i g u r e  2.4: Resistor response to increasing levels of 18 Hz excitation, with and without 
twisted pairs wiring. [.19]
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BOLOMETER MICROPHONIC RESPONSE 


















JFET TEMPERATURE 123K . OPAQUE CRYOSTAT WINOOW RLE 1 : PLOT364B>SC : MPUT IS 5 .0 9  m g r n a
PLOT bot22 .p s , 01 JUNE 1 9 9 7  FILE 2  : PL0T382B>SC : HPUT IS 9 .1 9  m g rm s
RLE 3  : PLOTSaOBJkSC : MPUT IS 1 2 .5  m g  rm s 
RLE 4  : PLOT37C&ASC : MPUT IS 1 4 .7  m g  rm s
BACKCROUN0 RLE : PL0T3728-ASC
BOLOMETER MICROPHONIC RESPONSE 

















JFET TEMPERATURE 121K , TRANSPARENT CRYOSTAT WINOOW TO ECCOSORB RLE 1 : PLOT4 9 0 6 -ASC : INPUT IS 4 .8 9  m g rm s
PLOT b ota22.p s . 01 JUNE 1 9 9 7  RLE 2  : PL0T4886.ASC : INPUT IS 7 .7 9  m g rm s
RLE 3  : PL0T4868-ASC ; WPUT IS 16 .7  m g rms 
FILE 4  : PL0T4O4B>SC : MPUT IS 2 0 .6  m g  rm s
BACKGROUND RLE : PLOT4BOBASC
F igure 2.5: Bolometer repsonse when optically loaded (lower) compared to being blanked 
off (upper). [39]
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SCUBA BOLOMETER MICROPHONIC RESPONSE 
ADR AT 0.1 K , TWISTED PAIRS TO JFET , INPUT AT 32Hz











irN 140  JFET AT 119K. OPAOUE CRYOSTAT WINOOW FILE 1 : ACRJBjASC : 1 .S r"c ~r>» EXTERNALS , 4 .0  r-q r m t  INTERNALLY
LN6C AMPLIFIER . SMGLE-CNDED WRING . F IE  2  : AOR18.ASC : 2 .4  m q rrm  EXTERNALLY , 5 .1  m q r r a  NTERNAU.Y
PLOT SCUBAPS . 8  JUNE 1 9 9 5  BACxCROuNO Ou'tSCENT F i l :  AC940ASC
F i g u r e  2.6: Microphonic response of a SCUBA bolometer in an ADR system [.’W].
case a detector design that was implemented on the SCUBA array. The ADR system 
was chosen because it had optical access that would be needed to fully characterise 
the 100 mK spider web bolometers. It does provide more cooling power (10 /xW) than 
that available to Planck (~100 nW) however, and so does not give a wholly realistic 
representation of the instrument. The ADR system was again used in conjunction 
with the external shaker. Some modification to the way the shaker was set up had to 
be made, however, due to the greater mass of the ADR system compared to the 3He 
adsorption cryostat.
The readout for the SCUBA detector during these tests was the same as for the 350 mK 
tests, and also used twisted pair wiring to the JFET stage. The frequency chosen for the 
shaker was 32 Hz and after measurements were taken with no input, the amplitude was 
increased until the shaker drive became distorted. A sample of the results can be seen 
in Fiium' 2.fi. The response under excitation was similar to the quiescent spectrum and 
the expected total noise level of 17.4 nVrmsHz~0 5, except for some features at certain 
frequencies above 10 Hz; most notably the shaker frequency of 32 Hz. Some important 
effects may have been masked however, because of the detector’s relatively high NEP 
(> lx lO -16 WrmsHz-0-5) compared to the more recent spider-web bolometers. These 
results show that the readout system continued to be prone to microphonic pickup 
even with the newer bolometer technology.
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SPIDER BOLOMETER MICROPHONIC RESPONSE 










PLOT ASP1.PS , 6  NOV 1996
IFN146 JFET A! 1 15K. TRANSPARENT CRYOSTAT WINOOW 
---------- .  . . . ---- ■ ~ ' “ "- T?ICAL ttFTERENTlAL WKINC 
FILE 1 : S301.159.ASC : 0.70 me rmm INTERNALLY 
FILE 2 : S3CK.16! ASC : 0.81 me rm* INTERNALLY 
FILE 3  : S80L150ASC : 1.84 m qrnw  RFTERNNJLY6  m o MIER»
8A C K C R C C S 0 C U E S C E N - FILE: S 3 0 L 1 4 8 .A S C
F ig u r e  2.7: Optically loaded bolometer microphonic response in an ADR system [ >')].
Bhatia et a 1. characterised a prototype 100 mK spider-web bolometer, once it became 
available, and repeated the previous tests. This device was designed to have the lowest 
NEP without paying attention to any needs for speed of response. The readout was 
modified to be a differential readout using a matched JFET pair, and with one bias 
line grounded. After load curve and speed of response measurements, the same tests 
as before were carried out. The results for the spider-web bolometer viewing 300 K can 
be seen in Figure  2.7. Again, there is a strong peak at the shaker frequency of 32 Hz 
and its harmonic, but the detector response remained close to the quiescent response 
apart from some increase in the 1 / f  noise below 8 Hz.
The noise levels for the quiescent spectrum at 1, 3 and above 10 Hz, were 26, 18, 
and 13 nVrmsHz-0-5 respectively. Values for the optical NEP. shown in Tab le  2.1, 
were obtained using the measured optical responsivity and the electrical responsivity 
calculated from the detector’s load curve.
The tests were repeated with the bolometer blanked off at the 4He shield and these 
noise responses are shown in Fig ure  2.8. The results are very similar to the optically 
loaded tests with the exception that the second harmonic peaks are larger and the 1 / f  
noise lower for comparable levels of shaker excitation. Taking into account the photon 
noise at lower frequencies the quiescent noise levels at 1, 3 and above 10 Hz, were 21,
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Electrical Re­
sponsivity 




2.2 x IO"17 
1.5 x IO"17 
1.1 x IO"17
7.6 x IO”18 
5.2 x io - “  
3.8 x io - 18
9.3 X 10-18
7.4 x 10~18 
5.2 x l ( r 18
Table 2.1: Prototype 100 mK spider-web bolometer optically loaded NEP
SPIDER BOLOMETER MICROPHONIC RESPONSE 











i fN '4 6  JF£T AT 115K, OPAQUE CRYOSTAT WINOOW FILE 1 : S80L 235A SC  ; 0 .5 9  «  r—j  INTERNALLY
COCHISE AMPLIFIER . SYMMETRICAL DIFFERENTIAL WIRING f i l e  2 : SBOL2A3ASC : 0 .1 *  m e  r m ,  INTERNALLY
PLOT ASP2.PS . 3  DEC 1 9 9 6  RLE 3  : S80L2J9.ASC : 0 .7 9  m q  rm« INTERNALLY
BACKGROUNO OUlFSCEVt Fl; F: SBCl2.VT.ASC
F i g u r e  2.8: Blanked bolometer microphonic response in an ADR system [T>].
17, and 12 nVrmsHz~° 5 respectively. The corresponding NEP’s, gained from using an 
electrical responsivity calculated from load curves taken under blanked off conditions 
(2.3xl09 V/W ), are also shown in Table 2.1 for comparison to the optically loaded 
case.
100 mK D i l u t i o n  R e f r i g e r a t o r  T e s t s  [30, 40]
The final set of tests saw more progression towards a test-bed representative of the
Planck flight system. It used a modified version of the dilution refrigerator proposed
for Planck, designed to give 100 nW of cooling power at 100 mK. This dilution refrig­
erator was again pre-cooled using a conventional 4He cryostat with the microphonic
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F igure 2.9: Bolometer, thermistor, and resistor response to shaker excitation in the dilution 
system [41)].
vibrations being provided by the external shaker operating at 32 Hz. Also, the spider­
web bolometer used was a second generation 100 mK type with characteristics aimed 
towards those of Planck's specifications. The readout was differential and used a JFET 
pair similarly to that used for the ADR tests. This time it was AC biased and had 
lock-in detection in the post amplification stage however. All of the measurements 
were made with the bolometer blanked off at the 100 mK stage.
Figure 2.9 shows the responses of the spider-web bolometer, a thermistor, and a 10 Mf2 
resistor, to two levels of shaker excitation compared to their quiescent responses. The 
‘low’ and ‘high’ excitations were measured at the 100 mK stage to be equivalent to 
21 and 37 mgrm5 respectively. The upper panel of Figure 2.9 displaying the bolometer 
noise spectra shows no noticeable increase in noise for ‘low’ excitation, and a small
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increase in noise level over the 17 nVrmsHz~0 5 baseline for frequencies above 0.15 Hz, 
for ‘high’ excitation. This increase in noise level for ‘high’ excitation is not seen in the 
resistor response shown in the lower panel of Figure 2.9 indicating that it is a thermal 
effect and not an electrical one. Bhatia suggests that this is because of increased 
thermal fluctuations due to loss of cooling power of the dilution refrigerator, caused 
by the microphonic vibrations. The noise floor of the thermistor (middle panel of 
Kiiiniv 2.9) is too high to clearly show this effect. The peak in the bolometer spectra 
between 0.01 and 0.08 Hz, however, is present in the thermistor spectra as well, whilst 
being absent from the resistor’s. Again, this indicates that it is a thermal effect. This 
peak was attributed to the limitations of the PID temperature control that was being 
used.
For the measured electrical responsivity of 1.0 x 109 V/W  the noise level of 17 VrmsHz_0 5 
gives an electrical (blanked) NEP of 2 x l0 -18 W r^H z-0 5. It was estimated by Bhatia 
that the optical NEP would therefore be approximately 6x10“ 18 WrmsHz-0-5, about a 
factor of two better than the prototype previously tested.
2 .2 .3  G e n e r a l  S t u d y  C o n c l u sio n s
The series of tests carried out by Bhatia et al. on different systems clearly show the 
importance of readout, wiring and detector design. Older bolometer technologies are 
more susceptible to microphonic effects at lower frequencies, while twisted pair wiring 
and matched JFET pair amplifiers help reject microphonic noise.
Using a shaker to represent mechanical cooler vibrations produced a high Q peak in all 
detector responses at the designated shaker frequency. These peaks scaled monoton- 
ically with the shaker input amplitude. Some setups also displayed increasing levels 
of 1 / f  noise but this could arguably be caused by a loss in cryogenic performance in 
the sub-Kelvin refrigerator rather than a direct microphonic effect. A more noticeable 
manifestation of this effect was seen in the last series of tests carried out in the dilu­
tion refrigerator system. During these tests the whole noise floor of the bolometer was 
raised when under high shaker excitation. However, the effect was still very small and 
remained undetectable by the thermistor. Of course a mechanical cooler will create 
greater temperature instabilities than a shaker, and so there is a limited amount you 
can learn about these thermal effects from this series of tests.
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2 .3  P r e v io u s  In v estig a tio n  C o nclusions
Studies by Bhatia carried out cm bolometers with a shaker have shown that vibrations 
alone are not necessarily a problem for their operation provided that a suitable wiring 
and readout system is used. Peaks at the fundamental shaker frequency appearing in 
the detector response range retained a high Q factor, but it must be considered that 
when using a mechanical cooler it is unlikely to produce clean sinusoidal oscillations 
at a single frequency. Mechanical coolers also come with other sources of vibration, 
for example a compressor package, not represented in shaker tests. This is seen m 
the results from Rossinot’s Polatron investigation where the detector, thermistor, and 
resistor responses did not show a single peak, but were contaminated with a series of 
“cryocooler and instrument resonant frequencies”.
Thermal effects were beginning to be seen in the shaker tests when.using the more 
sensitive bolometers and lower noise readouts. Using an actual cryocooler, the Pola­
tron system displayed much stronger thermal effects in its bolometer response that no 
amount of vibration isolation and tweaking of bias settings could rectify.
C h a p te r  3
E x p e r im e n t a l  S e t u p
The overall approach of my own study was to compare bolometric detector performance 
in a conventional ‘wet’ cryostat, using liquid helium and nitrogen, with that in a ‘dry’ 
cryostat using a mechanical cooler, in this case a PTC. The work therefore involved 
successfully installing and operating a two-stage 4He-3He adsorption refrigerator in 
conjunction with the PTC to establish a 300 mK test bed. This hybrid system is the 
subject of the first half of this chapter.
Two major electronic units were required for the study and are the subject of the 
second half of this chapter. The first was to operate and monitor the cryogenic system 
and was developed with the objective of ‘turn-key’ operation in mind. The second unit 
was required for the read out of the NTD-Ge bolometer and was built and adapted 
from several sources.
3.1  C r y o g e n ic s
A test bed was set up for the testing and characterisation of 300 mK bolometric de­
tectors in a cryogen free cryostat. The mechanical cooler chosen for this purpose was 
a PTC. PTCs are becoming the state of the art for obtaining temperatures of 4 K 
and below because of their reliability due to having no cold moving parts. The final 
cold head temperature of 300 mK was provided by a two-stage 4He-3He adsorption 
refrigerator; a self contained unit that condenses and evaporates each isotope in turn 
after precooling down to approximately 4 K. The two sub systems are completely inde­
pendent and are described as such in the following sections. Sorption refrigerator-pulse
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tube integration has also been reported by Devlin and Dicker et aJ. [42] who achieved 
a final temperature below 286 mK for 72 hours with 15 fiW  of thermal load.
3 .1 .1  P u l se  T u b e  C r y o c o o ler s
Two different makes of commercially available PTCs were used during the investigation; 
a Cryomech PT4051, and an equivalent PRK4 model from VeriCold2. Both are two- 
stage double inlet orifice pulse tubes (see subsection 1.4.4) providing around 400 mW 
of cooling power at 4 K. Each stage forms a ‘U’ shape with the second stage working off 
the cold head of the first stagje. Each stage of the PTC is used to cool a radiation shield 
to reduce the thermal input into the sorption refrigerator. The first stage, equivalent 
to the liquid nitrogen bath of a ‘wet’ cryostat, operates at a base temperature of 40- 
60 K depending on the model used (cf. 77 K for a liquid nitrogen bath at atmospheric 
pressure). The second stage, equivalent to the liquid helium bath of a ‘wet’ cryostat, 
operatesat a t>ase temperature of around 3 K (cf. 4.2 K for a liquid helium bath at 
atmospheric pressure).
The main difference between the two models of PTC is the rotary valve which alternates 
the conneetaoAto the high andlow pressure helium lines from the compressor unit. The 
Cryomech’s rotary valve is built into the top of the mam PTC assembly and uses a 
digital stepper motor, while the VeriCold uses an ‘external’ rotary valve driven by an
.• •* . . . i t - -
analogue motor, taking in the high and low pressure lines and then attaching to the 
main assembly via a single flexible line approximately 30 cm in length. This provides 
better isolation for ttie cryostat from the vibrations originating in the compressor.
T h e o r e t ic a l  I d e a l  C o o l in g  P o w e r
An estimate for the cooling power of the two PTCs can be obtained by using Equa­
tion 1.5 and estimates for the fluid velocity amplitude, uo, and the pressure oscillation 
amplitude, A P. When Resting PTCs it is easier to measure the mass flow rate at the 
orifice rather than the gas velocity, so in this case we need to use the alternate form of
1 Cryomech Inc., 113 Falso Drive, Syracuse, New York, 13211, USA. 
Email: cryos&lesOcryoaech. com, Web: h ttp //v w . cryoaech. coa
2 VeriCold Technologies GmbH, BahnhofstraSe 21, 85737, Im m ing, Germany. Tele­
phone: +49 (89) 9699 8560, Email: ipfoC vericold . con, Web: h£tp//www. vajricold. con
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101 uni ion 1.'*,
1 C A P
(3.1) (H) = -g -T 'C o sW  [W]2 m a F
where the relations uo =  mo/(pA) and p = P /(R T)  have been used to eliminate uq and 
put the expression in terms of quantities that can be measured directly. The atomic 
mass of the working fluid, ma, is used to convert the density from units of [mol m -3] to 
[g m-3]. For the result to be in S.I. units, the mass flow rate amplitude, rho, therefore 
needs to be in [g s-1].
For PTCs using helium working fluid, Cp =  5/2/2 (a monatomic gas) and m a = 4. So 
for the ideal case where 0 =  0 (mass flow-pressure phase angle),
A P(3.2) (H) « 2.60m0-p -T c [W]
Note that the pressure differential decreases with decreasing temperature, since the 
cold head draws in more helium, so F q m u i n n  3.2 is not linear with Tc. mo is largely 
determined by the setup of the orifice and bypass valve(s) and is therefore unique to 
a particular PTC. For this demonstration we take ra0 ~  1 gs-1 in the case of a single 
stage PTR. Without access to detailed measurements of mass flow rates for a two stage 
system, we simply approximate that 50% of the gas flows through each stage.
For the VeriCold PTC operating at 4 K, the high pressure is 20 bar, and the low 
pressure is 18 bar. Hence, (H ) «  547 mW. This is naturally an upper estimate since 0 
tends to be around 30° (which gives (H } «  473 mW), and there are no losses considered 
such as those that occur in the regenerator because of friction and pressure gradient.
For the Cryomech PTC operating at 4 K, the high pressure is 17.5 bar, and the low 
pressure is 15.5 bar. Hence the upper estimate is (H ) «  630 mW, and for 0 =  30° 
(H) «  546 mW.
The supplied information for the performances of the two PTCs can be found below. 
C r y o m e c h  PT405 S p e c i f i c a t io n s
To give an indication of scale, the Cryomech’s cold head assembly weighs 14 kg and 
is 56 cm tall (33 cm cold finger length). The thermal load diagram for the PT405 is 
shown in Figur e  3 . 1. The load diagram shows the first and second stage temperatures 
for a range of applied heat loads on both stages. Hence the cooling power of the second
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F ig u re  3.1: Cryomech PT405 cooling power for varying 1st and 2nd stage tempera­
tures/heat loads.
stage can be estimated if the load or temperature is known for the first stage and vice 
versa.
V e r iC o l d  P R K 4  S p e c if ic a t io n s
The VeriCold’s cold head weighs 13.6 kg and is 59 cm tall (36 cm cold finger length) 
and is therefore very similar in size to the Cryomech model. The thermal load diagram 
for the PRK4 is shown in Figure 3.2.
3 .1 .2  H el iu m -3  S o r p t io n  R e f r ig e r a t o r
The sorption refrigerator is pictured in Figure  3.3 with the main components labelled. 
The cold head is divided into two chambers so that the 4He and 3He never mix and 
the refrigerator is charged with 8 litres STP of 3He and 20 litres STP of 4He. With 
hindsight this is more than enough 4He gas as is described below in su b se c t io n  3.1.3. 
The operation of the refrigerator follows the description in subsect  ion 1. 5 .1. In addition, 
the heat exchanger precools the 3He gas using the enthalpy of the 4He vapour, during 
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F i g u r e  3.2: VeriCold PRK4 cooling power for varying 1st and 2nd stage temperatures/heat 
loads.
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F i g u r e  3.3: Two-stage sorption refrigerator. See text for details.
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F i g u r e  3.4: A plot of applied heat load against temperature, showing the cooling power 
for the two-stage sorption refrigerator cold head. Errors in the heat load arise from the 
uncertainty in the value of the metal film resistor used as a heater.
The sorption refrigerator was specifically designed and made by Chase Research * for use 
in PTC systems, taking into account the reduced cooling power available in comparison 
to a liquid helium bath. Traditionally, the pumping tubes are kept short to maximise 
the pumping efficiency and provide mechanical strength. In this case however, the 
pumping tubes to the cryopumps are longer than is conventional, and the cryopumps 
themselves are situated above the mounting plate in space that would otherwise be 
occupied by the liquid helium bath in a standard ‘wet’ cryostat. The extended tubes 
reduce the thermal load on the PTC during the condensing stages of the refrigeration 
cycle. Any resulting loss of pumping efficiency is more than made up for by other 
factors as described in the following section. The position of the cryopumps means 
that the cold head is naturally shielded from them by the base plate, and also that 
convection currents are no longer an issue since the warmest parts of the system are 
located at the top.
The cooling power of the sorption refrigerator was measured by varying the amount 
of electrical power dissipated on the cold head through a metal film resistor, and then
3 Chase Research Cryogenics Ltd., Uplands, 140 Manchester Road, Sheffield, 
S10 5DL, UK. Telephone: +44 (0)114 268 0672, Email: infofichasecryogenics.com,
Web: h ttp ://www. chasecryogenics. com
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F ig u r e  3.5: Cryomech PTC with sorption refrigerator mounted.
allowing the temperature to stabilise for each heat load. The results are shown in
Figure 3.4.
3 .1 .3  O v e r a l l  P e r f o r m a n c e
To interface the sorption refrigerator to the PTCs, simple brackets were made as well as 
a shield that attached to the refrigerator’s base plate to cover the sorption refrigerator 
cold head. The assembly, using the Cryomech PTC, can be seen in Figure 3.5 in which 
the prominent parts of the system have been labelled.
Note that the PTCs can only support a limited mass being mounted directly onto 
the cold head, typically of the order of 10 kg and 5 kg for the first and second stages 
respectively. If any mass greater than this is to be cooled then the cryostat must be 
designed with additional supporting structures to relieve stress and strain on the PTC. 
This would then allow for further vibration isolation of the cold platform(s) by using, 
for example, flexible thermal links between the platform and the PTC cold head.
During precooling the cryopumps are kept warm (30 K or more) so that the gas can 
circulate within the sorption refrigerator, helping the otherwise thermally isolated cold
56 CHAPTER 3. EXPERIMENTAL SETUP
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F igure 3.6: Temperature-time plots for the hybrid system’s components during precooling.
head to cool. This happens naturally with this hybrid system because of the rapid 
cooling of the PTC. The heat switches turn off when the PTC reaches its base tem­
perature and the cryopumps are thermally isolated before they thermalise fully with 
the PTC. This is another advantage of the extended pumping tubes. A small amount 
of power is applied to the cryopump heaters to maintain a temperature of more than 
30 K during precooling nevertheless, and this also helps the cycling of the refrigerator 
to begin quicker. The precooling stages for the system are shown in Figure 3.6. A 
diode was used to monitor the sorption cold head temperature down to about 7 K, at 
which point it was turned off to avoid any unwanted thermal load. It can be seen from 
Figure 3.6 that precooling the sorption refrigerator requires approximately 12.5 hours.
Once the cold head temperature has stabilised with that of the PTC, the sorption 
refrigerator cycle can begin as shown in Figure 3.7. Note that usually some time is 
given for the 4He to condense and then the cryopump is simply cooled from whatever 
temperature it levels out at during pre-cooling (usually 30 35 K). In Figure 3.7 however, 
the cycle was carried out like it would be in a conventional ‘wet’ cryostat as this was 
the first cycle attempt . Hence the 4He cryopump was heated up to just over 50 K and 
left for about 10 mins. This condensing phase turned out to be too efficient and too 
much 4He was condensed — the liquid 4He charge lasted much longer than is necessary 
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F igure 3.7: Temperature-time plots for the sorption refrigeration cycle carried out after 
precooling.
is also of great significance for the efficiency of the cycle. A lower temperature not 
only makes the 4He charge last longer, it also means that the 3He condenses at 0.8 K 
instead of above 1 K. In this cycle the sorption cold head was eventually heated slightly 
to remove the remaining 4He, as can be seen by the unusual rise in temperature just 
before 32 hours in Figure 3.7.
One of the main considerations when cycling a PTC cooled sorption refrigerator is the 
heat load put onto the PTC during the pumping stages of the cycle. It was initially 
planned that the gas-gap heat switches could be turned partially on, by applying a 
lower voltage to their own cryopumps, to avoid giving too much heat load to the PTC 
at any one time. So long as the PTC cold head remained below about 15 K, so that 
the other heat switch remained in its ‘off’ state, then it would be acceptable provided 
the PTC could recover quickly. It turned out that the PTC could cope with the heat 
switches being switched fully on from the start, with the heat load spike only taking the 
Cryomech PTC cold head to just above 6.1 K for the 4He cooling stage and 5.4 K for the 
3He cooling stage. The load diagram provided by Cryomech (Figure 3.1) indicates that 
the corresponding heat loads for these temperatures are approximately 1.5 W and 1 W 
respectively, while the mean electrical power input during the cycling of the sorption 
refrigerator is 160 mW. The PTC cold head returned to below 3 K in 40 minutes for
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F i g u r e  3 .8 :  Temperature-time plots for the sorption refrigeration cycle carried out from
‘cold’.
the 4He stage and 10 minutes for the 3He stage. The condensed 3He charge maintains 
a temperature of 300 mK for approximately five days if left undisturbed.
Figure 3.8 shows a sorption refrigeration cycle carried out when the system is ‘cold’, 
in which case the cryopumps are heated rapidly to begin with. The whole cycle takes 
about 5 hours giving a duty cycle of over 95%. However, this is by no means a fully 
optimised cycle routine, having been designed for the automated system described in 
subsec tion 3.2.1, and it is possible to perform less efficient quick cycles if desired4.
The sorption refrigerator has been designed to operate in any orientation after cycling. 
However, PTCs do operate best in the vertical position shown in Figure 3.5. Both 
systems were tested under an increasing angle of inclination to represent ground-testing 
for space applications and also the possibility of operating on a ground based telescope 
mount. The performance of each system is shown in Figure 3.9. In both cases it 
seems that the sorption refrigerator cold head simply follows the response of its base 
plate temperature (the PTC 2nd stage cold head). The VeriCold PTC however, took 
much longer to reach an equilibrium state after each increase in inclination, and also 
appears to have a minimum ‘cut in1 angle after which its performance is compromised. 
However, once the inclination does begin to affect the VeriCold it suffers more than
4 The quickest being to just condense the 3He straight away.
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F ig u r e  3.9: Cryogenic performance under inclination. Traces are shown for both the V 
cold and Cryomech second stage cold heads, and for the sorption refrigerator cold head w 
mounted in each system.
the Cryomech; the VeriCold was only inclined up to 45° and was already above 5 
whereas the Cryomech was inclined up to 60° and remained below 5 K. Some of t 
difference in performance may be due to the slight differences in the two pulse tut 
geometry, such as the angle between the first and second stages.
3.2 E lectronics
Two electronics systems were required for use during these investigations. The first  ^
concerned with the ‘housekeeping’ — monitoring of the temperatures of the vari< 
stages of the cryogenics system and the cycling of the sorption refrigerator. The secc 
system was to operate and read an NTD-Ge bolometer. Both of these systems 
described in this section.










F i g u r e  3.10: Schematic of the cryostat data acquisition system.
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F I G U R E  3.11: Cryogenic Control and Thermometry unit front panel.
3 .2 .1  C r y o g e n ic  C o n t r o l  a n d  T h e r m o m e t r y
During this work a system was being developed by QMC Instruments that would 
enable an experiment to be monitored and run over an internet connection. Not only 
would the instrument allow the experimentalist to be situated away from their equip­
ment, which in the case of a mechanical cooler can be fairly noisy, but the onboard 
computer could also be tasked with running sub-systems automatically. Combined 
with a mechanical cooler, this ‘Cryogenic Control and Thermometry’ unit results in 
a ‘turn key’ operated system, thus broadening the accessibility of very low cryogenic 
temperatures in the scientific community. This would then naturally benefit all fields 
of low temperature research and in particular those of low temperature physics.
The opportunity was taken to assist with the development of the Cryogenic Control 
and Thermometry unit and I assembled a prototype unit to be used with the PTC- 
sorption cooler system. A schematic breakdown of the unit and how it relates to the 
overall data acquisition of the cryostat is given in Figure 3.10, while Figure 3.11 shows 
the front panel for the unit.
5 QMC Instruments Ltd., School of Physics and Astronomy, Cardiff University, 5 The Pa­
rade, Cardiff, CF24 3YB, U.K.. Telephone: +44 (0)29 2045 1071, Fax: +44 (0)29 2045 1271, 
Web: h ttp ://www.terahertz.co.uk
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TIN I CPU
The onboard CPU was provided by a TINI platform from Maxim'1 and is the key 
component for making the cryogenics system fully automated. The Tiny InterNet 
Interface microcontroller, as its name suggests, includes its own web server so that users 
can access the data collected from the I2C bus that interlinks the various components 
of the unit. The experimenter can therefore perform their measurements remotely. 
Various XML tags are defined for use in scripts that can automate many of the tasks 
of running a cryogenic experiment. Users can upload their script via the TINI’s own 
FTP server. An example XML script to cycle a two-stage sorption refrigerator is 
shown in Appendix C. Using this script with the previously described PTC-sorption 
refrigerator system means that 300 mK can be obtained within 24 hours at the push 
of a button.
DAQ C PU
The data acquisition computer runs a client to collect and log data from the TINI. The 
computer then converts the collected data to temperatures using the sensor calibrations 
and plots the results with suitable software. The clients use Open Source libraries and 
currently have versions for Linux and Windows.
3.2.2 N T D -G e B o l o m e t e r  R e a d o u t
Two methods of reading a bolometer with current biasing have been introduced in 
subsection 1.6.4; a basic DC readout, and a differential (AC) readout. There is no 
advantage in using a DC readout besides its simplicity. At the outset of this work it 
was believed that the use of AC rather than DC detector operation would lead to a 
significant immunity from microphonic and EM pickup (see chapter 2), because of the 
increase in common mode rejection. A DC readout is still required for characterisation 
however, and so I assembled a biasing and readout system that could use either AC or 
DC. The different stages of the NTD-Ge bolometer readout are show in Figure 3.12.
The stages of the readout were shared amongst three units:
• a JFET module installed inside the cryostat,
6 Maxim Integrated Products Inc., 120 San Gabriel Drive, Sunnyvale, CA 94086 USA. 























F ig u r e  3.12: Stages of NTD-Ge bolometric detector readout.
• a box attached to the side of the cryostat containing the warm preamplifiers, 
JFET power supplies and bias generation circuits,
• and an instrument-rack mounted box containing the LIAs, readout power sup­
plies, and collecting the various outputs.
B ias G eneratio n  a n d  Warm  A m plifier
The main PCB. pictured in Figure 3.13, generates the bias voltage with a monitor out­
put, the JFET power, and contains the room temperature preamplifiers. It is adapted 
from a Bolocam bias board and has had three of the six original bias monitors converted 
into preamplifiers, giving three channels as a result . Bolocam is a millimetre camera for 
the Caltech Submillimetre Observatory that has 119 working NTD-Ge bolometers. It 
has been used to observe star-forming molecular clouds, galaxy clusters and the CMB 
[13]. Also labelled in Figure 3.13 are the filter and bias controls, the power supply 
regulators, and the connections to the cryostat and the LIAs.
The bias generator produces a sinusoidal bias by first turning the DC bias level into 
a square wave, and then passing this through two narrow band-pass filters to remove 
harmonics and leave the desired frequency. The bias produced is low noise and very 
stable, making it good for the running of an observational experiment since there will 
be less systematic error occurring from a drift in the bias. The circuit was not designed 
for carrying out AC load curves however, and so some modification had to be made 
as described below. A ramp generator is included on the PCB alongside the bias 
generator to assist with load curve measurements. There is also the provision of an
















F igure 3.13: Cryostat mounted bolometer readout box. Contains the bias generator, bias 
monitors, JFET power supplies, and the room temperature preamplifiers.
external source input for the bias to allow use of a programmable power supply.
The AC bias can be selected to run at a frequency between approximately 120 and 250 
Hz, however the band-pass filters in the electronics need to be manually tuned whenever 
the frequency is changed. This frequency range was found to be too limiting when 
investigating capacitive effects during the characterisation of the NTD-Ge bolometer, 
leading to the modifications described below.
The circuit diagrams for the original Bolocam bias board can be found in Appendix D, 
however several modifications were made to these. The main ones are as follows:
• Three of the bias monitor preamplifiers had their feed resistors removed to turn 
them into signal preamplifiers.
• The auto-zero filter on the AD624 output in the preamplifier was removed in 
order to give a true DC output.
• To give greater flexibility with the AC biasing, the external bias input was linked 
to beyond the band-pass filters of the internal bias generator so that an external 
sinusoidal input could be provided instead of a DC one. This does not affect the 
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F i g u r e  3.14: Input shorted warm amplifier and LIA noise. The roll-off is due to the LIA’s 
low pass filter.
The gain of the DC output is 100 for the bolometer signal and unity for the bias. 
L o c k -I n  A m p l if ie r
The LIAs were housed in the instrument-rack box along with the power supplies for the 
readout. This unit also provided the access points to all of the outputs of the system. 
The DC output of the LIA has an overall gain of 136, while the balanced AC output 
has a gain of 1.36 xlO4. The input shorted noise for the combined warm amplifier and 
LIA is shown in Figure 3.14.
C o ld  (JF E T ) A m p lif ie r
An NTD-Ge bolometer has an impedance of several MQ at 300 mK and therefore 
requires a cold JFET stage to convert to a lower output impedance for coupling to 
the next stage of amplification, and to reduce microphonic pickup. The JFET module 
used has six channels allowing for additional test setups such as a dummy resistor and 
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F i g u r e  3.15: Cold electronics for NTD-Ge bolometer readout.
biased differential readout scheme and, contrary to its name, has unity gain.
The circuit details of the JFET module together with the rest of the cold electronics 
is shown in Figure 3.15. The JFETs themselves are on an isolated section of PCB, 
pictured in Figure 3.16, which is heated to 115 K. This is necessary in order that the 
charge carriers are not frozen out; 115 K is chosen as the optimum temperature for 
the lowest noise given by the JFETs. The narrow supports of PCB act as a very weak 
thermal link to the JFETs and the electrical power dissipated to keep them at 115 K 
is just under 40 mW.
Given that the JFETs are heated up to 115 K it is usual to mount the module on the 
liquid helium stage of a conventional cryostat, since this temperature would overload 
the cooling capacity of the 300 mK sorption stage and could also give a significant 
stray radiation load on the bolometer. The bolometer block, load resistor pack (both 
mounted on the 300 mK stage) and the JFET module (mounted on the 3 K stage) can 
be seen in Figure 3.5.
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F ig u r e  3.16: JFET module opened up to reveal the island of PCB where the JFETs are 
situated (actual size).
P r eam plifier  N oise
The warm and cold preamplifiers of the readout contribute to the overall noise per­
formance of the bolometer as described in subsection 1.6.3. The JFET amplifier con­
tributes both current and voltage noise, whereas with the warm amplifier only the 
voltage noise is significant because of the down conversion to a lower impedance (cf. 
Equation 1.1-5). The voltage noise contributions are 4.75 and 0.35 nVrTnsHz~0-5 for 
the warm and cold preamplifiers respectively. The current noise contribution from the 
JFET stage depends on the operating temperature of the bolometer but is between 2 
and 4 nVrmaHz-0-5.
3 .2 .3  G r o u n d in g
The system as a whole followed a ‘star’ grounding scheme where possible, with individ­
ual items being grounded at the same single point. The exception was the compressor 
unit for the Cryomech which is not electrically isolated from the pulse tube assembly, 
and therefore the cryostat also, and has its own grounding via the three-phase socket 
(See Figure 5.17). The VeriCold’s compressor was also initially in electrical contact 
with the cryostat, however work was later carried out on the pulse tube assembly to 
insert an electrical break at the connection to the rotary valve.

















F ig u r e  3.17: Grounding schematic for the PTC cryostat.
C h a p te r  4
3 0 0  m K  N T D - G e  B o l o m e t e r  T e s t s
This chapter concerns the tests carried out to investigate the performance of an NTD- 
Ge bolometer operated on the cold head of the PTC precooled 3He sorption refrigerator. 
The tests also involved noise measurements of high impedance resistors to help identify 
and locate electrical pickup and problems with the wiring configuration/readout. Much 
of this work was done under contract from the European Space Agency (ESA).
4 .1  B o l o m e t e r  D e s c r ip t io n
The NTD-Ge mesh bolometer used during these tests was designed and made by Or­
lando [! ], and has similarities with those being used for the non polarisation sensitive 
part of the Planck mission [32] and those developed by Bock et al. [11]. The NTD-Ge 
chip is bonded to a Si3 N4 mesh and has two superconducting niobium wires attached 
with indium solder, unlike the more sophisticated kind mentioned above that have their 
electrical leads deposited directly onto the Si3 N4 mesh. The bolometer is pictured in 
1 :‘jlht *' 1.1 with its main parts labelled.
NTD-Ge mesh bolometers are used for submillimetre and millimetre observations in 
astronomy and earth observations (wavelengths roughly between 200 and 2000 /xm). 
Sensitivity to certain wavelengths of radiation is determined by the mesh spacing in 
the case of a micromesh bolometer. Given the wavelength range it follows that the as­
tronomical sources observed with such devices are those that are ‘cool’ in temperature, 
eg. the CMB, debris and accretion disks, dust, pre-stellar cores and protostars.
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F igure 4.1: The 300 mK NTD-Ge bolometer (cf. Schematic shown in Figure 1.8). A — 
Silicon substrate; B — SisN4 mesh absorber with 50 nm grid spacing and 4 /im leg width; C  
— NTD-Ge thermistor; D — Niobium leads with copper contacts bonded to C  with indium 
solder.
Problems with the technology experienced in the past are due to their construction. 
The number of pixels in an instrument is limited since their manufacture cannot be 
automated, and in the past quite high failure rates of pixels have been known. Older 
absorber materials such as sapphire also meant the devices had low resonant frequen­
cies, increasing the detrimental effect of microphonics.
Although newer, faster, and more sensitive types of bolometer are well into develop­
ment (eg. low impedance superconducting Transition Edge Sensors), most current field 
instruments use the same NTD-Ge high impedance detectors as used in this study. 
It is also beneficial to use a technology that is fully understood so that the influence 
of the new cryogenics system is easier to interpret. The results of this study should 
allow current large array instruments to be operated without the incumbent of liquid 
cryogens at remote field sites. Many of the parasitic effects discussed here will also 
benefit experiments proposing newer detector technologies (TES) by raising awareness 
of thermal and EMI issues that need to be addressed.
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F igure 4.2: NTD-Ge bolometer V-I characteristics (load curves) measured for a set of heat 
sink temperatures, Ts , in a ‘wet’ cryostat [1].
4 . 2  B a s e l in e  C h a r a c t e r is a t io n
The bolometer was first characterised, using the model developed by Sudiwala et al. 
[■;;;], in a conventional liquid helium (‘wet’) cryostat before installing it in the PTC- 
sorption refrigerator (‘dry’) cryostat. The characterisation process begins by taking a 
series of load curves, the voltage-current characteristics, of the bolometer at a range 
of heat sink temperatures and optically blanked off. This procedure enables us to find 
the resistance parameters R * and Tg for the analytical equation fit to the temperature- 
resistance curve of the NTD-Ge thermistor (see F q u a i i n n  1.17), by considering the 
‘zero-bias1 resistance of each load curve. The family of load curves taken in the ‘wet1 
cryostat is shown in Figure  4.2.
The ‘zero-bias1 resistances are found by measuring the gradients of the straight line 
portions of the load curves at the lowest bias current levels. At these low bias currents 
the self heating of the bolometer is insufficient to significantly raise its temperature 
above that of the heat sink, and so we can consider the resistance at this bias level 
to be the NTD-Ge chip^ resistance at the heat sink temperature. Alternatively the 
chip can be separately characterised before the bolometer is constructed. A plot of 
ln(R) against 1  / y /T  is produced and a linear fit is performed to find the two resistance
TS = 355mK
TS = 360mK














Tg= (56.5 + /  0.5) K 
R*=(27.2 + /  0.6) Ohms
1.61.2 1.4
1/sqrt(T (K))
F i g u r e  4.3: Natural log of the zero-bias resistance versus the inverse of the square 
the heat sink temperature for the NTD-Ge bolometer. A linear fit is performed to de 
the bolometer’s resistance parameters [1].
parameters; ln (R *) being the y-axis intercept, and y/Tg being the gradient. Th 
fit for the data gathered from the load curves is shown in Figure 4.3 and the expc 
fit is compared to the experimental data on a linear scale in Figure 4.4. There is 
excellent agreement between the theory and the data.
The next stage of characterisation involves using the thermal model of the bolon 
find values for the average thermal conductance at the various heat sink tempei 
Gsi and the material parameter, (3. These two free parameters are used to i 
load curve individually, as shown in Figure 4.5.
As previously mentioned in subsection 1.6.4, (3 should ideally be a single value 
temperatures but varies in practice. This variation can be seen when Equati< 
is fitted to the obtained values of Gs giving a best fit value of /?. This fit is 
in Figure 4.6 and the resulting value of (3 was 1.7. Note that the small am< 
variation in (3 is not significant when comparing the bolometer’s noise performs 
various configurations later on, since this was done at an approximately consta 
sink temperature.
The speed of response of the bolometer was then measured by viewing an optical
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F i g u r e  4.4: Resistance versus heat sink temperature of the NTD-Ge bolometer. The curve 
is given by the fitted resistance parameters and the points axe the experimental data [1 ].
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F i g u r e  4.5: Fitted load curves for the NTD-Ge bolometer in the ‘wet’ cryostat (points — 
data, lines — theory) giving values for (3 and Gs{Ts) [!]•









F igure 4.6: NTD-Ge bolometer’s average thermal conductance against heat sink tempera­
ture with model fit (points —  data, lines — theory) [1].
modulated at a suitable frequency. This was done at a single heat sink temperature 
and for varied bias levels. The optical time constant is obtained by observing the 
drop off in signal with increasing chopping frequency. The results for three bias levels 
around the optimum bias point (just above maximum responsivity where the NEP is 
minimum) are shown in Figure 4.7. These will later be compared with electrical time 
constant measurements taken in the ‘dry’ cryostat.
Finally, the quiescent voltage noise level for the bolometer was measured using a DC 
bias and readout. A baseline noise figure of 13 nV r^H z - 0 -5  was obtained a t a bolometer 
heat sink temperature, Ts, of 360 mK and with the bolometer optically blanked off. 
This is shown in Figure 4.8 for reference.
i
4.3 C h ara cterisa tio n  U sing  PTC Sy stem
The characterisation tests were repeated in the ‘dry’ cryostat to confirm that the 
bolometer’s characteristics were unchanged, ie. its time constant and load curves at 
various Ts conformed to those obtained in the ‘wet’ cryostat. It was also a requirement 
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FIGURE 4.8: NTD-Ge bolometer DC noise response in a ‘wet’ cryostat [lj.
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Ts 360 mK 300 mK
Johnson 10.7 14.8
Phonon 9.5 16.9
JFET vn 0.35 0.35
JFET in 2.06 3.97
Warm Amp. vn 4.75 4.75
Total 15.2 23.3
T a b l e  4.1: Table showing the voltage noise components for the bolometer operating at 360 
and 300 mK. All values are in nVm^Hz-0-5.
turned off momentarily.
Better cryogenic performance compared to the ‘wet’ cryostat, due to the improved 
design of 3 He sorption refrigerator, meant that the bolometer was operated at a lower 
base temperature of 300 mK in the ‘dry’ cryostat. This leads to different levels of 
voltage noise from the various contributions, but these can be predicted from the 
characterisation data. Table 4.1 summarises and compares the noise contributions at 
360 and 300 mK. It is seen that at the lower temperature the phonon noise begins to 
dominate. The Johnson and phonon noise are larger at the lower temperature primarily 
because of the increased responsivity of the bolometer, but also because of the NTD’s 
higher impedance at this temperature.
4.3.1 M o d e l l e d  a n d  M e a s u r e d  DC L o a d  C u r v e s
Another series of load curves were measured with the bolometer optically blanked off 
and operating at a range of temperatures; approximately 300 to 360 mK. A DC bias 
was used to begin with. Using the characterisation data from the ‘wet’ cryostat, model 
VI load curves were produced for the bolometer operating at these lower temperatures. 
The model VI load curves fit well with those measured in the PTC cryostat, as shown 
in Figure 4.9.
4.3 .2  AC  L o a d  C urves
Load curves were then taken using the AC biasing and readout system to ensure that 
the bolometer’s behaviour remained the same under these biasing conditions. There 
were initially problems with AC readout system and bolometer wiring configuration 
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F i g u r e  4.9: Load curves for the NTD-Ge bolometer with data taken in the PTC system and 
fitted with the thermal model characterised in the ‘wet’ cryostat for a range of temperatures.
It was at this point that the modifications described in the previous chapter were made 
to the readout electronics. In addition, the high impedance wiring between the JFET 
stage on the PTC cold head and the bolometer block on the sorption cold head was also 
reduced in length to its bare minimum. This was in order to reduce the capacitance 
between the four wires and the stray capacitance to ground. Originally a substantial 
length (~30 cm) of Constantan wire was used and most of this was wound around the 
sorption cold head for heat sinking. The reduced length was 15 cm.
The fined AC and DC load curves are compared in Figure 4.10 for a range of bias 
frequencies and at a constant Ts of 297 mK. As expected, a capacitance in parallel 
with the bolometer causes the peak of the load curve to shift to higher bias currents 
for higher bias frequencies. Low frequencies match closely with the DC curve at low 
currents and the difference in peak amplitude was reduced to less than 1%. This is due 
to the drop off in the bolometer’s frequency response which has not been calibrated out 
of the data. In any case, both methods give the same optimum bias region of between 
2 and 4 nA where the NEP is minimum for the largest Ts used (355 mK).
Figure 4.11 shows the AC and DC responsivity curves as a function of bias current 
as well as the NEP for the minimum and maximum Ts . Since the ill-determined 
capacitance effects of the circuitry decrease with bias we note at optimum bias, between
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F i g u r e  4.10: Comparison of AC and DC load curves of the NTD-Ge bolometer in the ‘dry’ 
cryostat, with varying bias frequency and constant heat sink temperature.
2 and 4 nA, the agreement between AC and DC values is good. This allows us to 
directly compare the system performance with either AC or DC readout.
One other problem encountered during the investigation into the AC readout was cross­
talk between readout channels. The origin of the cross-talk was traced to the JFET 
module and occurred between adjacent channels. The problem was solved by using 
every second channel so that there were grounded tracks on the JFET PCB separating 
the channels that were in use. This was possible since the JFET module has six 
available channels compared to three in the room temperature electronics.
4.3.3 E l e c t r i c a l  T im e C o n s t a n t
Originally it was intended to use an optical illuminator inside the cryostat to measure 
the optical response of the bolometer as one of the requirements for the ESA contract. 
Quite often however, the electrical response of the bolometer is very close to its optical 
response. To show the validity of this statement for this detector, the optical response 
data in Figure 4.7 was compared with data taken in the ‘dry’ cryostat and optically 
blanked off. The electrical measurements were made by recording the detector response 
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F i g u r e  4.11: NTD-Ge bolometer’s AC and DC responsivity in PT system and NEP versus 
bias current. The shaded area shows the optimum bias region between 2 and 4 nA where the 
NEP is minimum for the largest Ts used (355 mK).
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F IG U R E  4.12: Electrical measurement of the NTD-Ge bolometer response time. The varia­
tion was due the square wave amplitude of the bias being too large.
A function generator was connected to the external bias input of the bolometer readout 
electronics and set to produce a small amplitude square wave with a DC offset of about 
0.5 V. The function generator output was also sent to the signal analyser as a reference, 
whilst the bolometer signal was connected to the second channel. The frequency of 
the square wave was adjusted so that a couple of peaks could clearly be seen in the 
bolometer trace on the signal analyser screen.
To obtain values of the electrical time constant as a function of temperature near 
300 mK the cold head of the adsorption refrigerator was heated. Traces of the bolome­
ter’s response to the step bias were recorded at ~20 mK intervals from 295 to 360 mK. 
The Hewlett-Packard sdf files were converted to text files for analysis. Straight lines 
were fitted to logarithmic plots of the decay curves to give the appropriate response 
times. It was discovered that the positive and negative steps gave two different time 
constants, differing by ~10 ms. Figure 4.12 shows the maximum, minimum and aver­
aged values obtained for each temperature.
With hindsight it is believed that the amplitude for the function generator’s square 
wave was set too large in respect to the offset. The effect of this is that the bolometer’s 
operating point travels a significant distance on the load curve, and the effective time 
constant changes since the bolometer’s heat capacity varies with temperature. The
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F i g u r e  4.13: NTD-Ge bolometer response to a square wave bias voltage, amplitude 0.07 V, 
offset 0.5 V, fitted with the dynamic bolometer model, at Ts = 294 mK, and using 80 Mfl 
load resistance. The heat capacity used was 26 pJ/K at 294 mK.
dynamic thermal behaviour of the bolometer was modelled to confirm that it was in 
fact behaving correctly.
In the dynamic case the power lost through the thermal link, W , is no longer necessarily 
equal to the sum of the optical, Q , and electrical, P , power dissipated in the bolometer. 
The bolometer’s response to a step change in bias is then determined by the differential 
equation (with Q = 0),
(4.1) dT P{T) -  W(T)  
dt ~  C(T)
[Ks-n
Most parameters were already determined from the load curve measurements. The 
heat capacity was modelled as a linear relationship with temperature to keep additional 
parameters to a minimum. This is a reasonable assumption since the heat capacity is 
dominated by the electron contribution. The C + +  code used to solve this equation for 
a step change in bias can be found in section B.2.
The model fitted the measured bolometer response well using a single value for the 
heat capacity, 26 pJ/K , at a specified temperature, 294 mK, except at the transition of 
the square wave (Figure 4.13). The discrepancy here, approximately 1 2 %, is believed 
to be due to the higher harmonics of the imperfect square wave producing a ringing in 
the bolometer signal. Figure 4.14 shows the corresponding path that the bolometer’s 
signal takes (red arrows) on its load curve. At a step in the bias the bolometer follows 
the straight V = I R  line (green dashed lines) to a peak voltage (triangles) before 
relaxing back down, or up, to a position on the load curve line for the new bias level 
(blue dotted lines).
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F i g u r e  4.14: Path of the NTD-Ge bolometer’s signal on its load curve in response to a 
square wave bias, at a Ts of 294 mK (shown by the red arrows). The blue dotted lines 
indicate the high and low bias levels of the square wave. The green dashed lines show the 
V = IR  lines for the high and low bias operating points of the load curve.
It is noted that the averaged response times in Figure 4.12 are directly comparable to 
those obtained from the optical data. The measured time response is slightly slower 
than the optical test result for an equivalent bias overall. This is consistent with the 
bolometer being blanked off and therefore not ‘optically loaded’. The inclusion of an 
internal illuminator was therefore not deemed to be necessary because first, these data 
show that the detector response time can be measured electrically, and second, the 
bolometer is reasonably responsive over the frequency range of interest for the PTC 
study ((> 25 Hz). The time constant of around 24 ms gives a -3 dB point of 6 . 6  Hz so 
the signal response at 25 Hz is about 25 % of the DC level on a linear scale.
4 .3 .4  B a s e l in e  PTC N o is e  M e a s u r e m e n t
The initial noise measurements carried out with the final modified readout system 
using DC and AC biasing are shown in Figure 4.15 and Figure 4.16 respectively. All 
measurements were taken at a Ts of 300 mK using a Hewlett-Packard HP35665A signal 
analyser. In each figure the quiescent bolometer response taken with the PTC turned 
off momentarily is compared to the bolometer response with the PTC running. In the
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F i g u r e  4.15: Initial NTD-Ge bolometer noise for DC biasing at 300 mK with the PTC 
turned on and off. Note the scaling factors on the axes for WrmsHz-0-5 and ^KrmsHz-0-5.
time taken to measure the quiescent response the sorption cold head rose in temperature 
only by a few millikelvin, because of its good thermal isolation. Two additional y-axis 
scales are shown alongside the usual Vrm5 Hz- 0 -5 for easier comparison to results in later 
chapters; the NEP shown in WrmsHz~° 5 and a temperature scale in /iKrmsHz-0-5. The 
conversion factors for these scales were obtained from the responsivity and the gradient 
of the voltage-temperature curve respectively.
The DC bias measurements in Figure 4.15 suffer from the limited dynamic range of the 
signal analyser which was set to a ‘DC float’ measurement. The DC level was too high 
in comparison to the bolometer noise level and so the ‘white’ noise is dominated by the 
signal analyser noise. Confirmation of this problem was obtained from measurements 
carried out on a dummy test resistor, see subsection 4.4.2 below. The mistake in 
the original setup of the signal analyser was not realised until later on and the poor 
quiescent DC response was incorrectly attributed to electrical pickup at the time. 
Nevertheless, there are features in the ‘PTC on’ bolometer response that are strong 
enough to rise above the signal analyser background. These peaks are at the PTC 
pulse frequency and its harmonics.
1 ‘Float’ indicates that the signal is not referenced to ground. ‘DC’ indicates that the signal 
analyser does not apply any electrical filter and the zero-frequency part of the signal remains. For an 
‘AC float’ measurement the signal analyser removes the DC level with a high-pass filter so that only 
the higher frequency components remain.
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F i g u r e  4.16: Initial bolometer noise for AC biasing (80 Hz) at 300 mK with the PTC turned 
on and off. DC refers to the DC output of the LIA while SE AC refers to a single ended AC 
output.
The AC bias measurements in Figure 4.16 were not as greatly affected by the limited 
dynamic range as the DC measurements, particulary because the LIA has an AC output 
that removes the DC level of the signal. Only the LIA DC output with the PTC turned 
off suffered from significant saturation by the signal analyser noise. Similar features 
to the DC responses are also present when the PTC is turned on. This is an early 
indication that these features are thermal in nature since an electrical signal at these 
frequencies would be rejected by the AC biasing system, while a thermal feature is 
treated like something the bolometer is viewing. However, unwanted electrical power 
dissipated by the NTD-Ge chip would cause an increase in overall noise level, and if it 
was modulated by the PTC at these lower frequencies it would produce peak features 
also. When the PTC was turned off the bolometer response, as measured at the LIA 
AC output, returned to the expected quiescent level. The roll-off seen above 10 Hz is 
due to the low-pass filter of the LIA (cf. Figure 3.14). Comparing the two AC output 
traces we can see that with the PTC running the voltage noise level is increased by 
approximately an order of magnitude for the background. Additional peak features are 
seen at the PTC operating frequency and its harmonics. The nature of this increase in 
the overall background noise level was investigated first and is reported in the following 
sections.
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4 . 4  D u m m y  R e s i s t o r  T e s t i n g
High impedance resistors were used during the investigation to help discern between 
electrical and thermal/optical effects on the noise performance of the bolometer by 
comparing noise spectra of the two devices. The impedance was chosen to be close to 
that of the bolometer at its operating temperature in order to give comparable levels 
of Johnson noise.
A 15 MQ resistor was mounted on the 300 mK stage alongside the bolometer from the 
outset, and used identical load resistors and readout channel. A ‘flat-pack’ ceramic 
resistor, identical to those used for the load resistors, was used to give a dependable 
impedance value at low temperatures.
Later on, a second high impedance resistor chain was set up at the JFET module input 
on the 3 K stage. The dummy resistor and its load resistor’s impedances were scaled 
to give similar levels of Johnson noise to the 15 MD, 0.3 K resistor. Consequently, a 
1.5 MD resistor was used for the dummy detector, this time a standard 5 % tolerance 
metal film resistor.
4 .4 .1  0 .3  K  R e s ist o r  C hain
Initially excess noise was seen in the resistor noise response even with the PTC turned 
off, as shown by the DC and AC noise spectra in Figure 4.17 and Figure 4.18 respec­
tively. With the PTC turned on the noise floor was about an order of magnitude higher 
than the theoretical Johnson noise (16 nVrm5 Hz-05), and when turned off there was 
a residual excess noise about three times higher than the theoretical. Note that the 
LIA DC outputs suffered from the same dynamic range problems as the bolometer 
measurements.
It turned out that the AC bias frequency used for the bolometer was not suitable for 
the resistor, and features in the resistor’s DC response around the AC bias frequency 
were responsible for the raised noise floor when the PTC was turned off. Adjusting 
the bias frequency to within the 120-145 Hz range, and making use of the ‘AC float’ 
setting of the signal analyser, produces the noise spectra shown in Figure' 4.19. There 
remained an order of magnitude increase in noise level when the PTC was turned on 
but the quiescent response of the resistor was about the expected Johnson noise level.
The order of magnitude increase in the background noise was present in both the
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F i g u r e  4.17: Initial noise spectra from the 15 fixed resistor at 300 mK, DC biased.
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F ig u r e  4.18: Initial noise spectra from the 15 MQ fixed resistor at 300 mK, AC biased at 
80 Hz.
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F i g u r e  4.19: PTC on/off noise spectra from the 15 MQ fixed resistor at 3 0 0  mK, AC biased 
at 142 Hz. ‘AC Float’ and ‘DC Float’ refers to the signal analyser setting used for that trace.
bolometer and resistor noise responses when the PTC was turned on; at this stage of 
the investigation it seemed that the bolometer response background was dominated 
by electrical pickup and had overlying peaks caused by a thermal effect. Priority was 
given to determining the source of the electrical pickup and taking steps to remove 
or significantly reduce it. The most likely source of the electrical pickup was the high 
impedance wiring between the bolometer and the JFET module. After the JFET 
amplifier down converts to a lower impedance the electrical pickup should in theory be 
negligible.
4 .4 .2  3 K R e s i s t o r  C hain At  J F E T  I n p u t
The third channel of the bolometer readout was brought into action with the second 
resistor chain2 mounted directly onto the JFET input (ie. at 3 K) to test the idea 
that noise was being introduced in the high impedance wiring between the bolome­
ter/dummy resistor and the JFET amplifier stage. The resistor value was scaled so 
that the expected noise would be the same as the (30-15-30) Mf2 chain, the middle 
resistor acting as the dummy bolometer, mounted on the sorption refrigerator cold 
head (~16 nVrmaHz-0-5). Hence the 3 K chain was (1.5—1.5—1.5) M R The chain was 
made up using standard metal film resistors with a 5% tolerance value.
2 ‘Resistor chain’ refers to the two ‘Load’ and single ‘Detector’ resistors in Figure 3.15
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F i g u r e  4.20: 3 K, 1.5 Mft resistor noise spectra showing the limited dynamic range of the 
signal analyser. All traces axe taken from the LIA DC output.
Tests carried out at this time also aimed to resolve the issue of excess noise seen in the 
LIA DC output, even with the PTC turned off. It was suggested that this was noise 
from the signal analyser seen when its dynamic range is too small to measure both the 
DC level of the signal and its noise component.
The measurements performed on the 3 K resistor chain are displayed in Figure 4.20 
and Figure 4.21 and show two things. First, they confirm that the dynamic range was 
a problem. In Figure 4.20 the two LIA DC output traces with the signal analyser set 
to ‘DC float’ are both clearly saturated with the signal analyser noise when compared 
to the equivalent measurements with the ‘AC float’ setting. Secondly they show that 
without any high impedance wiring there was very little, if any, excess noise in the 
resistor when the PTC was turned on compared to the quiescent response when it was 
turned off, as shown in Figure 4.21.
These results confirmed suspicions that the high impedance wiring from the JFET 
module on the 3 K stage down to the detector on the 300 mK stage was by far the 
dominant ‘source’ of the electrical pickup observed. Although it would be possible to 
locate the JFET module closer to the sorption refrigerator cold head, by attaching 
it to the 3 K radiation shield for example, this would not be entirely representative 
of real instrument setups where heat load and physical space limitations have to be 
considered. It was instead decided to try modifying this length of wiring, originally a
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F ig u r e  4.21: PTC on/off noise spectra from the 1.5 Mil fixed resistor at 3 K, AC biased 
at 135 Hz.
simple twisted pair of Constantan wires, as is reported below.
4.5  H i g h  I m p e d a n c e  W i r i n g  C o n f i g u r a t i o n s
Tests of various wiring configurations were carried out using the VeriCold PTC which 
had become available again after servicing. The original wiring was a simple twisted 
pair of Constantan secured to the sorption refrigerator using Kapton tape. The first 
modification replaced the bolometer and resistor signal wires, between the sorption 
cold head and the JFET module, with two lengths of commercially available cryogenic 
coaxial cable (Lakeshore CC-SS-25). The core and shield of the coaxial cable acted 
in place of the two Constantan wires as shown in Figure 4.22. The responses of the 
bolometer and resistor are shown in Figure 4.23 and Figure 4.24 respectively. The per­
formance was worse for both devices when using this single coaxial cable configuration 
with neither of them now meeting the expected quiescent response level.
Two lengths of coaxial cable must be used to receive the most benefit; using only the 
cores for the signal lines and with the shields grounded. To begin with this was only 
carried out on the bolometer channel so as not to put too much extra thermal load on 
the sorption cold head. The resistor channel reverted to a pair of twisted Constantan 
wires but this time with an aluminised Mylar shield taped around it, as had already
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F i g u r e  4.22: Single cryogenic coaxial cable setup. There is one coaxial cable for each 
channel (bolometer and resistor). The core is 64 strands of 50 AWG 304 stainless steel 
(overall diameter 0.2 mm), and the shield is 48 strands of 44 AWG 304 stainless steel (overall 
diameter 0.7 mm, 1 mm including insulation).
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F i g u r e  4.23: NTD-Ge bolometer response using a single coaxial cable between the detector 
and the cold JFET module.
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F igure 4.24: 0.3 K, 15 MQ resistor response using a single coaxial cable between the resistor 
and the cold JFET module.
been done on the readout wires from the JFET module to the outside connector. The 
bolometer and resistor responses for these configurations are shown in Figure 4.25 and 
Figure 4.26 respectively.
The bolometer performance did improve overall by using the coaxial cable. The noise 
floor was reduced by about a factor of two, although the thermal peaks were stronger 
at the fundamental PTC frequency and harmonics up to about 6  Hz. This could 
be because of the increased thermal coupling between sorption and PTC cold heads 
through the thicker stainless steel wires, but also due to increased susceptibility to 
modulated electrical power at higher frequencies. The resistor meanwhile now displayed 
a near theoretical Johnson noise level with the PTC turned on. The first results using 
this configuration (Figure 4.26) did have some broad features in the spectrum which 
were believed to be present because the cleanest region in the DC spectrum had not 
been chosen for the AC bias frequency. Later results are shown in Figure 4.27 where 
these features have mostly managed to be avoided. Both of the traces shown in this 
figure were taken with the PTC running and with no other modification besides the 
aluminised Mylar shielding on the high impedance wires.
With the success of the Mylar tape on the resistor response, the configurations for 
the two channels were swapped so that the resistor channel was using the coaxial 
cables and the bolometer channel had the shielded twisted pair. The responses of the
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F i g u r e  4.25: NTD-Ge bolometer response using twin coaxial cables between the detector 
and the JFET module.
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F i g u r e  4.26: 0.3 K, 15 MQ resistor response using an aluminised Mylar shielded twisted 
pair of Constantan wires between the resistor and the JFET module.
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F i g u r e  4.27: Improved 0.3 K, 15 MQ, resistor response using an aluminised Mylar shielded 
twisted pair of Constantan wires. Both traces were taken with the PTC turned on.
bolometer and the resistor with the reversed configurations are shown in Figure 4.28 
and Figure 4.29 respectively. The resistor no longer reached its quiescent noise level 
with the PTC turned on and while the overall noise level of the bolometer was similar 
to that when connected using the coaxial cable, the thermal peak features were less 
evident. It can also be noted that the roll off of the noise at the lower frequencies 
now follows that to be expected from the bolometer’s time constant, ie. 24 ms giving 
a -3 dB point at approximately 6  Hz. It is likely that the additional defence against 
pickup offered by the twisting is what makes the shielded twisted pair slightly more 
effective than the coaxial cable. Perhaps if the coaxial cables were twisted together, 
provided there is space, then they would be equivalent.
4.6  R e d u c i n g  T h e r m a l  N o i s e  U s i n g  a  P a s s i v e
T h e r m a l  F i l t e r
4.6.1 I d e n t i f y i n g  t h e  T h e r m a l  N o i s e
As mentioned previously, thermal effects can be determined by comparing the bolome­
ter response to that of the resistor which is essentially insensitive to temperature and 
radiation loading variations. Peaks seen in the bolometer response at the PTC pulse
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F i g u r e  4 .2 8 : NTD-Ge bolometer response using an aluminised Mylar shielded twisted pair 
of Constantan wires between the detector and the JFET module.
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F i g u r e  4.29: 0.3 K, 15 MQ resistor response using twin coaxial cables between the resistor 
and the JFET module.











F i g u r e  4.30: NTD-Ge bolometer’s thermal noise peaks dependence on PTC operating 
frequency. Two traces are shown for PTC operating frequencies of 27.5 and 30 clps (1.1 and 
1.2 Hz)
frequency (just over 1 Hz for both systems) and its harmonics are not present in the 
resistor response. They were confirmed to be caused by the PTC using the VeriCold 
system and its variable operating frequency. When the rotary valve frequency is ad­
justed the peaks shift accordingly.
A series of measurements were taken while adjusting the rotary valve frequency setting. 
The default setting is 27.5 cycle-lines per second (clps) giving a rotation frequency of 
27.5/50 =  0.55 Hz but this appears as twice this at 1.1 Hz because the valve works on 
half rotations. Figure 4.30 shows clearly that the fundamental and higher harmonics 
shifted when the frequency was changed to 30 clps (corresponding to 1 . 2  Hz). One peak 
at about 5.2 Hz did not move but this was confirmed not to be a thermal manifestation 
as it was also present in the noise spectrum of the 0.3 K resistor.
It is reasonable to assume that since the low frequency electrical pickup was successfully 
suppressed in the resistor signal, then it is also suppressed in the bolometer signal 
using the shielded twisted pair configuration. This suggests that the excess noise left 
in the bolometer response is thermal in origin; either changes in bolometer heat sink 
temperature, changes in dissipated electrical power, or a combination of both. To 
back up this statement the DC biasing response was correlated with the AC biasing 
LIA output. Any electrical noise present in the DC spectrum between zero and 25 Hz 
will not be present in the LIA output since in this case the signal is modulated at a
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F i g u r e  4.31: Comparison of the NTD-Ge bolometer’s DC response and LIA output.
higher frequency. Therefore the DC response and the LIA output should look very 
different in the 0-25 Hz frequency range if the dominant noise in that region is random 
electrical pickup. On the other hand, any thermal variation is effectively treated as 
being a signal (as you would hope for a bolometric system!) by the AC biasing and 
will therefore appear in both spectra. An example is shown below in Figure 4.31 which 
compares the two responses in the region where no high or low pass electrical filters are 
operating. The strong correlation coefficient between these two traces of 0.93 indicates 
that a lot of the noise here is common to both the DC biasing and the AC biasing and 
is likely to be thermal in origin. However, it was still unclear at this point whether 
changes in bolometer heat sink temperature, or changes in dissipated electrical power, 
were now the dominant problem. Changes in electrical power dissipation caused by the 
operation of the PTC are believed to be very intrinsic to the PTC itself, as discussed 
in section 4.8. They are therefore difficult to eliminate without severe modification 
to the cryostat and/or PTC. It was decided to first investigate methods of reducing 
the bolometer heat sink temperature variations for these reasons, and because of the 
limited space available in the test bed.
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4 .6 .2  I m p l e m e n t i n g  t h e  T h e r m a l  F i l t e r
A significant amount of the thermal variations observed by the bolometer are varia­
tions present in the sorption refrigerator cold head. The fluctuations on the sorption 
refrigerator cold head are a consequence of the variation of the PTC cold head tem­
perature during its thermodynamic cycle; a change in base plate temperature causes 
a change in the heat load of the sorption cold head. This is described in more detail 
in ii ipi i i <). As described above, the peaks were confirmed to be related to the PTC 
cycle and not the inherent stability of the cryopumps. Charcoal cryopumping has also 
been used reliably in the past and is still being used in many systems today, showing no 
signs of such features. There are strong harmonics of the fundamental PTC frequency 
present in the spectra since the PTC cycle is far from being sinusoidal. At this stage of 
the the investigation tests were conducted to quantify this thermal noise. These tests 
and their results are also reported in ch a p te r  G. Although the time constant for the 
sorption cold head is relatively large, the temperature fluctuations are still significant 
because they are so large at the PTC cold head. Attempts were made to reduce the 
effect of this source of thermal noise on the bolometer response at the same time.
It is a fairly common idea to increase the bolometer temperature stability by using a 
passive thermal filter underneath the detector, in this case a layer of Mylar, to partially 
isolate the detector from the temperature fluctuations. However, the thicker the buffer 
is, the higher the bolometer’s heat sink temperature will be, and therefore the greater 
the degradation in detector performance. Thus, a compromise is required for any 
particular application. In an attempt to suppress primarily the thermal peak features, 
but also the overall noise level, it was decided to try this method beginning with a 
fairly arbitrary thickness of 50 /zm (Note that no 50 /zm thick Mylar was available 
and so two layers of 25 /zm were used instead). This was successful in suppressing 
the higher harmonic, and to some extent the fundamental, temperature variations but 
did not reduce the overall noise level, as shown in Figure 4.32. The responses of 
the bolometer with and without the thermal buffer in place are compared. There is 
a visible reduction in the strength of the fundamental and first harmonic while the 
higher harmonics disappear into the ‘white’ background noise level.
A second cool down of the system was carried out without opening the cryostat. During 
the second series of measurements the DC response was discovered to have changed and 
so the AC bias frequency was adjusted to a cleaner region of the DC spectrum. It was at 
this point that the best bolometer performance for any setup during the investigation 
was observed, shown in Figure 4.33. It can be seen that the overall noise level is reduced
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F i g u r e  4 .3 2 : NTD-Ge bolometer response with and without the 2 x  25 //m Mylar thermal 
buffer.
and many of the harmonic peaks can no longer be seen beyond 10 Hz. The explanation 
for the difference between this result and that shown in Figure 4.32 is that during the 
warm up and cool down of the system the bolts securing the sorption refrigerator to 
the PTC cold head bracket had loosened. The reduced thermal contact inadvertently 
provided additional thermal buffering, and to a certain extent vibration isolation, and 
therefore improved the bolometer performance. This was unfortunately not realised at 
the time and so instead of pursuing the idea of buffering at the PTC-sorption interface, 
further tests were carried out applying thermal buffers at the bolometer mount. It -was 
investigated later however and details can also be found in c h a p te r  G.
Tests were continued by increasing the thickness of the thermal buffer to 100 /im (four 
layers of 25 ^m) and tried again. The results of this test can be seen in Figure 4.34 
and also shows the high correlation between the AC and DC biasing responses within 
the no electronic filters region (1-15 Hz). This time there was a decrease in overall 
noise level, as well as the peak features, everywhere except below around 3 Hz. This 
is an indication that the peak features are becoming dominated by modulation of high 
frequency noise as described below in section 4.8.
In the final stages of the thermal buffer tests the several thin layers of Mylar were 
exchanged for a single 185 ^m layer, however the bolometer performance declined from 
this point on. It was suspected that the stainless steel screws holding the bolome­
ter block to the mounting bracket, with the Mylar in between, were dominating the
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F i g u r e  4.33: Best NTD-Ge bolometer response with the 2 x 25 /im Mylar thermal buffer. 
It is suspected that the sorption refrigerator had inadvertently become partially thermally 
isolated from the PTC, thereby reducing thermal noise.
 LIA AC. 100 urn Mylar
 DC Bias
300 mK Theoretical
—  360 mK Wet Cryostat Reference
—  - Bolometer Frequency Response -  10
r  1 0
-  10'
1 0 '9
0 10 15 20 255




F i g u r e  4.34: NTD-Ge bolometer response with the 4 x 25 /mi Mylar thermal buffer. The 
position of the detector’s frequency response (shown by the dashed black line) suggests that 
the roll off in the bolometer trace is due to the Mylar filter.







 LIA AC, No Buffer No Electrical Isolation
 LIA AC. 185 nm Mylar. Electrical Isolation
—  LIA AC, 185 (im Mylar. Hollowed Screws
—  LIA AC, Electrical Isolation, PT Off 
360 mK Wet Cryostat Reference
0 5 10 15 20
Frequency (Hz)
F ig u r e  4 .3 5 :  NTD-Ge bolometer response with the 185 /im  Mylar thermal buffer plus 
electrical isolation.
conductance between the two and so the Mylar was reaching its maximum effective 
thickness. But when a test was run using hollowed out screws there was a further drop 
in performance. It is likely then that the bolometer was in fact becoming too thermally 
isolated and the reduced cooling power of its heat sink was hindering its noise perfor­
mance. Results for the 185 /xm tests are shown in Figure 4.35. The best bolometer 
response therefore remains at about twice that in a ‘wet’ cryostat (at 10 Hz).
4 . 7  E l e c t r i c a l  I s o l a t i o n
During the investigation into the application of a thermal buffer the VeriCold PTC 
needed to be serviced and the opportunity was taken to have the additional work done 
to electrically isolate the PTC from the compressor electronics. This consists of an 
epoxy dielectric seal in the connection from the PTC assembly to the rotary valve. 
The final tests using the 185 /zm layer of Mylar were carried out with this electrical 
isolation in place, also depicted in Figure 4.35. The electrical isolation itself did not 
make any significant difference and this is not entirely surprising given that the system 
was already well grounded.
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F i g u r e  4.36: Snap shots of the 0.3 K, 15 MH resistor noise spectra at high frequencies with 
the PTC turned on.
4 . 8  H i g h  F r e q u e n c y  M i c r o p h o n i c s
The PTCs did cause microphonic noise but not substantially at their operating fre­
quency as might be expected. This is evident from the tests described above. High 
frequency noise was seen in the bolometer and resistor DC responses and was attributed 
to microphonic noise caused by the sound of the He gas passing through the network 
of bypass valves that exist in the head of the PTC assembly. The noise above several 
kHz ‘see-saws’ in time with the pulses, and a microphone held against the cryostat 
gives a very similar response in the same frequency range. The hiss of the gas inside 
the Cryostat is also clearly audible to the human ear placed against it. Because of the 
dynamic nature of this noise it is hard to depict in a figure. Several ‘snap shots’ of the 
high frequency spectrum for the resistor are shown in Figure 4.36, and the bolometer 
in Figure 4.37, to try and demonstrate how they change throughout the PTC cycle. 
The snap shots are compared to the quiescent response and it can be seen that during 
the quiet moments of the PTC cycle the noise spectrum returns to this quiescent level. 
This behaviour was seen when using both the Cryomech and the VeriCold PTCs and 
so initial concerns that the Cryomech’s digital stepper motor control electronics may 
be interfering with the bolometer readout were put to rest.






















F i g u r e  4 .3 7 :  Snap shots of the NTD-Ge bolometer noise spectra at high frequencies with 
the PTC turned on.
It is believed that the microphonic vibrations caused by the gas are transmitted to 
the bolometer readout wiring by the structure of the PTC that the wires are strapped 
to. This high frequency microphonic noise results in an excess dissipation of electrical 
power in the bolometer, raising its temperature slightly. The modulation by the PTC 
cycle varies this temperature rise and produces peak features that combine with those 
caused by the heat sink temperature variations. So the high frequency noise manifests 
itself as a thermal feature in the bolometer’s response, and hence is not present in the 
resistor’s response, although at its source it is electrical in nature. The high frequency 
noise itself is more of a potential problem than the thermal variations for faster de­
tectors such as 4 K InSb hot electron bolometers. Even with their lower impedance 
of a few kfi, the same ‘see-sawing1 noise was seen in the response of an InSb detector 
mounted on the PTC cold head. Details of this can be found in the following chapter.
4.9 300 m K  N TD -G e B o l o m e t e r  C o n c l u s i o n s
The investigation into the operation of a 300 mK NTD-Ge bolometer with a PTC has 
shown that near theoretical performance can be achieved with only minor modifications 
to the conventional setup of the detector and cryogenics. A noise level two times the 
quiescent response at 10 Hz was obtained.
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A methodical series of tests has prioritised the various sources of excess noise as far 
as an NTD-Ge bolometer is concerned. After removing low frequency electrical pickup 
in the readout electronics the thermal noise caused by the temperature variations of 
the thermodynamic cycle of the PTC was investigated and significantly reduced using 
passive filters. ‘Thermal’ noise from the high frequency microphonic ‘hiss’ modulated 
by the PTC cycle then became dominant. The frequency range of faster low impedance 
detectors will mean that the microphonic ‘hiss’ of the He gas within the PTCs will be 
of primary concern.
Chapter 5
3-4 K In S b  H o t  E l e c t r o n  
B o l o m e t e r  T e st s
This chapter describes the tests carried out to investigate the performance of an InSb 
hot electron bolometer operated on the cold head of each of the PTC systems in turn. 
InSb hot electron bolometers (HEBs) are used in applications where fast detectors are 
more desirable than having the most sensitive detectors (Examples of such applications 
are given in subsection 1.6.5). Their time constants of fractions of a microsecond give 
them a bandwidth up to and above one MHz.
The HEB was provided by QMC Instruments and is one of their standard designs 
that are commercially available. It consists of a 7-legged InSb element that is toaster 
like in shape, mounted on a 5 mmx5 mm quartz substrate, as pictured in Figure 5.1. 
All testing was done in the dark, ie. with the detector blanked off. The detector 
block was initially mounted directly onto the PTC cold head with a twisted pair of 
Constantan wires connecting it to the outside connector. The readout used was the 
ULN95 preamplifier unit from QMC Instruments that is sold with the InSb detectors.
5.1  W e t  C ryostat  B a seline  T est in g
The detector was first characterised in a liquid helium bath cryostat so that this qui­
escent performance could be compared to the performance in a PTC cooled cryostat. 
A uniform noise level of 1.7 nVn^Hz-0-5 was obtained at reference frequencies of 1,
104
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F ig u r e  5.1: 
strate.
10 and 25 kHz, including the 1 nVrmaHz- 0 -5  amplifier noise. A DC bias of 21.2 fiA 
was used and the detector’s operating impedance at 4.2 K was 3.94 kfi. An optical 
responsivity of 0.68 kVW- 1  was measured giving an NEP of 2.5 pWrmsHz-0-5.
5.2 C ryom ech  P T C  T esting
The detector was then tested using the Cryomech PTC system while the VeriCold was 
in use with the NTD-Ge bolometer testing. During these first PTC tests the PTC cold 
head was warmed up to about 4 K to replicate the conditions of the ‘wet’ cryostat. 
The HEB responses with the PTC turned on and off are compared to the ‘wet’ cryostat 
noise level in Figure 5.2. There is over an order of magnitude difference in the noise 
level with the PTC turned on compared to when it is turned off. The ‘off’ response 
also shows some excess noise in relation to the quiescent ‘wet’ response.
This excess could be due to the unshielded wiring used for the two signal lines, and 
also the water chiller that was being used to cool the compressor unit at this time. 
Unfortunately circumstances did not permit further investigation into the HEB perfor­
mance with the Cryomech PTC system to give credence to this theory. The Cryomech 
was required for other purposes and the device had to be transferred to the VeriCold 
system alongside the NTD-Ge bolometer testing.
■ i
' «
The InSb hot electron bolometer ‘toaster’ element mounted on a quartz sub-
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F i g u r e  5.2: Hot electron bolometer response while mounted in the Cryomech PTC. Traces 
are shown for the PTC turned on and off and are compared to the noise level obtained in the 
‘wet’ cryostat.
5.3 V e r iC old  P T C  T e st in g
The tests performed with the VeriCold system were carried out at the lower PTC cold 
head temperature of around 3 K. This was necessary because of the 300 mK tests 
being done in parallel. The detector therefore had a higher operating impedance of 
approximately 5 kfi and larger bias current of 44 fiA. The other difference was that 
this time the wiring was shielded with aluminium tape.
The HEB response with the PTC turned on is shown for a variety of frequency ranges 
in Figure 5.3, Figure 5.4, and Figure 5.5, which also show the equivalent ‘wet’ cryo­
stat response for comparison1. Given the slightly higher impedance the HEB performs 
nominally in the PTC system up to 6  kHz but with some additional 1 /i  noise, pre­
sumably from the thermal noise of the PTC cold head fluctuations (These were visible 
below 25 Hz as they were with the 300 mK tests). Up to 12 kHz there was a more 
notable drop-off in performance and above this frequency there were problems with the 
acoustic ‘see-sawing’ noise of the He gas inside the PTC as expected.
A single noise spectrum has been compared to an average of 100 spectra to show the 
problem of the acoustic noise and to demonstrate its dynamic nature more clearly. This
1 The exception is Figure 5.3 which uses the ‘wet’ cryostat response up to 12 kHz in the absence 
of data at 6 kHz.
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F i g u r e  5.3: HEB response in the VeriCold PTC compared to the ‘wet’ cryostat response 
up to 6 kHz.
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F i g u r e  5.4: HEB response in the VeriCold PTC compared to the ‘wet’ cryostat response 
up to 12 kHz.
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F ig u r e  5 .5:  HEB response in the VeriCold PTC compared to the ‘wet’ cryostat response 
up to 100 kHz.
comparison is shown in Figure 5.0. The single spectrum was timed to coincide with the 
relatively quiet gap between the PTC’s pulses. Note that the scale is fairly arbitrary 
since the gain of the system has not been taken into account like it has been with the 
other figures. It can be seen however that at these high frequencies the situation at 
one moment is very different to the next. It can be seen in Figure 5.0 that the largest 
variation in noise level occurs between 20 and 60 kHz while there is significant variation 
across the entire range up to 100 kHz.
5 .3 .1  T h e r m a l  B u f f e r  T e s t s
The PTC cold head temperature variations were visible in the InSb signal below 25 Hz 
at the PTC cycle frequency and its harmonics. An attempt was made to reduce the 
thermal variation of the HEB’s heat sink using a piece of 185 fim Mylar in the same 
way as for the NTD-Ge bolometer. The Mylar was positioned between the detector 
block and the PTC cold head. The response with and without the thermal buffer up 
to 25 Hz is shown in Figure 5.7. A rough estimation of the InSb responsivity to tem­
perature variations indicates that the unbuffered fundamental peak is approximately 
60 mKrmsHz-0-5. The fundamental peak was reduced by almost an order of magnitude 
while higher harmonics were reduced much more. This again suggests that thermal 
buffering in the case of a 300 mK detector may be best implemented at the PTC cold
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F i g u r e  5.6: Average of 100 HEB noise spectra compared to a single trace taken in the 
‘quiet’ gap between PTC pulses.
head stage.
The time constant for the InSb detector block’s temperature variations was estimated 
by calculating it’s heat capacity, ~4.8 mJ/K, and the thermal conductance of the 
Mylar layer, ~49 mW/K. These values give a time constant of 98 ms. The transfer 
function for the layer of Mylar was found by dividing the InSb response with the 
Mylar by the response without. This was then fitted with the frequency response given 
by the estimated time constant. This is shown in Figure 5.8(a) for the whole 0 25 Hz 
spectrum, and in Figure 5.8(b) for the PTC harmonic peak values only. The reasonable 
fit of this thermal model further supports the theory that the Mylar is responsible for 
reducing the detector noise by reducing the temperature variations of the detector’s 
heat sink.
5.4  In S b H o t  E l ec tr o n  B o l o m e te r  C o n c lu sio n s
Most movement in the noise spectrum occurred between 10 and 50 kHz. The HEB 
response up to about 6  kHz is equivalent to when it is mounted in a conventional ‘wet’ 
cryostat and it is hypothesised that the acoustic noise seen will drop off before the MHz 
range where the detectors are commonly used. No data acquisition system capable of 
measuring the response at this frequency was available at the time however. It was
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F i g u r e  5.8: Relative InSb signal — buffered/unbuffered.
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also found that if the wires for the HEB were fastened more tightly to the PTC then 
its performance would degrade at about 3 kHz and above and therefore you get the 
best performance if the wires have some freedom of movement in places and hence a 
lower natural frequency. However, this is likely to have contributed to the increased 
levels of 1 / i  noise.
Chapter 6
T h er m a l  F l u c t u a t io n  
M e a su r e m e n t s
This chapter presents the results of the investigation into the thermal noise resulting 
from the temperature fluctuations of the PTC cold head caused by its thermodynamic 
cycle. This thermal noise was observed at low frequencies (0-25 Hz), as described in the 
previous two chapters, at the PTC’s fundamental cycle frequency and its harmonics.
Once the temperature stability of the sorption cold head had been identified as being 
a problem for the NTD-Ge bolometer it was decided to try and measure the thermal 
fluctuations on the 300 mK stage using a ‘bare’ NTD-Ge chip similar to that used 
for the bolometer itself. Unlike the bolometer NTD chip, which has a weak heat link 
through the S is^  mesh and niobium wires, this bare chip was placed in good thermal 
contact with the sorption refrigerator cold head using a copper mounting block. This 
NTD-Ge thermistor was read out on an identical channel to the bolometer. The NTD- 
Ge thermistor spectra were converted to units of temperature using its characterisation 
parameters and the usual exponential fit for the resistance-temperature curve, R (T) — 
R+exp(Tg/T}1/2 (From Equation 1.17 using n =  1/2).
Since the temperature fluctuations on the 300 mK stage are caused by the base plate 
fluctuations it was desirable to measure them also. This was simply done by linking 
the temperature sensor (diode) signal voltage to the signal analyser. The voltage noise 
could then be converted to units of temperature using the diode calibration.
Before discussing the results of these measurements I will first describe in more detail 
the theory of how these temperature fluctuations are seen at the sorption cold head.
112
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This model is then used later on to compare the temperature fluctuations on the PTC 
cold head with those on the sorption cold head.
6 .1  P T C - S o r p t io n  R e f r ig e r a t o r  C o u p l in g
M o d e l
For the purposes of this model, the sorption refrigerator cold head can be thought of 
as a bolometer with the PTC being equivalent to its heat sink (cf. Figure  1.8). They 
are physically connected by a weak thermal link (the pumping tubes) with some value 
of conductance but, just like a bolometer, it also has an effective conductance. The 
sorption refrigerator’s load curve, like the bolometer’s load curve, tells us this effective 
conductance. Continuing the analogy, the physical time constant for the sorption cold 
head can be obtained by combining the effective conductance (gradient of the cooling 
power load curve) with the heat capacity.
The heat capacity of the sorption cold head is dominated by the contained liquid 3 He. 
The full charge of 8  litres STP has a heat capacity of around 1 m J/K. The gradient 
of the cooling power load curve, Figure  3.4, at 300 mK is approximately 442 /zW/K. 
Hence the time constant for the sorption cold head is about 2.3 s, giving a -3 dB point 
in its frequency response of only 69 mHz. At first glance it seems that it is unlikely 
that the sorption refrigerator would feel the effects of any temperature variations at 
the PTC cold head, but they can still be significant if the PTC fluctuations are large 
enough.
The amplitude for the sorption cold head’s responsivity to temperature changes was 
estimated by finding the gradient of a plot of conductive heat load against base plate 
(PTC) temperature. It is the conductive power through the pumping tubes that dom­
inates the total heat load of the sorption cold head. The dependance of the heat load 
on PTC temperature was found to be approximately quadratic; W  = 1.47 x 10- 6 T2. 
The ratio of the temperature changes on the two cold heads is then found by dividing 
the gradient of the heat load at the PTC temperature, ~8.87 /zW/K, by the gradient of 
the cooling power at the sorption cold head temperature, ~442 /zW/K. It is therefore 
estimated that the sorption cold head temperature change is about 2  % that of the 
PTC temperature change.
114 CHAPTER 6. THERMAL FLUCTUATION MEASUREMENTS
1000
Cryomech, AC Float 
VeriCold, DC Float
1 0 0
0 2 4 6 8 10 12
Frequency (Hz)
F i g u r e  6.1: PTC second stage temperature fluctuations. Both systems used the same diode 
thermistor.
6.2 P T C  W i t h  2 - S t a g e  S o r p t i o n  R e f r i g e r a t o r
It was observed that the noise level for both detectors was substantially higher when 
using the Cryomech system compared to the VeriCold system. The thermal fluctuation 
measurements were therefore carried out in both systems to see if these were also larger 
for the Cryomech. It was expected to be the case since the thermal noise from heat 
sink temperature instabilities appeared to be contributing significantly to the NTD-Ge 
bolometer’s response.
6.2.1 PTC C o l d -H e a d  M e a s u r e m e n t s
The diode thermistor signal was linked to the input of the signal analyser and the 
average of 10 power spectra was taken over the frequency range 012.5 Hz. The results 
for both PTCs can be seen in Figure 6 . 1 . Note that the trace for the VeriCold system 
is partially saturated by noise from the signal analyser because of its limited dynamic 
range and the ‘DC float’ setting which does not remove the DC voltage level. Besides 
this the results show clear features at the PTC operating frequency and its harmonics, 
slightly different for each system. The fact that odd and even harmonics are present 
suggests a cold head temperature variation along the lines of a triangle wave for both 
PTCs.
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F i g u r e  6.2: 2-stage sorption refrigerator cold head temperature fluctuations.
Converting the fundamental to a peak-to-peak temperature variation gives 170 mKpp 
for the Cryomech and 50 mKpp for the VeriCold (These agree well with the spread of 
the logged temperature-time data). It may therefore be expected that temperature 
fluctuations on the 300 mK stage will be around twelve times larger for the Cryomech 
given the quadratic dependance of heat load on PTC temperature.
6 .2 . 2  S o r p t i o n  C o l d - H e a d  M e a s u r e m e n t s
The NTD thermistor was read out using a DC bias so that the results were unaffected 
by electrical filters in the AC bias readout. Once again averages of 1 0  spectra were 
taken. The results for both systems are shown in Figure 6.2.
The corresponding peak-to-peak variations for the fundamental are about 9.5 fiKpp for 
the Cryomech and 0.9 /xKpp for the Vericold. This is in fairly good agreement with the 
quadratic dependance previously stated when compared with the PTC temperature 
variation amplitudes.
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6.2.3 C o m p a riso n  t o  M o d e l
The measured sorption cold head temperature fluctuations are compared to theoreti­
cal traces in Figure 6.3. The theory traces were obtained by multiplying the measured 
PTC trace by the theoretical frequency response using the amplitude and time constant 
of about 2 % and 2.3 s respectively. These are also illustrated in the plots. There is 
reasonable agreement between the theoretical and measured traces with the measured 
traces naturally becoming saturated by the thermistor’s Johnson noise at higher fre­
quencies. Most importantly it shows the feasibility of having significant temperature 
variations on the sorption cold head when driven by comparatively large temperature 
changes on the PTC cold head.
6.3 CLOVER P r o t o t y p e  C ryostat  W ith  3 -S tag e  
S o r pt io n  R e fr ig e r a t o r
The final set of temperature fluctuation measurements were carried out in the prototype 
Clover cryostat. This utilised a large 15 kg base plate connected to the PTC cold head 
using flexible copper straps and also a three>stage sorption refrigerator. The large 
mass of the base plate necessitates the use of a mechanical support system so as not to 
put too much stress on the PTC. Therefore the flexible thermal straps are required to 
interface the base plate with the PTC cold head. The setup of this cryostat is shown 
in Figure 6.4.
The large mass of the base plate together with the copper straps provide some thermal 
and vibrational buffering between the sorption refrigerator and the PTC. In addition, 
the intermediate sorption refrigerator cold head will also protect the ultra odd head 
from base plate temperature variations via conduction through the stainless steel tubes 
because of the specific heat capacity of the contained liquid 3He.
Unfortunately no NTD-Ge bolometer was available at the tame to see how it would 
perform under these conditions. Given the fact that the bolometer’s peak features 
are of roughly equivalent magnitude to the measured sorption cold head temperature 
fluctuations, it was possible to get a very good insight however.
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F i g u r e  6.3: The measured temperature fluctuations compared to the theoretical model in 




 Clover cryostat base plate, m easured
Sorption cold head, theory 
 Sorption cold head, measured
118 CHAPTER 6. THERMAL FLUCTUATION MEASUREMENTS
F i g u r e  6.4: Clover prototype cryostat’s flexible thermal links and base plate support struc­
ture, plus the 3-stage sorption refrigerator.
6.3.1 PTC  C o l d - H e a d  M e a s u r e m e n t s
The measurements for the PTC temperature fluctuations were carried out in the same 
way as before. In this case there were two diode thermometers of interest one 
located directly on the PTC cold head, and the other on the large base plate to which 
the sorption refrigerator was also attached. Comparing the data from these two sensors 
tells us how effective the incidental thermal buffering is between the PTC and sorption 
refrigerator, as provided by the copper straps. The results are shown in Figure 6 .5 .
The results show that even though the copper straps are intended to give the base 
plate the best possible thermal contact with the PTC cold head, they still provide very 
good buffering from the thermal fluctuations. There is a reduction of almost two orders 
of magnitude of the fundamental peak and more for the 1 st, 2 nd and 3 rd harmonics. 
Higher harmonics are no longer distinguishable from the background noise level which 
has been flattened out down to 6  Hz.
6.3.2 S o r p t io n  C o l d  H e a d  M e a s u r e m e n t s
With this reduced variation in base plate temperature, and the strong relation be­
tween base plate and sorption cold head temperature fluctuations, there should be a 
very significant reduction in the sorption cold head temperature variations. These mea­
surements were again performed with a DC bias/readout and 10 averages were taken. 
The results are shown in Figure 6 . 0  and compared to the previous setup’s results for 
both PTCs.
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 B asep la te  via Flexible Therm al Links
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F i g u r e  6.5: Cryomech PTC second stage temperature fluctuations in Clover prototype 
cryostat.
1000
 Cryomech + 3-Stage Sorption Refrigerator, Clover Cryostat
 Cryomech + 2-Stage Sorption Refrigerator, Standard Cryostat
 VeriCold » 2-Stage Sorption Refrigerator. Standard Cryostat
100
15 20 250 5 10
Frequency (Hz)
F i g u r e  6.6: 3-stage sorption refrigerator cold head temperature fluctuations in Clover pro­
totype cryostat. Also shown for comparison are the results for the 2-Stage version in the 
original setups.
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R esponse
Clover cryostat base  plate, m easured  
Sorption cold head, theory 
Sorption cold head, m easured
Frequency (Hz)
F igu re  6.7: The measured temperature fluctuations compared to the theoretical model in 
the Clover test bed.
Following the PTC cold head results the background level has been flattened above 
6  Hz where only the additional 4th harmonic is distinguishable. The fundamental was 
reduced to 1 fiKpp making it comparable in performance to the Vericold PTC in the 
original setup. Above 3 Hz the performance improvement surpasses the VeriCold’s 
results.
6 .3 .3  C o m p a r is o n  t o  M o d e l
As with the measurements in the original test bed, the measurements in the Clover 
cryostat are compared to a theoretical trace, based on the measured base plate vari­
ations, in Figure 6.7. It can be seen clearly that the NTD-Ge thermistor is reaching 
its limit for measuring these small temperature variations, although the fundamental 
peak is in good agreement with the results.
6 . 4  T h e r m a l  F l u c t u a t i o n s  C o n c l u s i o n s
The poorer bolometer performance when using the Cyromech PTC system implied 
that the VeriCold should have lower levels of thermal noise, and this was indeed found
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to be the case. The VeriCold PTC cold head temperature fluctuations were smaller, 
which in turn made the sorption cold head fluctuations smaller for this system. The 
comparisons between the results and the theoretical traces give support to the theory 
that thermal noise is being introduced into the bolometer’s response through variations 
in its heat sink temperature. Additional evidence is in fact that the magnitudes of the 
peaks in the bolometer noise spectra are directly comparable to those measured using 
the thermistor.
The major implication of the final thermal fluctuation measurements, carried out in the 
Clover prototype cryostat, is that the thermal buffering of the bolometer is likely to be 
better implemented on the PTC cold head rather than at its interface to the sorption 
cold head. By reducing the fluctuations at the sorption refrigerator base plate, the 
thermal noise on the sorption cold head was greatly reduced. If focused efforts are 
made to buffer the base plate from the PTC cold head then the thermal noise on the 
sorption cold head could be reduced further.
C h a p te r  7
D isc u ssio n  A n d  C o n c lu sio n s
Over the course of my study the integration of two types of bolometric detectors with 
pulse tube cryocoolers has been investigated. This has involved the setting up of a 
300 mK test-bed by the coupling of a two-stage 3He sorption refrigerator with the 
PTC. Electronics were constructed to automate the running of the hybrid cooler to 
produce a 'turn-key* cryogen free system. This concluding chapter forms a summary 
of my findings, with some discussion, and then puts forth the implications. Finally, an 
outline of possible further study is given based on these results and implications.
7.1 S um m ary  O f  R esults
o Turn-Key, Cryogen Bree, Sub-K elvin System
The two-stage sorption refrigerator was successfully integrated with both commercial 
PTCs and performed beyond expectations with a large hold time resulting in a duty 
cycle of over 95%. The automated electronics produced to read the thermometry 
and control the sorption refrigerator have been successfully tested and released com­
mercially. All together, the electronics, sorption refrigerator, and PTC operate as a 
‘turn-key’ system that can achieve 300 mK within 24 hours of turning on the PTC’s 
compressor.
o 300 mK N TD -G e Bolom eter
The best NTD-Ge bolometer performance using the previously discussed countermea­
sures of passive thermal filtering and shielded twisted pair wiring, was approximately 
two times higher than the quiescent noise level. It is believed that the limiting factor
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on the bolometer noise performance was a combination of the short term temperature 
stability of its heat sink, ie. the sorption refrigerator cold head, and the modulated 
high frequency microphonics dissipating excess electrical power. It has been shown 
that the heat sink temperature variations are caused by the coupling between the PTC 
and the sorption refrigerator, and some success in suppressing this unwanted noise can 
be achieved by using a passive thermal filter beneath the detector. It is hypothesised 
that greater success can be achieved by buffering the sorption refrigerator itself, as 
apposed to the detector alone. This hypothesis has been backed up by further tem­
perature stability measurements in the Clover prototype cryostat as described below. 
The modulated high frequency microphonics however, will require significant cryostat 
and/or PTC modification to reduce substantially.
o D um m y R esisto rs an d  E lectrical P ickup
The tests done on the dummy resistors have shown that electrical pickup in the NTD-Ge 
bolometer’s frequency range can be rejected to satisfactory levels using shielded wiring 
and without mechanical modification. However, microphonic noise above one kHz is 
present and appears to be due to the acoustic noise of the helium gas moving within the 
PTC. The evidence for this is its dynamic nature and the observations of a microphone’s 
response whilst held against the cryostat. It is not clear at present how this source of 
noise can be tackled without modification to the PTCs themselves.
o 4 K  InS b  H EB
The high frequency microphonic noise was the main concern for the 4 K InSb HEB. 
With shielded readout wires and using the VeriCold PTC system, the detector’s perfor­
mance was unaffected up to 6  kHz (neglecting the thermal noise below 25 Hz) compared 
to its quiescent response in a ‘wet’ cryostat. Above this frequency the acoustic micro­
phonic noise causes a large increase in noise level, although it is unclear whether this 
will drop off above the audio frequencies and into the MHz range. It is unclear whether 
the acoustic noise would have less effect if the detector were to be read out using a 
differential readout, since this noise was also present in the readout of the NTD-Ge 
bolometer and dummy resistors which were using a differential system. The thermal 
noise below 25 Hz was reduced by more than an order of magnitude by using a passive 
thermal filter of 185 fim Mylar.
o T herm al F lu c tu a tio n s
The thermal fluctuation measurements showed the feasibility of having significant tem­
perature variations on the sorption cold head when driven by comparatively large tem­
perature changes on the PTC cold head. The initial tests with the Cryomech and 
VeriCold show that the magnitude of the sorption cold head fluctuations are approxi­
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mately 2 % that of the PTC cold head variations, and varies as a square law. For the 
measurements carried out in the Clover cryostat this generalisation begins to break 
down; the buffering of the base plate in the Clover cryostat meant that the sorption 
refrigerator was, subjected to temperature fluctuations more than 10 times smaller than 
in the Vericold setup, and yet the the sorption cold head fluctuations were only mar­
ginally smaller. It may be that heating by the high frequency microphonics became 
significant at this point, even for the thermistor.
When comparing the size of the measured fluctuations to those seen in the NTD-Ge 
and InSb bolometer’s spectra using the VeriCold system we see that the bolometer’s are 
slightly reduced because of their weak thermal link to the sorption and PTC cold heads. 
The NTD-Ge bolometer’s fundamental peak was 0.83 /iKrm<Hz'a5 with no Mylar filter 
in place, whilst the sorption cold head had a fundamental peak size of 1.9 /iKrm^ Hz“0'5. 
The InSb HEB’s fundamental peak was approximately 56 mKn^Hz-0^ (calculated 
using an estimated responsivity) with no Mylar filter in place, whilst the VeriCold 
PTC cold head had a fundamental peak size of 100 mKn^Hz-0 5. The comparative 
size of the thermistor and bolometer fluctuations gives support to the theory that 
the peak features in the bolometer spectra are produced by a variation in heat sink 
temperature.
7 .2  InSb  R e s u l t s ’ A n d  T h e r m a l F l u c t u a t i o n  
M e a s u r e m e n ts ’ I m p lic a t io n s  F o r  T h e  N T D -G e
B o lo m eter
During tests on the 4 K InSb HEB it was found that the thermal peaks in its DC 
response could be attenuated by a factor of six for the fundamental, and more than 
an order of magnitude for higher harmonics, by using a 185 fim Mylar layer between 
it and the PTC cold head. The overall noise level was also reduced by about an 
order of magnitude. Given the strong dependence of the sorption refrigerator cold 
head temperature fluctuations on the PTC’s fluctuations, it would probably have been 
of great benefit to the NTD-Ge bolometer if the sorption refrigerator base plate was 
buffered from the PTC cold head in the same way. This could be combined with a 
thinner buffer ft  fhe bplpiijeter itself as had been implemented during the investigation.
At the time of the InSb BEB testing the benefit of a thermal buffer at the PTC cold 
head stage for an NTD-Ge bolometer was roughly estimated as follows: Comparing the
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Cryomech and VeriCold temperature variations (F ig u re  0.1 and Figure'  6.2),  a factor of 
3.5 difference on the PTC cold head gave a factor of 10 difference on the 300 mK stage. 
Extrapolating the results of the InSb detector tests therefore suggested that a buffer 
between the refrigerator base plate and PTC cold head would give large reductions of 
the 300 mK stage temperature variations; a factor of 17 for the fundamental, and almost 
30 for the other harmonics and overall background level. If this were the case, then 
for the NTD-Ge bolometer response in Figure  4.28 the fundamental peak at just above 
1  Hz would be reduced from around 2 x 10- 6  VrmsHz- 0 - 5  to about 1 x 10- 7  Vrm3 Hz-0-5, 
and the background level below 5 Hz would be reduced to about 6  x 10- 9  VrmsHz-0-5. 
Note that this is actually below the expected quiescent noise level, because in reality it 
is only the excess thermal noise that is suppressed and this fact is not taken into account 
here. This estimation led to the explanation that a loosened thermal contact between 
the sorption refrigerator and its mounting bracket, occurring during repeated cool 
downs and warm ups, was responsible for the better bolometer performance observed 
in F i l l i n '  1.33.
The thermal fluctuation measurements later carried out in the Clover prototype cryo­
stat revealed that reducing the PTC cold head fluctuations by a factor of 100 only 
resulted in a factor of 1 0  reduction in the sorption cold head fluctuations, at least in 
the case of the Cryomech PTC. Nevertheless, there are obvious benefits and advantages 
of this method of thermal buffering for the operation of a 300 mK bolometer.
7 .3  F u t u r e  W o r k
There is considerable scope for future studies to expand on the findings of the work 
presented in this thesis, particularly because of the rapidly developing detector tech­
nologies. As already pointed out, there needs to be further investigation into overcom­
ing the temperature instabilities introduced by the use of a PTC. As well as this, the 
acoustic microphonic noise introduced by the He gas within the PTC has not been fully 
investigated since it was beyond the scope of this work to modify the PTCs themselves, 
and was therefore restricted to commercially available PTC systems.
In addition to passive thermal filtering, another solution to the problem of the thermal 
noise is the use of an active temperature control mechanism on the PTC cold head. 
A PID temperature control would be easier to implement on the PTC cold head than 
on the sorption cold head because of the larger cooling power available. If the PTC 
cold head temperature fluctuations can be reduced to the /xK range then it should be
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possible to achieve nK scale temperature stability on the sub-K cold head. Perhaps a 
combination of passive and active controls is the ultimate solution.
The acoustic noise could be a major consideration for newer and faster technologies 
that are rapidly replacing NTD-Ge bolometers, rather than the low frequency temper­
ature variations. For example, TES devices which have characteristic response times 
of 1000 down to 100 fjs (one to ten kHz), are being implemented on most ground based 
experiments and also bring other issues that need to be addressed. Their readout re­
quires magnetic shielding because of the SQUID amplifier, and it is known that some 
PTC designs use materials with residual magnetic fields as part of their regenerators 
and tube construction. However, temperature stability still remains an issue for ex­
periments requiring the high sensitivity made possible with technologies such as TES 
devices. Future CMB polarisation experiments require temperature fluctuations no 
larger than 60 nKn^Hz-0,6 at 100 mK in order to get the most benefit out of the new 
detectors. .
It has been claimed by the bolometer group in Berkeley through private communi­
cations [45] that TES devices can operate at their nominal noise level within a PTC 
pre-cooled system. Nevertheless, future work should look into the issues of operating 
TES devices at a range of temperatures, as well as the general development of PTC 
based cryogenic systems (Dilution refrigerators and ADR) with attention paid to sys­
tem level integratkm with these detectors. This is important both because helium is 
a limited natural resource, and the use of mechanical coolers in general will ease the 
operation of instruments in remote locations and extend the lifetime of space based 
instruments. Bearing in mind that new low impedance detectors are less suscepti­
ble to microphonics but more susceptible to stray magnetic fields, the importance of 
transmitted EMPand the subsequent needs for magnetic shielding should be properly 
assessed, and possible alternatives to magnetic regenerator materials considered.
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A p p e n d i c e s
Appendix A
T h e r m o d y n a m ic s
A .l  Idea l  Stirling  a n d  E ricsson  C yc les
N om enclature
Q — Heat entering/leaving system,
U — Internal energy,
W  — Net work performed by the system,
T  — Temperature 
S  — Entropy 
P  — Pressure 
V  — Volume 
H — Enthalpy
The use of lower case letters indicates that the quantity is for unit mass.
The work term for the ideal Stirling and Ericsson cycles remains the same as the 
Carnot cycle because the reversible isobaric and isochoric processes trace out parallel 
lines (although not straight as depicted in the simplified Figure 1.3) on the T-S diagram, 
and hence the enclosed area remains unaffected. To show this we only have to use the 
First Law of thermodynamics (in differential form), plus the definition of enthalpy, and 
the heat capacities at constant volume and pressure.
Substituting SQ =  TdS and 8W  =  PdV  into the First Law,
(A. la) 
(A .lb)
SQ =  dU +  SW 
TdS =  dU + PdV
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Or in specific form,
(A.2 ) Tds = du + Pdv [Jkg-1]
For an isochoric process dv =  0, and the specific heat at constant volume is Cy = du /dT ,
hence,
(A.3a) Tds = CydT [Jkg-1]
(A.3b) ^  -  [K ^gJ*1]
ds Cv
Therefore lines of constant volume are parallel on a temperature-entropy diagram, with 
a slope T/cy.
For an isobaric process we must consider the enthalpy of the system instead of its 
internal energy. Differentiating the definition of enthalpy,
(A.4a) H  = U +  P V  [J]
(A.4b) dH = dU + PdV  +  VdP
and substituting for dU +  PdV  in Equation A.lb gives
(A.5) TdS = dH — VdP  [J]
Or in specific form,
(A.6 ) Tds = d h -  vdP  [Jkg-1]
In an isobaric process dP  =  0, and the specific heat at constant pressure is Cp =
hence,
(A.7a) Tds = CpdT [Jkg-1]
(A Jb) J  =  I  [K2 kgJ-1]
Therefore lines of constant pressure axe also parallel on a temperature-entropy diagram, 
with a slope J .
The fact that these isochoric and isobaric lines are parallel means that the processes 
2 3’, 2 3” , 4’- l ,  and 4”- l ,  in Figure 1.3 are equal and opposite and the net work 
remains unchanged from that of the Carnot cycle.
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A .2 D e p e n d e n c e  of  C ooling  P o w er  o n  P h ase
A ngle
The cooling power of Pulse T\ibe Cryocoolers (PTCs) is largely determined by the time
where (H) is the time averaged enthalpy flow, Cp is the molar specific heat at constant 
pressure, r is the time period for one thermodynamic cycle, m is the mass flow rate of 
the working fluid (helium gas), T  is the temperature and t  is time.
The mass flow rate depends on the density, p, the pulse tube sectional area, A, and 
the working fluid's velocity, tt,
(A.9) rh =  pAu [mol s_1]
and the density is given by the equation of state, in this case for an ideal gas,
Assuming sinusoidal variations in the pressure (P  — P  +  APsinu/f, where P  is the 
mean pressure, A P  is the amplitude of the pressure oscillations and w is the angular 
frequency of the oscillations) and fluid velocity (u *= tiosin(arf — ^), where «o is the 
maximum velocity amplitude and ^ is the phase angle between the mass flow in the 
tube and the pressure oscillations) we will now go on to show how when averaged 
over one cycle, the cooling power (enthalpy flow) depends only on the tim e varying
averaged (over the course of a thermodynamic cycle) enthalpy flow in the pulse tube 
part of the cryocooler which, assuming an ideal gas, is given by,
(A.8) mT dt [W]
(A.10) P
P ~  R T
[mol m *]
where P  is the pressure, and R  is the gas constant.
Substituting Equation A.9 and Equation A. 10 into Equation A.8 gives
(A .ll) u P d t [W]
I
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amplitudes and the phase angle.
(A. 12a) (H ) =  U° f  sin(cj£ — (f))[P +  A P sinu>t]dt 
H-T Jo
[W]
(A.1 2 b) CpAiio
R r I P  sin(o;t — 0) +  AP  sin u t  sin(u;£ — 0) dtJo s * v y s v ' y
X Y
Solving each integral term, X  and Y , separately:
X  =  / P[sin(Ljt) cos {—(p) +  cos{ut) sin{—(p)]dt 
Jo





— cos(0 ) cos(u;£) — sin(0 ) sin(u;t)][=o
[{cos(0) cos(27r) +  sin(0) sin(27r)} — {cos(0) cos(O) +  sin(0) sin(O)}]
(A.13) =  0
(A-14)
Y =  /  AP[sin(ut)sin{ujt)cos{(f)) + sin(ujt)cos{ujt)sm(—(fr)]dt 
Jo




A P t cos(fj>) -  sin(2 wt) +  cos(2 uit)
2  2u 2  u) t=o
A P
{
t  cos(0) -  ^ ^ s i n ( 4 7 r) +  cos(4
2 cj
cos(0 ) . . . sin(0 )
0  sin(O) +  cos(O)
A P
1
r  cos (0 ) +
2cj v 7 2lj 
sin(0 ) sin(0 )
}]
5T)|
2  uj 2u
=  -A P rco s(0 )
Substituting Ijumi i<>n A .13 and Ecpmiion A. 14 into bquaiion A.i'21> gives the result 
(A. 15) (H) =  1% 1uoA Pcos(0) [W]
'  '  2 R
and it can be seen that there is no contribution from the average pressure and that the 
maximum enthalpy flow occurs for 0  =  0 .
Appendix B
B o lo m etr ic  D e t e c t o r s
B . l  B asic  M o del  fo r  th e  R e spo n siv it y  o f  a  
S em ic o n d u c to r  B olom eter
This model is based cm that presented by Richards [31] and refers to Figure 1.8.
B .1 .1  A b s o r b e d  P o w e r  R e s p o n s iv ity , S x
We define the incident radiation power as a mean value phis a sinusoidal variation that 
the bolometer responds to:
(B .l) Q =  Qo +  Qic*** [W]
with e*** being the time variation at angular frequency lj9. Likewise, the resulting 
temperature variation of the bolometer is,
(B.2) r B =  r o + r lC^  [K]
We assume that there is enough cooling power in the heat s in k  for it’s temperature to 
remain constant. Since the temperature of the thermistor is c h a n g ing , it’s change in 
resistance will vary the dissipated electrical power accordingly:
(B.3) P  = I 1 [fi(T0) +  ( g )  [W]
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Here we have used a first order Taylor expansion and also assumed that the current, 
/ ,  is constant. This is a reasonable approximation since the load resistance is usually 
a lot larger than the bolometer’s resistance. The power lost to the heat sink is,
(B.4) G(TB -  Ts ) = G(T0 -  Ts ) +  G T ^  [W]
Again, this uses a first order Taylor expansion with G =  dW /dT  being defined as the 
dynamic conductance, and G being the average conductance taking into account the 
variation of the thermal conductivity over the relevant temperature range. The energy 
from the time varying part of the incident radiation going into the heat capacity is 
CTie^*1. Differentiating with respect to time gives the component of the power going 
into the heat capacity, iUsCTie™*1.
We now consider the dynamic energy balance equation that equates the total input 
power, W  = P  + Q, to the power lost through the thermal link plus the power going 
into the heat capacity:
Qo + Q i e +  I 2R(T0) + I 2 ( ^ )  Tie'"*'
(B.5) \ d T )
=  G(T0 -  Ts ) + GTl e " '( +  iui,CTx^ ‘l
The time dependent and time independent terms can now be equated separately. The 
time independent terms can tell us nothing about the response of the bolometer, but 
do give it’s average operating temperature, To.
(B.6 a) Qo +  I 2R(T0) = G{% -  Ts )
(B.6 b) =► T0  =  Ts + Q° + [K]
This is equivalent to Kquntinn 1.0 on page 23.
The absorbed power (voltage) responsivity is defined as,
• \  V
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Equating the time dependent terms of Equation B.5 and dividing by Tie***,
(B.8a) Q,ew  + 12 T.e4- '  =  G7\e"‘‘ +  iu i.C T ^ -1
(B.8b) =!► ^  =  G - / 2^ + iu » .C
Inverting Equation B.8b and multiplying fay Jgy gives us the result (akxng with alter­
nate expressions),
(B9a| Sa “ G - PdRfST + fcj.C I ™
<»»' - G - -£ L n g
/T_ _ x aV
( J ~  Ge +iut.C
<■>*» - m t s s s
Where Ge =  G — a P  is defined as the effective thermal conductance, and re =  C/G e 
is the measured effective time constant.
B .1 .2  E l e c t r i c a l  R e s p o n s iv ity , S e
Considering the case with no time varying radiation (t*v »  R), Equation B.9b becomes, 
(BIO) =  [VW-‘]
I; ■ • .
To put in a form that only contains quantities measurable from the load curve, we need 
to find an expression for G. This is done by eliminating dT in the two expressions,
(B.l la) G dT ssdP  [W]
(B .llb) =  d(IV)
(B .llc) =  IdV +  V dl
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(since dW  =  dP + dQ and dQ =  0 for the case of no optical power) and,
(B.12a) dV = d(IR) [V]
(B.12b) =  R d l  +  IdR
(B.12c) = R d l + IR adT
(B.12d) = R d I  + aV dT
Substituting for dT  in E<|ii;iiion B.il< and rearranging for G:
(B.13a) G dV ~ ,RdI = IdV  + V d l
a v
(B.13b) G ^ ~  = I Z  + V
a v
(B.13c) G = — [ WK_1]Z  —  It
where Z  = d V /d l is the dynamic impedance of the detector. This can now be substi­
tuted into Equation 13.10 and simplified:
(B.14a) S E =  - , 7 7 7 ------    [VW-1]





V (Z  -  R)
V{ I Z  +  I R)  -  P( Z  -  R) 
Z - R
I Z  + I R  — I Z  + I R  
Z - R
2 I R
B . 2  D y n a m i c  B o l o m e t e r  M o d e l
The C + +  code below simulates an NTD-Ge bolometer’s response to a step change in 
bias voltage. It also produces theoretical load curves at a specified heat sink tempera­
ture.
# i n c l u d e  < c s t d l i b >  
# i n c l u d e  < i o s t r e a m >  
# i n c l u d e  < m a th .h >
u s i n g  n a m e s p a c e  s t d ;
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class bolometer{
public: //Functions accessible to main program
bolometer(float, float, float); //Constructor
bolometer(float, float); //Alternative constructor
//full constructor 
bolometer(float, float, float, float, float, float, float); 
bolometer(); //Default constructor
void defineO; //Define parameters function
void printinfoO; //Print info
void loadcurve(float); //Synthesise a load curve
//Create time stream for bolometer repsonse to stepped bias 
void timestream(float, float, float);
//function to find phi for a given bias V 
float getphi(float, float); 
void setheatcapO;
private: //Bolometer parameters
float RStar, //Ohms //HTD resistance parameters
Tg, //Kelvin
n »
beta, //Material parameter (thermal conductivity index)
Ts, //Heat sink temperature for 6s(K)
//Static thermal conductance at heat sink temperature (V/K) 
Gs,
TsC, // Heat sink temp for C
Cs, // Heat Capacity at heat sink temp. (J/K)
betaC, «
RL; //Load resistance (Ohms)
//Constructors:





bolometer::bolometer(float inputl, float input2){
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R S t a r  = i n p u t l ;
Tg = i n p u t 2 ;  
n  = 0 . 5 ;
}
b o l o m e t e r : : b o l o m e t e r ( f l o a t  i n p u t l ,  f l o a t  i n p u t 2 ,  f l o a t  i n p u t 3 ,
f l o a t  i n p u t 4 ,  f l o a t  i n p u t 5 ,  f l o a t  i n p u t 6 ,  f l o a t  i n p u t 7 ) {  
R S t a r  = i n p u t l ;
Tg = i n p u t 2 ;  
n  = i n p u t 3 ;  
b e t a  = i n p u t 4 ;
T s = i n p u t 5 ;
Gs = i n p u t 6 ;
RL = i n p u t 7 ;
>
b o l o m e t e r : : b o l o m e t e r ( ) {
R S t a r  = 0 ;
Tg = 0; 
n  = 0 ;
>
v o i d  b o l o m e t e r : : p r i n t i n f o ( ) { / / P r i n t  b a s i c  b o l o m e t e r  p a r a m e t e r s  
c o u t  «  "R_* = " «  R S t a r  «  " Ohms" «  e n d l ;
c o u t  «  "T _g  = " «  Tg «  " K" «  e n d l ;
c o u t  «  " n  = " «  n  «  e n d l ;
c o u t  «  " b e t a  -  " «  b e t a  «  e n d l ;
c o u t  «  "G_s = " «  G s / l e - 1 2  «  " pW/K a t  T _s = " «  Ts «  " K \ n " ;
c o u t  «  "R_L = " «  R L / l e 6 « "  M 0hms\n";
c o u t  «  e n d l ;
>
v o i d  b o l o m e t e r : : d e f i n e ( ) { / / d e f i n e  b o l o m e t e r  p a r a m e t e r s  
c o u t  «  " D e f i n e  NTD's r e s i s t a n c e  p a r a m e t e r s . \ n " ; 
c o u t  «  " E n t e r  v a l u e  f o r  R_* ( 0 h m s ) : \ n " ;  
c i n  »  R S t a r ;
c o u t  « " E n t e r  v a l u e  f o r  T_g ( K ) : \ n " ; 
c i n  »  T g ;
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cout «"Enter value for n:\n"; 
cin »  n;
cout «  "\nDefine thermal properties.\n"«"Enter value for beta:\nw; 
cin »  beta;
cout «  "Enter value for G_s (W/K): \n"; 
cin »  Gs;
cout «  "Enter corresponding value for T.s (K):\n"; 
cin »  Ts;
cout«"\nDefine readout parameters. \nEnter value for R_L (Qhms):\n";
cin »  RL;
}
//synthesise a load curve
//for current parameter values or nev temperature 
void bolometer::loadcurve(float T0){
cout «  "\nLoad curve using parameters: \n";
cout «  "Heat sink temperature * " «  TO «  " K\a";
printinfoO;
//calculate Gs for specified heat sink temperature 
float GsO * Gs * pow(TO/Ts, beta);
cout «  "G_jb for T_s * " «  TO «  " R is " «  GsO/le-12 
«  " pW/K\n\n";
float phi*!, phimaz*1.5; //dimens ionless temperature * T/Ts
int i, nsteps*100;
//Define range of T (phi) 
float 1
//Increment T (phi) and calculate P, I and V at each point 
cout «  "I (nA), V (mV), phi, P (pW), R (MOhms)\n\n";
// cout «  ;
for (i * 1; i <* nsteps j ++i)*C
P * ((GsO*TO)/(beta + l))*(pow(phi,beta + 1) - 1);
R * RStar * exp(pow(Tg/(phi*TO),n));
I * sqrt(P/R);
V = sqrt(P*R);
cout«I/le-9«", "«V/le-3«", "«phi«", "«P/le-12
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« " ,  " « R / l e 6 « e n d l ;  
p h i  += (phimaLX -  l ) / ( n s t e p s - l ) ;
>
>
/ / f i n d  e q u i l i b r i u m  p h i  f o r  a  g i v e n  b i a s  V 
f l o a t  b o l o m e t e r : : g e t p h i ( f l o a t  TO, f l o a t  V B ia s ) {
/ / c o n t r o l s :
f l o a t  a c c  = 0 . 0 0 0 1 ;  / / p e r c e n t a g e  a c c u r a c y  
/ / c a l c u l a t e  Gs f o r  s p e c i f i e d  h e a t  s i n k  t e m p e r a t u r e  
f l o a t  GsO = Gs * p o w (T 0 /T s ,  b e t a ) ;  
f l o a t  A = 1 ,  B = 2 ,  p h i ;  / / i n i t i a l  g u e s s e s  
f l o a t  R , I , P , W , f A , f B , f p h i ;
/ / B i n a r y  c h o p p i n g  m e th o d :  
w h i l e  ( ( 2 0 0 * (B -A ) / (B +A )) > a c c ) {  
p h i= A ;
R = R S t a r  * e x p ( p o w ( T g / ( p h i * T 0 ) , n ) ) ;
I  = V B i a s / ( R  + R L );
/ / e l e c t r i c a l  p o w e r  
P = I * I * R ;
/ / t h e r m a l  l i n k  p o w e r
W = ( ( G s 0 * T 0 ) / ( b e t a  + l ) ) * ( p o w ( p h i , b e t a  + 1) -  1 ) ;  
fA = P-W;
p h i= B ;
R = R S ta x  * e x p ( p o w ( T g / ( p h i * T 0 )  , n ) ) ;
I  = V B i a s / ( R  + R L ); 
p  = I * I * R ;
W = ( ( G s 0 * T 0 ) / ( b e t a  + l ) ) * ( p o w ( p h i , b e t a  + 1) -  1 ) ;  
fB  = P-W;
p h i  = 0 . 5 * (A + B ) ;
R = R S t a r  * e x p ( p o w ( T g / ( p h i * T 0 ) , n ) ) ;
I  = V B i a s / ( R  + RL);
P = I * I * R ;
W = ( ( G s 0 * T 0 ) / ( b e t a  + l ) ) * ( p o w ( p h i , b e t a  + 1 )  -  1 ) ; 
f p h i  = P-W;
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if (fA*fB > 0){
cout «  "Cannot converge!"; 
break;
> else
if (fphi*fA > 0) A * phi; else B ■ phi;
>
phi * 0.5*(A + B);
// R * RStar * exp(pow(Tg/(phi*T0),n));
// I - VBias/(R + RL);
// P « I*I*R;
// W * ((GsO*TO)/(beta + l))*(pow(phi,beta + 1) - 1);
// cout «  P «  " "« W«" \n";
return phi;
>
//synthesise bolometer response to change in bias 
void bolometer: :timestream(float TO, float VO, float DeltaVH 
//controls:
float t*0, dt * O.le-3; //time step
float acc 0.001; //Accuracy. Percentage change in V at the end. 
float R,I,V,P,W,C,dpihi,VPrev;n
//calculate 6s for specified heat sink temperature: 
float GsO * Gs * pov(T0/Ts, beta);
//calculate Cs for specified heat sink temperature: 
float CsO * Cs * pov(T0/TsC, betaC);
//calculate conditions before step: 
float phi * getphi(T0, VO);
R * RStar * exp(pov(Tg/(phi*TO) ,n));
I - V0/(R + RL);
V - I*R;
cout «  endl
«  "t (ms), V (mV), I (nA), R (MOhms), j4ii\n\n" 
«t/le-3«", "«V/le-3«", "«I/le-9«", "<<R/le6
«", "«phi«endl;
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/ / L o o p :  
i n t  i = - l ;  
d o {
i+ + ;
V P re v  = V;
I  = (VO + D e l t a V ) / ( R  + R L ) ;
V = I* R ;
P = I * I * R ;
W = ( ( G s O * T O ) / ( b e t a  + l ) ) * ( p o w ( p h i , b e t a  + 1) -  1 ) ;
C = C s O * p o w ( p h i , b e t a C ) ; 
d p h i  = C(P -  W ) / C ) * d t ;
i f  ( i = = 2 0 ) {
c o u t  « t / l e - 3 « " ,  " « V / l e - 3 « " ,  n« I / l e - 9 « " ,
« R / l e 6 « " ,  " « p h i « e n d l ;
i = 0 ;
>
p h i  += d p h i ;  
t  += d t ;
R = R S t a r  * e x p ( p o w ( T g / ( p h i * T O ) , n ) ) ;
} w h i l e  ( 2 0 0 * f a b s ( ( V P r e v  -  V ) / ( V P r e v  + V )) > a c c  ) ;
>
v o i d  b o l o m e t e r : : s e t h e a t c a p ( ) {  
c h a r  c h o i c e ^ a ’ ; 
w h i l e ( c h o i c e  != , n , ) {
c o u t  « "  \ n C u r r e n t  h e a t  c a p a c i t y  p a r a m e t e r s  : \ n "
« " C _ s  = " « C s / l e - 1 2 « "  p J / K ,  a t  T _s = " « T s C « "  K . \ n "  
« " b e t a _ C  = " « b e t a C « " \ n "
« " R e d e f  i n e ?  ( y / n )  : \ n " ; 
c i n  » c h o i c e ;  
i f  ( c h o i c e  == ’ y ' M
c o u t  « " \ n E n t e r  v a l u e  f o r  C_s ( p J / K ) : \ n " ;  
c i n  »  C s ;
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Cs ** le-12;
cout «" Enter corresponding value for T.s (K):\nN; 
cin »  TsC;
cout«"Enter value for the heat capacity’s power law, beta_C:\n"; 









// cout «  "Test bolometer :\n\n";
// mybol. def ine ();
// mybol. printinfoO;
//Bolometer used in thesis work:
bolometer QrlandoBol(27.2, S6.5, 0.5, 1.7, 0.355, 1960e-12, 80e6);
int choice*-l; 
while (choice !* 0)<I
cout «  "\nCurrent bolometer parameters: \n \n";
QrlandoBol .printinfoO; 
cout «  "MEHU\n"
"--- \n"
"1: Redefine bolometer parameters\n"
”2: Synthesise load curve\n"
"3: Create time atr$am\n"
"0: Exit\n\n"
"Enter option: "; 
cin »  choice; 
if (choice M l){
QrlandoBol.define();
> . .. . 
if (choice 2 H
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f l o a t  TO;
c o u t « " \ n E n t e r  h e a t  s i n k  t e m p e r a t u r e  f o r  l o a d  c u r v e  (K) : 
c i n  »  TO;
O r l a n d o B o l . l o a d c u r v e ( T O ) ;
>
i f  ( c h o i c e  = = 3){
f l o a t  TO, VO, D e l t a V ;
c o u t « " \ n E n t e r  h e a t  s i n k  t e m p e r a t u r e  f o r  t i m e  s t r e a m  (K) : 11; 
c i n  »  TO;
c o u t  «  " \ n E n t e r  s t a r t  b i a s  v o l t a g e  ( V ) :  " ;  
c i n  »  VO;
c o u t  «  " \ n E n t e r  b i a s  s t e p  ( v o l t a g e  c h a n g e )  (V ) :  " ;  
c i n  »  D e l t a V ;
O r l a n d o B o l . s e t h e a t c a p O ;
O r l a n d o B o l . t i m e s t r e a m ( T O ,  VO, D e l t a V ) ;
>
>
r e t u r n  EXIT.SUCCESS;
>
Appendix C 
E x a m p le  TINI C o d e
<?xml version*"1.0"?>
<!—  Trial Dewar definition - Simon Helhuish — >
<!—  Latest Changes 18/08/04 (Gareth): — >
<!—  Reduced regression calculation tines back to 5 minute— > .
<!—  Changed fast start 4He temp to 45K for better condensing— > 
<!—  Changes 19/01/05 (Gareth): — >
<!—  Added auto recycle state — >
<!—  Changes 18/05/05 (Gareth): — >











<ms8sage> System is pre-cooling</me88age>
<heater chan*"l" V*"3.0"/> <!—  H4 - 4He pump — >
<heater chan*"2" V*"5.0"/> <!—  H3 - 3He pump — >
<heater chan-"3" V-"0.0*/> <!-- HS4 - 4He switch — >







< d i o d e  c h a n = " 2 "  g r e a t e r t h a n = " 1 . 2 2 9 1 3 " / > < ! —  3 . 0 5  K — >
< g r t  c h a n = " 1" g r e a t e r t h a n = " 1 4 7 " / > < !—  < 3 K — >
< /a n d >
< / i f >
< / t e s t s >
< / s t a t e >
< s t a t e  n a m e = " s t a r t ">
< ! —  T h i s  i s  w h e re  we s t a r t  r e c y c l i n g .  T u r n  o f f  e v e r y t h i n g  — > 
< a c t i o n s >
< m e s s a g e > S t a r t  f r i d g e  c y c le < / m e s s a g e >
c h e a t e r  c h a n = " l "  V = " 3 .0 " / >  < ! —  H4 -  4He pump — >
c h e a t e r  c h a n = " 2 "  V = " 5 .0 " / >  c ! ~  H3 -  3He pump - - >
c h e a t e r  c h a n = " 3 "  V = " 0 .0 " / >  c ! —  HS4 -  4He s w i t c h  — >
c h e a t e r  c h a n = " 4 "  V = " 0 .0 " / >  c ! —  HS3 -  3He s w i t c h  — >
c / a c t i o n s >
c t e s t s >
c i f  g o t o = " h e a t 4 H e " >
c ! —  A llo w  2 m in s  f o r  h e a t  s w i t c h e s  t o  go o f f  — >
c t i m e o u t  t im e = " 1 0 "  s i n c e = " s t a r t " />
c / i f >
c / t e s t s >
c / s t a t e >
e s t a t e  n a m e = " f a s t s t a r t " >
c ! —  T h i s  i s  w h e re  we s t a r t  r e c y c l i n g .  T u rn  o f f  e v e r y t h i n g  — > 
c a c t i o n s >
c m e s s a g e > E x e c u te  a  f a s t  s t a r t  f ro m  " c o l d " e / m e s s a g e >  
c h e a t e r  c h a n = " l "  V“ " 1 5 . 0 " / >  c ! —  H4 -  4He pump — >
c h e a t e r  c h a n = " 2 "  V = " 5 .0 " / >  c ! —  H3 -  3He pump — >
c h e a t e r  c h a n = " 3 "  V = " 0 .0 " />  c ! —  HS4 -  4He s w i t c h  — >
c h e a t e r  c h a n = " 4 "  V = " 0 .0 " / >  c ! —  HS3 -  3He s w i t c h  — >
e / a c t i o n s >  
c t e s t s >
c i f  g o t o = " s t a r t ">
c ! —  A llo w  2 m in s  f o r  h e a t  s w i t c h e s  t o  go  o f f  — >
e d i o d e  c h a n = " 3 "  l e s s t h a n = " l . 0 7 8 " / >
c ! —  w a i t  f o r  > ~ 4 5  K — >
c / i f >
e / t e s t s >
c / s t a t e >
e s t a t e  n a m e = " h e a t4 H e " >
c ! —  W a it  i n  c a s e  4He n o t  h o t  e n o u g h  y e t  — >
C a c t i o n s >
c m e s s a g e > S t a r t e d  c o n d e n s e  4 H e c /m e s s a g e >
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cheater chan*"i" V*"5.0"/> <!—  H4 - 4He pump — > 
cheater chan*"2" V*"5.0"/> <!—  H3 - 3He pump — > 
cheater chan«"3" V*"0.0"/> <!-- HS4 - 4He switch — > 










c!—  Wait for 4He to condense - heater already hot — >
Cactions>
cmessage>Waiting for 4He condensation</message> 
cheater chan*"l" V*"3.0"/> <!—  H4 - 4He pump — > 
cheater chan*"2" V*"5.0"/> <!—  H3 - 3He pump — >
Cheater chan*"3" V«"0.0"/> <!—  HS4 - 4He switch — > 










<!—  Start to pump 4He, by turning off H4 and turning on QS4 — > 
Cactions>
Cme8sage>Started pump 4Hec/message>
cheater chan*"l" V*"0.0"/> c!—  H4 - 4He puop — >
cheater chan*M2" V«*5.0"/> c!~ H3 - 3He pump —  >
cheater chan*"3" V*H3.0"/> c!—  HS4 - 4He switch — >










< s t a t e  n a m e = " h e a t3 H e " >
< ! —  S t a r t  t o  c o n d e n s e  3He, by t u r n i n g  u p  t h e  h e a t e r  — > 
< a c t i o n s >
< m e s s a g e > S t a r t e d  c o n d e n s e  3 H e < /m e ssa g e>
< ! —  H e a t e r  4  i s  3He — >
< h e a t e r  c h a n = " l "  V = " 0 .0 " />  < ! —  H4 -  4He pump — >
< h e a t e r  c h a n = " 2 "  V = " 1 0 .0 " />  < ! —  H3 -  3He pump — >
< h e a t e r  c h a n = " 3 "  V = " 3 .0 " />  < ! —  HS4 -  4He s w i t c h  — >
c h e a t e r  c h a n = " 4 "  V = " 0 .0 " />  < ! —  HS3 -  3He s w i t c h  — >
< / a c t i o n s >
< t e s t s >
c i f  g o t o = " c o n d e n s e 3 " >
c ! —  W a it  1 0 0 0 s  f o r  T t o  r i s e ,  an d  He t o  s t a r t  c o n d e n s i n g  — >
c t i m e o u t  t i m e = " 1 0 0 0 "  s i n c e = " h e a t 3 H e " / >
c d i o d e  c h a n = " 4 "  l e s s t h a n = " l . 0 7 " / >
c ! —  w a i t  f o r  > 50  K — >
c / i f >
c / t e s t s >
c / s t a t e >
e s t a t e  n a m e = " c o n d e n s e 3 " >
c ! —  S e t  n o rm a l  c o n d e n s a t i o n  v o l t a g e  — >
C a c t i o n s >
c m e s s a g e > W a i t i n g  f o r  3He c o n d e n s a t i o n c / m e s s a g e >  
e ! —  H e a t e r  4  i s  3He — >
c h e a t e r  c h a n = " 1" V = " 0 .0 " / >  c ! —  H4 -  4He pump — > 
c h e a t e r  c h a n = " 2 "  V = " 5 .0 " / >  c ! —  H3 -  3He pump — > 
c h e a t e r  c h a n = " 3 "  V = " 3 .0 " / >  c ! —  HS4 -  4He s w i t c h  — > 
c h e a t e r  c h a n = " 4 "  V = " 0 .0 " / >  c ! —  HS3 -  3He s w i t c h  — > 
c / a c t i o n s >  
c t e s t s >
c i f  g o to = " W a i t4 H e " >
c ! —  W a it  2 m in  t o  s e t t l e  — >
c t i m e o u t  t i m e = " 1 2 0 "  s i n c e = " c o n d e n s e 3 " / >
c / i f >
e / t e s t s >
c / s t a t e >
e s t a t e  n am e= "W ait4 H e">  
c a c t i o n s >
c m e s s a g e > W a i t in g  f o r  4He t o  c o o l c / m e s s a g e >  
c h e a t e r  c h a n = " 1" V = " 0 .0 " / >  c ! —  H4 -  4He pump — > 
c h e a t e r  c h a n = " 2 "  V = " 5 .0 " / >  c ! —  H3 -  3He pump - - >  
c h e a t e r  c h a n = " 3 "  V = " 3 .0 " / >  c ! —  HS4 -  4He s w i t c h  — > 
c h e a t e r  c h a n = " 4 "  V = " 0 .0 " />  c ! —  HS3 -  3He s w i t c h  — > 
c / a c t i o n s >  
c t e s t s >
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<if goto*"Wait4HeEx">
<or>
<grtdot chan*"lM lessthan«nO" sanples*"300"/>
<!—  wait for temp to flatten out — >
<grt chan«"l" greaterthan-"875"/>







<message>Wait ing for 4He exhaustion</message> 
cheater chan*"l" V*"0.0"/> <!—  B4 - 4He pump — >
<heater chan="2" V*"5.0"/> <!—  H3 - 3He pump — >
<heater chan*"3" V»“3.0"/> <!—  HS4 - 4He switch — >




<grtdot chan*"lw lessthan*"-0.042" samples*"300"/> ,





<!—  Start to pump ^e, by turning off H3 and turning on HS3 — > . 
<actions>
<message>Started pump 3He</message>
<heater chan*Hl" V«"0.0"/> <!—  H4 - 4He pump — >
<heater chan*"2" V*"0.0"/> <!—  H3 - 3He pump — >
<heater chan*"3" V*n3.0"/> <!—  HS4 - 4He switch— >











cheater chan="lM V*"0.0M/> <!—  H4 - 4He pump — >
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c h e a t e r  c h a n = " 2 "  V = " 0 .0 " / >  < ! —  H3 -  3He pump - - >  
c h e a t e r  c h a n = " 3 "  V = " 3 .0 " />  c ! —  HS4 -  4He s w i t c h  — > 
c h e a t e r  c h a n = " 4 "  V = " 3 .0 " />  c ! —  HS3 -  3He s w i t c h  — > 
c / a c t i o n s >  
c / s t a t e >
e s t a t e  n a m e = " A u to R e c y c le ">
c ! —  P u t  i n t o  t h i s  s t a t e  when r u n n i n g ,  t o  a u t o m a t i c a l l y  r e c y c l e  f r i d g e  — > 
c a c t i o n s >
c m e s s a g e > R e a d y  t o  a u t o  r e c y c l e c / m e s s a g e >
c h e a t e r  c h a n = "  1" V = " 0 .0 " / >  c ! —  H4 -  4He pump — >
c h e a t e r  c h a n = " 2 "  V = " 0 .0 " / >  < ! —  H3 -  3He pump — >
c h e a t e r  c h a n = " 3 "  V = " 3 .0 " / >  < ! —  HS4 -  4He s w i t c h  — >
c h e a t e r  c h a n = " 4 "  V = " 3 .0 " / >  < ! —  HS3 -  3He s w i t c h  — >
e / a c t i o n s >
c t e s t s >
c i f  g o t o = " f a s t s t a r t " >
c g r t  c h a n = " l "  l e s s t h a n = " 8 0 0 " / >  c ! —  a b o u t  1 K — >
c / i f  >
e / t e s t s >
e / s t a t e >
c / d e w a r >
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